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PREFACE. 



I should hesitate to add to the multitude of trea- 
tises upon medical electricity which are before the 
profession did I know of any which, avoiding con- 
tested points in electro-physiology and therapeutics, 
teach the busy practitioner not only when to use 
electricity, but in explicit and full detail, how ; and 
which in moderate bulk contain only what it is 
essential to master. For a book of this sort I 
believe there is a general want, and that want I 
have endeavored to supply. I claim no originality. 
There will be found here no new ground opened out, 
but only an earnest endeavor to sift the wheat of our 
existing knowledge from the chaff, and to make the 
reader as much at home with his electrical as with 
his other medical instruments ; and further to lead 
him to estimate electricity at its fair and proved 
value in therapeutics, as an agent, not to be indis- 
criminately advocated as a panacea, nor, on the 
other hand, neglected by the inexperienced, but in 
appropriate cases to be regarded as one of the most 
powerful and serviceable weapons with which we 
can combat disease. A handbook such as this 
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should seek to give the results of the best work ; 
and in endeavoring to carry this conception into 
execution I have availed myself freely of the ex- 
tended experience of the Electrical Room of the 
National Hospital ' for the Paralyzed and Epileptic, 
and have carefully consulted the standard authori- 
ties, especially Duchenne's unrivalled and exhaustive 
treatise on " Localized Electrization." For much of 
the anatomical detail in indirect electrization I am 
indebted to Ziemssen's "Die Electricitat in der 
Medizin ;" and of the illustrations some are original, 
and others are taken from Duchenne. 

I have throughout endeavored to keep constantly 
in view the practitioner rather than the theorist, 
especially in those points of detail which are of im- 
portance in order to secure the successful application 
of electricity, and to insure (a not insignificant matter 
in this respect) the comfort of the patient. 

The instruments desciibed are those which for 

some years I have made use of as well in private 

as in hospital practice, and they are equally adapted 

for either.* 

H. T. 

70, Guilford Street, Russell Square, 
January 21th, 1873. 

* By permission of the Board of Management, and through the 
courtesy of the physician, the Electrical Room of the National Hospital 
for the Paralyzed and Epileptic, Queen-square, Bloomsbury, and the 
treatment carried out there, are open to the inspection of medical 
practitioners on the ordinary days of the physicians' attendance. 
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CHAPTER I. 

MEDICAL ELECTRICITY AND ELECTRO-MEDICAL INSTRUMENTS. 

The almost complete absence in the medical schools 
of the great hospitals of opportunities for an adequate 
study of electro-therapeutics, the importance of the 
subject, and the wide-spread attention that it is 
awakening throughout the profession, have deter- 
mined me to sketch as briefly as is consistent with 
clearness the present position of the science and 
practice of medical electricity, and especially of its 
practice. 

I need hardly recall to mind, that until quite re- 
cently, to venture to speak of electricity as a cura- 
tive power was pretty certain to result in the 
speaker being branded as little better than a quack; 
and even now, although this universal scepticism 
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has disappeared, ninety-nine out of every hundred 
medical men content themselves with the theoretical 
belief that in certain cases electricity may do good, 
without themselves using it ; hut I hope that before 
long it will be as common to see an electrical instru- 
ment on the consulting-room table as a stethoscope 
or an ophthalmoscope. Indeed, I think that nothing 
but the want of information as to the choice and 
management of instruments can explain the little 
headway that the practice of electricity has made 
with the mass of the profession — too much occupied 
in their daily work to spare time to study its uses 
in the hands of the very few physicians in this 
country who have given attention to the subject. 

I assume on the part of the reader an acquaint- 
ance with the elementary facts of electricity, such 
as may be gathered from any handbook upon the 
Elements of Natural Philosophy. It will be no 
part of my object to discuss these facts, except in- 
cidentally with strict reference to their application 
to medicine. 

In the first place I propose to describe the instru- 
ments which experience has preyed to be reliable 
and not inordinately expensive, and how to keep 
them in good working order (a point of no little 
importance) ; and then, in full detail, how to use 
them. Afterwards I shall very briefly discuss their 
diagnostic and therapeutic application, and quote 
either from my own experience, or that of others, a 
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few illustrative cases, referring for further examples 
to the many and voluminous writings of the German 
and French electro-therapeutists. 



Nomenclature. 

Firstly, a word or two on nomenclature. 

Throughout this Handbook the following terms will 
be used : — 

Electrization. — The generic word for the applica- 
tion of electricity in therapeutics, and never to be 
made use of in any special or limited sense. 

Franklinism: Franklinization. — Friction or Static 
Electricity. — The oldest known variety, the electricity 
of glass and amber, that with which the name of 
Franklin will always be associated. 

Voltaism : Voltaization. — Voltaic, Galvanic, Dyna- 
mic, Contact or Current Electricity, the Constant Cur- 
rent, Galvanism* — The electricity of chemical action, 
that of Volta and Galvani. 

Faradism : Faradization. — The Induced Current, 
Electro-magnetism, the Interrupted Current.^ — The cur- 
rents of momentary duration discovered by Faraday 
to be generated or induced in a coil of copper wire by 



* a 



'• Galvanhm" although commonly used, is improperly applied as » 
designation of Voltaic electricity. 

| The word " interrupted current" is most improperly applied to these 
induced currents. Its use should be strictly limited to breaks or inter- 
ruptions of a true voltaic current. 
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the action upon it, under certain conditions, of a per- 
manent magnet, or of a voltaic current. 



Of Instruments.* 

To describe the many varieties of instruments in 
the market would alone fill a large volume. I pro- 
pose only to refer to those which after numerous 
trials have been finally adopted for use at the Na- 
tional Hospital for the Paralysed and Epileptic as 
the most reliable, efficient, and, wear and tear con- 
sidered, the cheapest. There are doubtless many 
others good and serviceable, but I have felt that 
the reader will rather thank me for not fatiguing 
him with an account of them all ; and for relieving 
him as much as may be from the trouble of selec- 
tion. 

Franklinism. 

Franklinism is most conveniently generated by 
a Plate Machine (see fig. 1), in which the electricity 
arising from the friction of the rotating glass plate 
(b, fig. 1), against the upper and lower cushions, is 
collected by the two brass arms c, and distributed to 



* The reader is strongly advised to satisfy himself that any instrument he 
may purchase is the manufacture of the original maker. Duchenne's instru- 
ments can only be obtained properly made from Charriere, of Paris; and 
Stbhrer's, if genuine, are stamped "Dr. E. Slbhrer, Dresden." Unless this 
rule is adhered to disappointment will result, and the therapeutic application 
will be unsatisfactory. 
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the brass conductor, from which they branch out, 
and which is insulated by glass supports. 

I should recommend a machine with a plate of 



Fig. 1. 




Plate Electrical Machine, and Electrometer.* 



*B, the revolving glass disk; c, the arms leading to the prime con- 
ductor at whose extremity, L, is a brass chain connected with K, a metal 
excitor or discharger insulated by a glass handle ; a, a Leyden jar with 
its interior coating communicating through the ball e, and chain u, with 
the prime conductor, and so with the excitor k, and also with the first 
branch e', of the Electrometer, h', its second branch, which by a rack 
movement, w, can be separated or approximated to its first, and which is 
connected by the chain 6', with the outer coating of the jar and also with 
the second excitor j. The two excitors, k and j, representing thus the 
charge of the outer and inner coating of the jar, can discharge it through 
any muscle. The intensity of the charge is regulated by the distance 
apart of the balls e' i' . 
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about two feet in diameter. The machine should 
be fixed upon a firm stand or table, that it may be 
quite steady during rotation. The one that I habi- 
tually use is firmly screwed to a heavy painted deal 
table. It was made by Elliott Brothers, 449 Strand, 
price 14/. 14-s. There will also be needed a Leyden 
jar, two or three lengths of brass chain, or preferably 
of copper wire insulated by gutta percha ; a couple of 
excitors insulated by glass handles (k and J, fig. 1) ; 
and a stool about four feet by two feet, with four 
glass balls or legs. A stool of this size admits of a 
chair being placed upon it, and it will be also- useful 
for certain applications of voltaism, which will be 
mentioned later on. Four glass jars are also needed 
with which to insulate an ordinary couch. Care 
should be taken not to smear the cushions with 
too much amalgam, which had better be bought 
ready prepared. A piece about the size of a grape 
for each of the four cushions will be enough, and no 
more need be added for two or three months. The 
cushions should be screwed sufficiently tight to 
slightly "grip" the plate, and if it is found that 
notwithstanding having well warmed the flannel and 
rubbed all the glass of the apparatus, and especially 
the legs of the stool, that the instrument is not 
acting well, remove the cushions and warm them 
thoroughly. Always scrape off old amalgam before 
using new. It is impossible to be too careful that 
everything is warm, clean and dry. 
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VOLTAISM. 

The essential requisite of a voltaic battery for 
medical purposes is that the current of electricity 
which it supplies should not only he continuous hut 
constant — should not vary appreciably in power 
during the application. Any battery which does not 
fulfil these requirements should be unhesitatingly 
rejected. 

Fig. 2. 




Muirhead's Battery. 



The Becker-Muirhead Battery is a modification of 
Daniell's, and is that usually employed for tele- 
graphic purposes. Its tension is low, but its action 
is very uniform. The elements consist of an un- 
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amalgamated zinc plate (fig. 2, s), and of a thin 
copper plate, c. The copper plate is immersed in a 
solution of sulphate of copper contained in a porous 
cell, h ; the zinc plate is immersed in water only, 
contained, with the porous cell and its contents, in 



Fig. 3. 




The Becker-Muirhead Battery as arranged at the National Hospital 
for the Paralysed and Epileptic. 

a quadrangular porcelain vessel. The porcelain 
vessels are constructed in couples, each couple hold- 
ing two pairs of elements, and five of these couples 
are packed in a strong oak box. The arrangement of 
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the battery adopted at the National Hospital, as 
least complex, is shown in fig. 3, in which ten boxes 
containing one hundred pairs of elements are placed 
upon a simple open stand. The pairs are grouped 
in sets of five, and the terminal wires of these sets 
are attached to buttons in rear of two revolving 
disks, numbered respectively from 5 to 45, and from 
50 to 100. By turning the disks the operator, 
without detaching the conducting wires with which 
the excitors are connected with the instrument, can 
bring into play the current from as many sets of 
cells as he desires. When in daily use the cells 
require to be re-charged and the zincs cleaned every 
two months, and new zinc plates are needed about 
every three years. This battery was designed by 
Mr. Becker, of the firm of Messrs. Elliott Brothers, 
449 Strand, and it is supplied by them. 

Mr. Becker has added to it, as a means of ascer- 
taining its state of action, and as a guide to the 
operator, an ingeniously constructed tangent galva- 
nometer. The battery when freshly charged and 
all connections cleaned is in its most effective state, 
but as the strength gradually diminishes it is 
essential for the medical practitioner to be able to 
ascertain at any given time the degree of diminu- 
tion, so that he may determine the number of cells 
to be used in any given case. The terminals of the 
galvanometer coil are connected with a simple com- 
mutator, so that the current may be made to traverse 
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the galvanometer or not. When the battery is in 
perfect action it has been found that 

5 cells give 45° deflection of the needle of the galvanometer. 

10 " 57° " " " 

20 " 67° " " " 

30 " 70° " " " 

50 " 71° " " 

100 " 73° " " " 

Should five cells only give 22° deflection, the bat- 
tery would be half its strength (if for' the sake of 
illustration we take the angles for the expression of 
the strength instead of the tangents), and a higher 
number of cells should be placed in action, where 
before five were sufficient. 

This battery has been in use at the National Hos- 
pital, and in my own private residence for several 
years. With ordinary watchfulness of its state of 
action, and care and regularity in re-charging and 
cleansing, it has proved a very effective and trust- 
worthy instrument, and from the simplicity of its 
construction it can be cleaned, re-charged, and re- 
paired with facility by an ordinarily intelligent 
artisan. Giving off no fumes or odours, it may be 
placed in any room without hesitation, never becom- 
ing offensive. In my own house the battery is placed 
in a closet on the area floor, and the conducting 
wires are brought into the consulting room and 
attached to the disks there. To clean and re-charge 
it, all that is necessary is to scrape the zinc plates, 
which become very foul, and to wash them, as well 
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as the copper plates and porous cells, in cold water, 
to refill the porous cells with a saturated solution of 
sulphate of copper, and the porcelain vessels with 
fresh water. The porous cells, which are very cheap, 
occasionally become clogged, when it is better to 
replace them, for which purpose a few spare cells 
should be kept on hand. In very hot weather, when 
evaporation is rapid, it may be well to add a little 
fresh water without dismounting the battery, but 
this is very seldom required. If residing in town it 
is better to contract with the maker to do the re- 
charging, of which the cost is about a sovereign. 
The price of a 100-cell battery is 25/. — of a 50-cell 
battery, 15/. 15s. 

All connections, binding screws, &c, of electrical 
instruments must be kept scrupulously clean, and 
to do this nothing is better than to rub them occasion- 
ally with a bit of very fine emery paper. 

The single drawback to Muirhead's battery is that 
it is not portable. In every other respect it far sur- 
passes any with which I am accpiainted. Portability 
of a battery is of importance from facilitating the use 
of electricity as a means of diagnosis and in the treat- 
ment of cases not admitting of easy removal. M. 
Foveaux, of the firm of Messrs. Weiss & Co., 62 
Strand, has designed and constructed a portable bat- 
tery which is unsurpassed for efficiency of action, and 
compactness consistent with efficiency. 

Foveaux s Portable Battery is formed of pairs of 
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Foveaux's Portable Battery. 
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Smee's elements, packed into a handsome mahogany 
box, which measures in length 14 inches, in breadth, 
7i inches, and in height 10£ inches (fig. 4). The 
cells containing the exciting fluid (diluted sulphuric 
acid), and which are constructed of porcelain, are 
attached to an ingeniously devised lifting arrange- 
ment. When the lid of the box is closed, and the 
battery is out of use, the cells and the contained 

Fig. 5. 




The Elements of Foveaux's Battery. 

exciting fluid are depressed beneath the elements, 
and the latter are no longer immersed. When the 
lid of the battery is raised to place the instrument 
in use, the cells are elevated and the elements 
immersed. By this arrangement the zinc is with- 
drawn from the destructive action of the acid when 
the apparatus is not in use, and the waste of the 
elements may be obviated to the greatest extent. 
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It requires, in constant daily use, to be charged 
about once in two months, by pouring into each 
cell a measured portion of diluted sulphuric acid 
(one part of strong acid to twenty-nine of water). 
A measure holding the requisite amount of acid is 
supplied with the instrument. To charge it the 
plates can be lifted out of the cells en masse, as 
shown in fig. 5, without any trouble in dismounting 
them. The elements being lifted out, the arrange- 
ment of the cells is seen in fig. 6. By means of a 

Fig. 6. 




The Cells of Foveaux's Battery. 

dial plate with a moveable needle, the current is 
graduated without detaching the conducting wires. 
The battery is mounted in sizes varying from 
twenty to sixty cells, and in price from Ql. to 
15/. 15s. The more generally useful sizes contain 
thirty and sixty elements. I have used Foveaux's 
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battery chiefly in cases in which the interrupted 
voltaic current has been required to be used for diag- 
nostic purposes. It is an exquisitely made instru- 
ment, and fully supplies a long felt want. 

Stohrers Battery ivith Lifting Apparatus. — Stohrer 
of Di'esden has constructed a very excellent battery 
for medical purposes. The elements, consisting of 
carbon and zinc, are attached in pairs to a wooden 
rail, and project into glass vessels, which serve for 
the reception of diluted sulphuric acid, and which 
are so arranged in the completed apparatus, that 
they can be moved vertically up and down, and fixed 
in either position. By this arrangement the acid 
can be brought into contact with the zinc and 
carbon, or by shutting clown the cells be excluded 
from them altogether. In the latter case the acid 
will only fill the lower third of the glass, and it is 
hardly possible that it can be spilt. Should, how- 
ever, such an accident be apt to occur, a small stop- 
per of caoutchouc at the left side of the base must be 
pulled out, and the instrument slightly inclined, 
that the acid may run out. The conducting cords 
are attached, as shown in figs. 7 and 8, to a simple 
and easily adjusted slide running in a groove upon 
the bar that supports the elements, and at its lower 
surface being in metallic connection with them. By 
the movement of the slide any desired number of 
cells can be brought into operation; and on its upper 
surface is an ingeniously devised commutator, by 
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turning which to the right or left, the current admits 
of being reversed without removal of the conductors. 
The bar is marked from left to right with cyphers 
corresponding with the number of the elements, and 
their points of attachment, and it is of importance 
that the centre of the slide should be placed in a 



Fig. 1. 




Stohrer's Battery for Hospital use. 

line with this attachment, as shown in fig. 7, in 
which fourteen, and in fig. 8, in which ten cells are 
in use. If this rule is neglected, rapid decompo- 
sition with development of gas, weakening of the 
current and general fouling of the instrument will re- 
sult. In frequent use, re-amalgamation of the zincs 
will be required about once in six months, or when- 
ever during use effervescence of the acid is perceived. 
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To re-amalgamate the zincs allow each plate to 
remain for about a minute in diluted sulphuric 
acid (one part of strong acid to seven parts of 

Fig. 8. 




NOT K. 

By an oversight of the printer, the paging of 17 to 32 are 

duplicated, they should be 33 to 48. 







StOrer's Portable Battery. 

water) for which purpose a common tumbler answers 
well. Hold the plate over a second empty tumbler, 
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turning which to the right or left, the current admits 
of heing reversed without removal of the conductors. 
The bar is marked from left to right with cyphers 
corresponding with the number of the elements, and 
their points of attachment, and it is of importance 
that the centre of the slide should be placed in a 
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Stohrer's Battery for Hospital use. 

line with this attachment, as shown in fig. 7, in 
which fourteen, and in fig. 8, in which ten cells are 
in use. If this rule is neglected, rapid decompo- 
sition with development of gas, weakening of the 
current and general fouling of the instrument will re- 
sult. In frequent use, re-amalgamation of the zincs 
will be recp-iired about once in six months, or when- 
ever during use effervescence of the acid is perceived. 
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To re-amalgamate the zincs allow each plate to 
remain for about a minute in diluted sulphuric 
acid (one part of strong acid to seven parts of 

Fig. 8. 




Storer's Portable Battery. 

water) for which purpose a common tumbler answers 
well. Hold the plate over a second empty tumbler, 
3 
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and pour upon it about a teaspoonful of quicksilver. 
Rub the quicksilver well over the plate with a piece 
of sponge until it is quite bright ; replace the plate 
for a moment in the acid, and notice if any bubbles 
of gas are evolved ; if so, the amalgamation is im- 
perfect, and more quicksilver will be required. If 
no gas is generated, rinse the plate for a moment in 
tepid water, and stand it aside to dry. At the same 
time the carbons should be soaked for about five 
minutes in tepid water (not hot), to dissolve the zinc 
salts with which they become encrusted. They 
may be also scrubbed with an old nail or tooth- 
brush. Clean all metallic connections with emery 
paper, and do not screw the carbons and zincs 
together again until they have been allowed to dry 
for twelve hours. Charge each cell with a solution 
of one part of strong sulphuric acid to nineteen of 
water, and put in each a pinch (about as much as a 
pinch of snuff) of sulphate of mercury, Avhich will 
greatly contribute to preserve the amalgamation of 
the zincs. Dr. Stohrer constructs this battery in 
several sizes, varying from thirteen to forty pairs 
of elements (fig. 7), adapted for hospital use; and 
in a portable form (fig. 8) of essentially the same 
construction, but smaller and lighter. It is a most 
efficient and serviceable instrument, and equal to all 
the requirements of electro-therapeutics. Its price 
is from 6/. to 151. 15s. 

Pulvermachers Chain Batteries. — As before stated, 
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the fundamental requisite of a voltaic current for 
therapeutic application is its constancy. To ob- 
tain this property and at the same time a cheap 
and portable instrument, has been for years the 
effort of manufacturers. The most ingenious ar- 
rangement of the largest number of elements in the 
smallest space is to be found in Pulvermacher's 
chains. But in action they are inconstant. Steeped 
in vinegar they yield currents of high tension, but 
their action rapidly declines, and they become much 
weakened in a very short time. They may in the 
absence of a better instrument be occasionally 
of use for purposes of diagnosis, employed with 
electrodes in the same way as other batteries ; but 
for therapeutical applications they are unsuitable, 
and worn upon the body as advocated by the in- 
ventor they exercise little or no benefit, except per- 
haps in some cases where they appear to act from their 
electrocutaneous excitation as counter-irritants. I 
am led to make these remarks and to describe these 
forms of battery from the very numerous letters of 
inquiry that I receive regarding them. The prin- 
ciple of their formation is that of the combination 
of a great number of elements, from 300 to 400, 
having but small surface. The original and best known 
forms of the chains are shown in figs. 9 and 10. The 
elements of which the chains are now constructed are 
formed of a cylinder of copper plate perforated with 
longitudinal openings, and within this cylinder is a 
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cylinder of zinc without perforation. The zinc is 
separated from immediate contact with the copper by 
a few stout threads. An unbroken link which forms 
part of the copper cylinder serves as the means for 
joining the several segments. This construction per- 
mits the withdrawal and renewal of the zinc when 
necessary. 



Fig. 9. 



Fig. 10. 




Pulvennacher's Galvanic Chain. Another form of Pulvermacher's 

Galvanic chain. 

Faradism. 
The essential requisites for a faradic instrument 
are : 1. The possession of a primary and secondary 
coil, constructed after certain proportions of thick- 
ness and length of wire.* 2. A sufficient range of 
power. 3. An exact means of graduation. 4. Con- 



* The distinction between the primary and secondary coil, therapeu- 
cally, is mainly a question of the greater tension of the current of the 
secondary coil, enabling its current to penetrate easily several thick- 
nesses of muscle. 
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stant readiness for action, and capability of being 
placed out of action without trouble and loss of 
time. 

Duchcnnes large Volta-faradic apparatus. — In this 
instrument the two coils forming the systems of 
induction are composed of two copper wires differ- 
ing in diameter and length, and covered with silk. 

Fig. 11. 




Duchenne's large Volta-Faradic Instrument. 

The thicker and shorter of the two wires is rolled 
around a bundle of soft iron wire so as to form a 
coil (the primary coil). The ends of this wire ter- 
minate upon two small plates of platinum at the 
level of the knobs E, L, fig. 11, which are the positive 
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and negative poles of the battery enclosed in the 
drawers u and u'. The finer and longer wire is 
rolled round the thicker and shorter coil and forms 
the secondary coil. Its ends terminate at the two 
springs of the commutator of the coils (e, fig. 14). 
This commutator is for the purpose of transmitting 
rapidly and alternately the current either of the 
primary or secondary coil to the conductors attached 
to the knobs p and q, (fig. 11), according as the 
needle (f, fig. 14) is turned to the right or left, as 
is shown on a plate situated above the needle. 
The battery which works the instrument is com- 
posed of three pairs of elements contained in the 
drawers u and u', two pairs in the upper and one in 
the lower. Each pair consists of a carbon plate (c c', 
fig. 12) fixed to a cell of hard caoutchouc, and of a 

Fig. 12. Fig. 13. 




zinc plate, z z', of the same surface as the carbon 
and separated from it by a cloth diaphragm. The 
platinum wires which form the carbon contacts are 
arranged as in the smaller instrument (fig. 17, page 
30), while the zinc contacts differ in each of the 
pairs : — 1. In the lower drawer (u, fig. 11) a strip of 
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iron, (I, fig. 13), riveted and soldered to the zinc, z, 
is bent upwards at a right angle at its anterior ex- 
tremity, in such a way that, when the drawer is 
closed, the iron comes in contact with a small plate 
of platinum fixed in the front of the apparatus on a 
level with the knob, l. 2. In the further compart- 
ment of the upper drawer, the zinc (z, fig. 12), is 
also prolonged by a strip of iron, b. This strip is 
also bent upwards at a right angle at its anterior 
extremity, and when the drawer is closed can be 
brought in contact with another small plate of pla- 
tinum fixed in front of the apparatus on a level with 
the knob, G. 3. Lastly the zinc (z', fig. 12), of the 
pair in the front compartment of the upper drawer 
rests on a platinum wire which winds over the poste- 
rior wall of the cell, and comes in contact with a 
double spring, a, fixed to the partition of the drawer, 
which spring in the further compartment rests by a 
platinized surface upon the carbon, c'. The left-side 
drawer is absent in the figure, in order to display 
the arrangement of the parts forming the two pairs. 
The graduator (b, fig. 11) is a cylinder of copper, 
which surrounds the coils, and which has a scale 
marked upon its upper part. The knob, b', fixed to 
its extremity, is a handle by which it can be drawn 
out or pushed back. 

The moderator is a glass tube (f, fig. 11), termi- 
nating below in a metallic base, to which is at- 
tached a knob, I, and above is a collar, K, from 
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which proceeds a hook, which serves to connect the 
moderator with one of the knobs, p, which receive 
the conducting wires to the electrodes, and in which 
the poles of the coils terminate. In the collar is a 
small opening traversed by the stem of the modera- 
tor, j. The tube is filled with water. 

The trembler is composed of a piece of soft iron 
(a, fig. 11), and of a platinized screw, s, against 
which the soft iron is pressed by a small spring. The 
pedal (y, fig. 11) is to allow slow intermissions to be 
produced with the foot, an arrangement which leaves 
the hands of the operator free, either to hold the con- 
ductors or to graduate the currents. 

Duchenncs large Uncovered Apparatus (fig. 14) 
differs from that just described in the following 
respects : — 1. It has no external covering, so that 
the arrangement of the coil A, and the movement of 
the cylinder b over it, may be seen. 2. It possesses 
two graduator tubes; one, b, which acts upon the 
secondary coil ; and another, c, upon the primary. 
3. Its core of soft iron, d, is moveable, and may be 
withdrawn so that we may study the influence of 
the tubes b and c, independently of temporary 
magnetization. 4. Besides the commutator of the 
coils, e, it possesses a commutator of the poles, H, 
forming part of its structure, and by which the 
directions of the currents may be rapidly changed 
without displacing the conductors. 5. The trembler 
is so constructed that the rapidity of the intermis- 
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sions can be progressively increased from four or eight 
in the second, to an almost incalculable number in the 
same period of time. 



Fig. 14. 




Fig. 15. 

Fig. 14. — Large uncovered Volta-Faradic Instrument. Fig. 15. — Bundle 

of soft iron ■n'ire. 

To charge the battery water must be poured over 
the carbon until it is well saturated; then spread 
over its surface bisulphate of mercury in quantity 
sufficient to form a thin layer. Place upon this 
layer the cloth diaphragm well wetted, and over this 
the plate of amalgamated zinc, which then comes in 
contact with the platinum wires. Thus prepared, 
the elements are placed in their compartments, 
which are distinguished by numbers marked on the 
sides of the caoutchouc cells. Lastly, the drawers 
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(u u', fig. 11) must be shut, and the button, a', turned 
in such a manner that its bar assumes a vertical di- 
rection and prevents them from opening. The com- 
munications of the elements of the battery with each 
other, and with the circuit of the primary coil, are 
then established. The knob, l', must be turned from 
left to right, and the knobs, e, g, l, n, screwed into 
contact with their platinum connections. 

If it be desired to obtain rapid intermissions of 
the trembler (a, fig. 11), turn from right to left the 
knob c, which fixes the moveable plate, and then 
turn from left to right the buttons E, G, l, n, so as 
to bring them into contact with the pieces of plati- 
num to which they correspond. When this is done 
the plate oscillates rapidly between the screw, s, and 
the temporary magnet of the central coil. If inter- 
missions, more or less separated from one another 
are desired, the arrangement is made as before, 
except that the button, c, is turned from left to right 
so as to render the plate, A, of the trembler im- 
movable, and the button, l, from left to right so as to 
separate it from its platinum connection. Then con- 
nect with this button one of the conductors fixed 
to one of the knobs, I, of the pedal rheotome, Y, 
and the other conductor from the knob, i' of the 
rheotome, is attached to the button, l'. It is then 
only necessary to govern with the foot the spring 
contact, 2, of the pedal rheotome, in order to make 
and break contact at pleasure. It is therefore per- 
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fectly easy to obtain intermissions separated by any 
desired interval. 

When the graduator, B, is entirely contained within 
the instrument, the currents are at the minimum of 
intensity ; and, in order to increase them, it is only 
necessary to draw out this tube. The instrument 
being in action the conductors must be fixed to the 
knobs, p and q, to which is brought the current of 
either the primary or secondary coil by turning to 
the right or the left the needle of the commutator. 
If it is proposed to measure infinitely weak doses 
the upper part, k, of the moderator, f, must be con- 
nected with one of the knobs, p or q, and one of 
the conductors with the lower part of the mode- 
rator, i. Then the more the stem, j, of the mode- 
rator is drawn up, the greater will be the thickness of 
the water traversed by the current, and the more 
the latter will be weakened. The current may then 
be divided and measured by the tube graduator, b. 
In the intervals between faradization, the current is 
interrupted by turning back the screw, e, so as to 
preserve the force of the battery. At the same 
time plates of hard caoutchouc must be placed be- 
tween the cloth and the zinc, care being taken to 
wipe the latter if the instrument will not be re- 
quired again for some hours. A battery thus 
charged will last for two or three weeks, and may 
be used for several hours a day, without any other 
care than to renew the moisture of the cloth, and 
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to move a little every clay, before use, the paste of 
mercury upon the carbon. It is also desirable to 
maintain the platinum connections in a state of clean- 
liness. When the mercurial paste is quite decom- 
posed (its colour originally yellow will then be green), 
the carbon must be washed, and the battery charged 
with fresh bisulphate as before. 

Duchenne also adapts to his uncovered instru- 
ment a special trembler, whose beats may be 
quickened or retarded at pleasure. It is shown in 
fig. 16, a front view of this instrument. One of the 

extremities of the wire of 
the primary coil communi- 
cates with the knob, E, the 
other with the screw, c. 
The moveable piece of cop- 



per, a, which is pressed 
back by a spring placed 
in front of it against the 
screw, c, communicates with 
the knob, f. As soon as 
the knobs, e and f, are 
placed in communication 
with the poles of a battery, 
the current passes through 
the wire of the primary 
coil, and magnetizes its 
core of soft iron, which attracts the moveable piece 
of soft iron, g. This draws with it the piece of 




Front view of the instrument 
shown in fi^. 14. 
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copper, a, which was resting against the screw, c. 
A solution of continuity is produced, demagnetizing 
the core, and causing the return of a to c. The 
same order of events eontinues, the current being 
re-established. When the screw, c, is tightened, the 
spring which presses the piece, a, against it, is 
sufficiently tense to cause the intermissions to occur 
without vibrations ; but when the spring is relaxed 
by loosening the screw, each beat or intermission 
is followed by a vibration such that its slowest 
action (four intermissions per second) produces 
muscular contractions that are painful, although in- 
frequent. These slow intermissions are sometimes 
highly useful. In the trembler the point of the 
screw is platinized and comes in contact with a 
plate also platinized, and soldered to the piece 
which beats against it, so that perfect contact is 
as little as possible interfered with by oxydation. 
In time, however, the platinum burnt by the 
electric spark does undergo oxydation ; and the 
oxyde deposited on its surface checks the passage 
of the current and weakens the power of the instru- 
ment, the play of the trembler being either hin- 
dered or altogether stopped. This fault has been 
remedied by increasing the thickness of the piece 
of platinum, and by making it moveable, so that 
when after working some hours a day for many 
months, it becomes oxydized, it may be shifted a 
little to the left or right, and a neAv place brought 
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into use. Clean also the point of the screw from 
time to time, by rubbing it with a piece of fine emery- 
paper, to remove the oxycle. 

Duchennes small Volta-faraclic Instrument, is a re- 
duction of the instrument just described. It has 
the form of a flat oblong box (fig. 17). When it 
is open, as in fig 19, it is seen to be divided into 
two parts. To the right is placed the induction 
instrument, properly so called. To the left is the 



Fig. 17. 



Fio. 18. 




Duehenae's small Volta-Faradic Instrument 
(closed). 



Soft Iron. 



battery in the lower compartment, a, and the 
electrodes and their conductors are in the upper 
compartment B. The induction apparatus is com- 
posed of the two superposed coils, the wires of 
which are of different length and diameter, and of 
a core formed by a broad band of soft iron, rolled 
into a helix, as in figure 18, so that it can be 
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placed in the centre of the coils. There is also a 
commutator, c (all the foregoing portions are con- 
cealed in the compartment to the right). There is 
a graduator tube, d, a trembler, e, and a rheotome, 
l, for slow intermissions. A pair of elements with 




Fig. 19. Fig. 21. Fig. 22. 

Fig. 19. — Duchenne's small Volta-faradic Instrument. (Opened.) 
Fig. 20. — Details of the cover of the compartment to the right. 
Fig. 21.— Pedal. 
Fig. 22. — Pair of elements with bisulphide of mercury. 

bisulphate of mercury is introduced into the com- 
partment A. Then if the door, G, of this compart- 
ment be closed as in fig. 17, the small platinized 
plate l' (fig. 22) which communicates with the 
carbon contained in the caoutchouc cell, comes in 
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contact with the spring, H, which rests against the 
platinized termination, f, of one of the extremities 
(poles) of the primary coil, while the zinc (n, fig. 
22), is brought into communication with the other 
extremity (pole) of the primary coil, by the spring, 
h'. If it is wished that the intermissions should 
be made slowly, the knob l (fig. 20), must be turned 
till the line traced upon it is directed transversely. 
If rapid intermissions are desired, the button, i, 
must be turned from right to left until the bar, E, 
pushed forward by a platinized eccentric fixed to 
the button, is sufficiently near to the temporary 
magnet, J, which is in contact with the soft iron in 
the centre of the coil. The approximation is suffi- 
cient when the noise of the trembler can be heard. 
The movements of the trembler must be carefully 
regulated. Slow intermissions may also be produced 
with the pedal rheotome, y (already described with 
the large instrument). For this purpose its con- 
ducting wires must be attached to the knobs 3 and 
4 (fig. 19), and then after having turned the button, 

1, from left to right, until the bar, e, is in contact 
with the magnet, j (in this position the battery 
current is interrupted), the intermissions are to be 
made with the foot in the manner already described. 
(By pressing on the knob, 6, fig. 21, the battery 
current is completed) . The electrode knobs, 1 and 

2, receive the currents of each coil, and to them are 
fixed the conducting wires. To these knobs the 
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current either of the primary or secondary coil can 
be brought by pushing to the left or to the right, as 
far as it will go, the stem of the commutator of the 
coils, c. The figures engraved upon the small plate 
of copper traversed by this stem, point out the side 
towards which the stem should be pushed in order 
to bring one or other of the currents to the knobs 
1 and 2. The graduation is effected by the tube, D, 
as in the other instruments. In the intervals be- 
tween the applications the battery current is inter- 
rupted by pushing back the stem of the rheotome, 
L, until the bar, e, is in contact with the soft 
iron, j. 

The power of this small instrument is very con- 
siderable, regard being had to the small size of its 
coil. This is not only due to the excellent propor- 
tions of length and diameter of its wires, and to 
good manufacture, but also, and chiefly, to the power- 
ful magnetization of its band of soft iron rolled 
into a helix, which thus offers a considerable extent 
of surface. 

Duchennes Magneto-faradic Instrument. — This con- 
sists of a magnet; of an armature set in move- 
ment by a peculiar mechanism ; of a regulator of 
the armature that is at once a moderator of the 
currents and a magnetic tensor ; of two coils of 
copper wire of unecpial length and thickness ; of a 
rheotome ; of a regulator of the intermissions ; of a 
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graduator of the currents ; and of a commutator of 
the poles (fig. 23). 

The magnet is formed of two parallel cylindrical 
branches, connected together at one of their extre- 
mities by a transverse bar of soft iron. The 
armature which, by its movement of rotation, pro- 
duces the intermissions of the magnetic current, is 
traversed in its centre by a horizontal axis termi- 
nated at its extremities by a very hard steel point, 
received in steel sockets, which are screwed into two 
copper mounts. These mounts are firmly fixed to a 
square movable plate of copper (g, fig. 23), which 
rests on the base of the apparatus. Between these 
two mounts, and at their superior extremity, is 
fitted a large wheel, a, the axis of which traverses 
on one side the anterior mount in which it rotates, 
while the other extremity terminates in a point, and 
is received in a piece fixed to the posterior mount. 
The handle, m, which puts the large wheel in mo- 
tion, can be removed at pleasure. The circum- 
ference of this large wheel is divided into sixty-four 
teeth, which set in action a small wheel of eight 
teeth, fixed upon the axis of the armature in such a 
manner that at every revolution of the great wheel 
the armature turns eight times upon its axis, and 
consecpaently produces thirty-two intermissions of 
the current of induction. As it is possible to make 
the larger wheel revolve twice in a second, we may 
obtain sixty-four intermissions in that time. The 
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movable plate, g, is brought near to, or removed 
from, the magnet by means of a strong screw, n, 
called the regulator of the armature. This screw 
turning in a nut fixed to the instrument, acts upon 
the base of one of the mounts which forms part of 
the plate, G, which it moves backwards and forwards. 
In order that the armature may exercise tension 

Fig. 23. 




Duckenne's Magneto-faradic Instrument. 

upon the magnet, the screw, n, is so turned that the 
needle is brought to the centre of the arc of a circle, 
o, which is called the indicator. The superposed 
coils are similar to those of the Volta-faradic instru- 
ment. The end of the one is soldered to the be- 
ginning of the other, while the other ends are 
brought — that of the thick wire to the springs, s 
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and s', which produce the intermissions on the reel, 
B ; and that of the fine wire to the right side, u, of 
the commutator of the coils, t, which conducts the 
current of the primary coil to the knobs, p and p", 
to which are attached the conductors of the rheo- 
phores. The spring, s', gives origin to a conducting 
wire which proceeds to the left side of the commu- 
tator, t. The rheotome is composed of a small 
wooden reel, B, and of two springs, s and s'. The 
reel is fixed upon an axis of soft iron. One of the 
springs, s, in relation with one end of the central 
wire, rests upon a metallic ring fixed upon the reel. 
This ring is divided into four teeth, two of which 
are very short. The second spring, s', which com- 
municates with the other end of the central wire, is 
brought into contact with the four, or with the two 
teeth, by means of the regulating knob of the 
commutator (not shown in fig. 23), which is fixed 
to the right of the instrument, and which rotates 
from right to left, and vice versa. The intermis- 
sions are thus regulated : — A piece of copper is 
fixed to the base of the instrument, to the left of 
the large wheel. It is traversed by a screw, D, to 
which is soldered a brass spring, i. By means of 
the screw, d, the spring, i, can be made to perform 
a to-and-fro movement, which brings it in contact 
sometimes with the pins a, upon the posterior face of 
the great wheel, a, and sometimes with the plate, g, 
which supports the latter. One of the extremities 
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of the inner, and one of the outer, wires of the coil 
communicate with this plate, G. The brass spring, 
I, is in relation by a copper wire with the left side, u, 
of the commutator, t. The currents are graduated 
by two tubes of copper, h h, which glide over the 
reels, and can be pulled out or pushed in by the 
stem, r. When pushed home, the cylinders cover 
the reels, and the currents are at their minimum of 
intensity, and at their maximum when the stem is 
drawn completely out. The commutator of the coils 
has the same construction as in the Volta-faradic 
instrument. 

In order to put the instrument in action the regu- 
lator of the armature, n, must be turned from left to 
right until the soft iron no longer comes in contact 
with the magnet during its rotatory movement. 
If the employment of a rapid current is desired, 
the regulator of intermissions, d, must be turned 
from right to left until it reaches its point of arrest. 
If, on the contrary, slow intermissions are desired, 
the same indicator, d, must be turned in the op- 
posite direction, and stopped when its needle points 
to the number of intermissions which it is desired 
to obtain for each revolution of the large wheel. 
The handle, turned from left to right, should always 
be moved very quietly, making perhaps two revo- 
lutions in a second. In order to graduate the cur- 
rents, it is sufficient to remember that when the 
stem, R, is pushed home, the current is at its mini- 
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Fig. 24. 



mum. If still more feeble doses are required, the 
armature must be moved further away from the 
magnet by turning the regulator, n, from left to 
right, The knob, t, of the commutator of the coils 
must be turned from right to left, when it is wished 
to bring the currents of the primary coil to the 
knobs, p and p\ On the contrary, the knob, t, is 
turned from left to right, to get the current of the 
secondary coil. 

Stohrers Induction Instrument. — The battery of 
this instrument consists of carbon and zinc, without 
an earthenware cell. The carbon (fig. 24), hollow 
within, filled with sand, and closed 
by a glass stopper, serves for the re- 
ception of a concentrated solution of 
chromic acid in water. Of this so- 
lution 10 or 12 drops should be 
added whenever the battery is re- 
charged. The zinc surrounds the 
carbon, but is kept from contact by 
glass insulating buttons. These ele- 
ments are placed in a circular glass 
cell, which serves for the reception 
of diluted sulphuric acid (one part 
acid to seven parts water). This 
cell is so arranged in the completed 
apparatus, that it can be moved vertically up and 
down, and can be fixed at any point. By this ar- 
rangement the acid can be brought into contact with 
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the whole, or with part of the zinc and carbon, or 
by shutting down the glass, can be excluded from 
them altogether. In the latter case, the acid will 
only fill the lower third of the glass. The ad- 
vantages arising from being able to remove the 

Fig. 25. 




Stuhrer's smaller Induction Instrument. 

elements at once, and without difficulty, from the 
exciting fluid, and from the facility with which they 
may be brought into action, are obvious. 

Stohrer constructs a smaller (fig. 25), and a 
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larger (fig. 26) instrument. The battery of the 
former is constituted by a single cell of the latter, 
by two cells, which may, however, be arranged 
either as two pairs, or as a single pair of elements. 
Both possess a primary and a secondary coil, the 

Fig. 26. 




Stohrer's larger Induction Instrument. 

currents of each of which can be made use of 
separately; and in both the currents have a definite 
direction, positive electricity being set free at one 
terminal, and negative at the other, of each of the 
coils. The terminal from which the positive current 
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proceeds may be ascertained easily by the decom- 
position of iodide of potassium. The larger instru- 
ment differs from the smaller in having a much 
greater range of power, more thorough means of 
graduating the currents, and a more elaborate ar- 
rangement of the interrupting hammer. With prac- 
tice, however, the force and rate of interruption 
of the smaller instrument may be regulated with 
much nicety. To neither instrument is a water 
graduator attached, but if needed for any special 
nicety of application, one can readily be added, and 
it would be best carried loose in the drawer for 
accessories, to be attached only when required. 
Graduation of the strength of the currents is 
effected by the arrangement of the coils. The 
primary coil is fixed upon a pedestal ; the secondary 
is movable, and is brought into and placed out of 
action by being lifted over or thrust away from the 
primary. The degree of action in the secondary 
coil is proportionate to the extent to which it is 
brought under the influence of the primary. The 
action of the primary coil is regulated in the 
smaller instrument by the extent to which it is 
masked by the secondary coil — the latter acting 
upon it as a metallic sheath would do. In the 
larger apparatus a special copper sheath is provided 
for the graduation of the current of the primary coil. 
It is to be regretted that a similar arrangement has 
not been adopted in the smaller instrument. 
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Duehenne's large volta-faradic apparatus is un- 
questionably the most perfect for medical purposes. 
Stohrer's apparatus is the best adapted for the ordi- 
nary exigencies of active practice. 

Fig. 27.* 




Meyer and Meltzer's combined Voltaic and Faradic Battery. 
*A, B. Handles to lift out the elements en masse. D. Graduator. 
E. Levers for raising the cells. F. Interrupting hammer. G. Galvano- 
meter. P. Commutator of the poles. S, S. Terminations of the primary 
and secondary coils. 

Meyer and Meltzer's Combined Voltaic and Faradic 
Battery. — Messrs. Meyer and Meltzer, of Great 
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Portland Street, have recently constructed an instru- 
ment (fig. 27), containing twenty zinco-carbon cells, 
and in addition a primary and secondary induction 
coil. Tested for a week at the National Hospital 
for the Paralysed and Epileptic, it gave very fair 
results, and may be recommended both for purposes 
of diagnosis and treatment to medical practitioners 
who only occasionally make use of electricity. For 
anything like continuous work, it is however better 
to use the separate instruments already described. 
The prices of this ingenious apparatus are 12/. 12s. 
and 10/. 10s. 

The Accessories of the Apparatus. 

The first necessary accessory is a conducting cord 
or wire between the poles of the instrument and 
the sponge holders, electrodes, or as they are gene- 
rally called rheophores (current carriers). I have 
had endless trouble with conducting cords, which 
are always liable to get out of order and cause inter- 
ruptions in the current. I strongly advise that 
nothing should be used but very thin copper wire 
coated with gutta percha in the same way as that 
known as "telegraph wire." This is perfectly in- 
sulated, sufficiently pliable for all practical purposes; 
it is inexpensive, it does not kink, it will fit any sort 
of rheophore, and if the end breaks, all that is 
necessary is to scrape off with a pocket knife the 
coating for about a couple of inches from the broken 
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end. For use when the rheophores remain immovable 
during the whole time of the application, the ordinary 
telegraph wire is more convenient, and from its much 
greater diameter will wear much longer, but it is not 
sufficiently flexible for other purposes. The other 
accessories will be described with their special uses 
in the next chapter. 



CHAPTER II. 

THE APPLICATION OF ELECTRICITY. 

The scientific electro-therapeutic application of 
electricity is the growth of the last thirty years. 
Prior to this date the difficulty of obtaining appa- 
ratus adapted for the purpose and the consequent 
inconvenience of the whole proceeding, seems to 
have stopped all inquirers at the very threshold. 
To Duchenne (who has been aptly called the " father 
of electro-therapeutics ") may fairly be ascribed the 
birth of medical electricity as a branch of therapeu- 
tics, and his writings undoubtedly impelled to its 
study some of the most painstaking physicians, 
especially in Germany. Before Duchenne no one 
had attempted any local application of electricity 
that could be properly so called. The only effort 
towards this end had been that of Sarlandiere in 
1825, who conceived the ingenious idea of using 
acupuncture in order to direct and limit the power 
of electricity within certain nerves or muscles. The 
pain of this application, especially when a large 
number of needles were inserted, and many other 
disadvantages, precluded it from being adopted in 
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practice. But it appears to have suggested to 
Duchenne that in some way it might be possible to 
arrest electricity in the skin without stimulating the 
subjacent organs; or on the contrary, to cause it to 
penetrate the skin without influencing it, and con- 
centrate its power on the deeply-seated muscles or 
nerves. The result of his experiments was entirely 
successful, and we owe to him the fundamental prin- 
ciples of all methods of localized electrization. He 
applied to the dry skin the dry metallic conductors 
of an induction instrument in action. Sparks and 
crackling were produced, but no physiological phe- 
nomena. The electricity did not penetrate the skin. 
He replaced the dry conductors by well-moistened 
sponges. The current produced neither sparks nor 
crackling, but very variable phenomena of contrac- 
tility or sensibility, according as it acted upon a muscle, 
a nerve, or an osseous surface* Duchenne distinguished 
between " direct muscular electrization," the pro- 
duction of contraction by placing the rheophores on 
the muscle itself, and " indirect muscular electriza- 
tion," in which contraction is produced by exciting 
the nerve trunk or branches. By the German school 
these have been also termed "mtra-muscular" and 
"extra-muscular" electrization; but before entering 
upon this part of the subject, it will be convenient to 

* See Duchenne (de Boulogne) " On Localized Electrization and its 
applications to Pathology and Therapeutics.' (English edition.) Part 
I. pp. 38-44. London : Hardwicke. 
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consider the more general methods of application, he- 
ginning with Franklinization. 

Franklinization. 

To administer Franklinism, insulate the patient 
by letting him stand upon a glass-legged stool, sit 
upon a chair placed on a platform with glass sup- 
ports, or recline upon a couch the four legs of which 
are insulated by being inserted into large glass jars. 
Then connect him by a brass chain held in his hand 
with the conductor of a friction machine in action, 
and thus make him as it were a part of it. The ac- 
cumulated electricity passes to him, and he becomes 
in common with the conductor charged. If the air 
were perfectly dry he would continue in this charged 
condition, but owing to its contained moisture the 
electricity rapidly leaves him, and to maintain the 
charge it is necessary that the plate should be kept 
in constant rotation. Indeed the escape of electricity 
is so rapid that to get good action you must have a 
fire in the room, and before use well rub the plate, the 
insulating supports, the legs of the stool, and all the 
glass parts of the apparatus with a warm and dry 
piece of flannel. This is of importance, and however 
dry the day, should as a rule never be neglected. 
The patient charged from the prime conductor, is 
said to be taking an electro-positive bath ; but if he 
be connected by the chain with the cushions of the 
machine, instead of with its conductor, he would 
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be charged not with positive but with negative elec- 
tricity and — be taking an electro-negative bath. The 
whole surface of the body becomes charged with 
electricity, which escapes from all points of the skin. 
If it is desired to localize somewhat this escape along 
the course of certain nerve branches, or otherwise, 
but to avoid shock, a brush may be slowly passed by 
the operator almost, but not quite, in contact with 
the skin. A series of rapid and successive reunions 
of the electricity with each bristle of the brush takes 
place, generating a current of cold air perceptible to 
the patient. I habitually use for this application an 
ordinary clothes-brush. If, while in connection with 
the prime conductor any object (the knuckles will 
do), is brought sufficiently near to him for his con- 
tained electricity to overcome the resistance of the 
intervening stratum of air, he is "discharged" with 
a spark. This is Franklinization by sparks, and is 
accompanied by a certain slight amount of "shock." 
If it be desired to render this shock painful, electricity 
of a degree of tension only to be obtained from a 
sufficiently charged Ley den jar or jars must be made 
use of, and this may be rendered so powerful that 
the whole limb, or even the whole body is as it were 
struck by lightning. This is Frankinlization by the 
Leyden jar. To apply this form of Franklinization, 
well warm the inside and outside of the jar, and place 
it with its knob, communicating by the rod with its 
inner coating, sufficiently near to the conductor of 
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the machine in action to draw sparks from it. Also 
connect by a hook and brass chain, or preferably a 
length of insulated wire, the same knob with one of 
the excitors, such as k (fig. 1, p. 21) insulated by a 
glass handle, and the outer coating of the jar by a 
second wire, looped round it, with a second insulated 
excitor, j; then have the machine rotated until the 
number of sparks required have passed into the jar, 
which is discharged by applying the extremities of 
the two excitors to the two points of the body 
through which it is desired that the electricity should 
pass. In fig. 1 the charge is being directed through 
the muscles of the ball of the thumb. This is the 
least complex way, but if it be desired to measure 
the charge carefully, and avoid too powerful a shock, 
Lane's electrometer (see fig. 1), should be employed 
putting one of its horizontal branches in communi- 
cation with the interior coating, and the other with 
the exterior, and separating the balls at their other 
ends more or less widely, according to the shock de- 
sired. Arranged in this manner, if through inad- 
vertence the jar is overcharged, the two electricities 
will re-unite between the two knobs as soon as they 
acquire sufficient tension to overcome the resistance 
of the intervening air — a resistance that is in direct 
proportion to the distance between the knobs. 

If necessary, two or more jars may be combined 
by connecting their outer and inner coatings, but it 
is very rarely required to use more than one, pro- 
5 
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vided it be of adequate size, say of about forty 
ounces. 

VOLTAIZATION. 

Voltaization is administered under two forms, the 
"constant" and the "■interrupted" voltaic current. In 
the "constant" current the conductors are main- 
tained immovable upon the skin; or the feet or 
hands, as the case may be, are immersed in tepid 
salt water, with which the conducting wires of the 
battery are in contact, and the current is allowed 
to pass during the time required. The tension of 
voltaic electricity is so low that salt is required to 
render the water a good conductor. In the " inter- 
rupted voltaic current" the current is interrupted 
by gliding over the skin one or both of the rheo- 
phores; or the feet or hands may be placed in salt 
water with one pole, and the other pole may alone 
be movable. There is an application of positive 
voltaic electricity, originated by Dr. Radcliffe, the 
therapeutics of which will be discussed hereafter, in 
which the patient and the battery must both be 
insulated, in which the passage of the current must 
be quite constant, and in which a wire, which Dr. 
Radcliffe terms a "ground wire," must be carried 
from the negative pole of the battery, or from the 
negative rheophore, to the earth. This wire may 
conveniently be attached to a chandelier or gas- 



THE APPLICATION OF ELECTRICITY. 67 

pipe, which always gives a direct metallic conduc- 
tion to the ground. With careful insulation, the 
negative electricity passes away by this wire, and 
while the current circulates the patient continues 
"charged" with positive electricity — a condition 
analogous to the electro-positive bath described 
under Franklinization. A sheet of gutta percha about 
four feet square by half an inch thick, will answer 
admirably to insulate the patient and the acces- 
sories. 

Localized Voltaization and Localized Faradization. 

Localized voltaization and localized faradization 
require the same operative procedures, and in de- 
scribing them I shall make use of the term electri- 
zation. 

Direct Muscular Electrization. 

In direct muscular electrization the muscular tis- 
sue is directly excited by placing well moistened 
rheophores on points of the skin corresponding to 
the muscle it is desired to act upon. For the 
muscles of the trunk which have a large surface, it 
is most convenient to use well moistened sponges 
contained in cylinders, or metallic disks covered with 
wet leather and having conveniently-shaped handles. 
Fig. 28 is one of Duchenne's sponge-holders. All 
others that I have seen are much too long in the 
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cylinder, and the reader in ordering would do well 
to give the dimensions, about li by li inches, and 
to see that the handles are hollowed out as in the 
figure. It is astonishing how difficult it is to get 



Fig. 28. 



Fig. 29. 



Fig. 30. 




Sponge holder Metallic rheo- 
with insulat- phore with 
ing handle. disk. 



Method of holding rheophores 



an instrument maker to do this, and to have it 
properly done makes a material difference in the 
ease with which they can be used, lying com- 
fortably between the fingers, as in fig. 30, which 
shows the most convenient method of holding 
two rheophores in the same hand. Fig. 29 is 
a disk rheophore, a metallic button covered with 
washleather. This is by far the most generally 
useful rheophore; and by using the edge it may be 
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made to answer in the majority of cases for fig. 32. 
It also has the advantage over the sponge of allow- 
ing firm pressure to be made without the incon- 
venience of water being scpieezed out. a, fig. 29, 



Fig. 32. 




Fig. 31. Olivary metallic rheophore. Fig.32. Conical metallic rheophore. 

shows the usual method of connecting the conduct- 
ing cord with the rheophore, which is seen in situ, 
received into the screw socket of the rheophore in 
a'. The cord is very apt to get frayed where it 
passes through the eyelet hole, which spoils it at 
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once. That the wire which has been previously 
recommended is not open to this objection is not 
the least of its advantages. Figs. 31 and 32 are 
other varieties of rheophore, fitted chiefly for appli- 
cation to very small muscles, such as the interossei, 
and some of those of the face 



Fig. 33 shows Duchenne's 



Fig. 33. 




Method of holding the Sponge-holders in a single hand. 

method of holding two rheophores. The application 
is being made to the muscles of the hypothenar emi- 
nence with one hand, while the other hand is em- 
ployed about the instrument. In fig. 34 the conical 
rheophores are in like manner applied to the face. 
As it is requisite to administer to a muscle a dose of 
electricity proportionate to its degree of excita- 
bility, the operator should whenever possible have 
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Fig. 34. 



one hand at liberty. In direct electrization the 
rheophores must always be applied over the fleshy 
body of the muscle and not over its tendons, and 
in order to electrize it completely they should cover the 
whole of its surface, and tvhen they are not large enough 
to do this, they must be applied in succession to all 
points of its surface. The 
thicker the substance of the 
muscle the more intense must 
be the current, because a weak 
current will only produce ex- 
citationofthe superficial layers. 
It is very necessary in prac- 
tice not to lose sight for a 
moment of this fundamental 
axiom, which one is very 
apt to do, and so unequally 
to electrize the muscle ; and 
it is a good rule to pro- 
menade, as it were, the two 
rheophores, held as in fig. 31 L. 



or 
and 



fig. 33, 
aci'oss 



alone 




muscle 01' Duchenne's method of holding 
conical rheophores. 

group of muscles; keeping 

them stationary on every point of the muscle for 
about thirty seconds, and letting the entire applica- 
tion vary from five to fifteen minutes, according 
to therapeutic requirements. In direct electrization 
with the interrupted voltaic current it is more usual 
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to maintain one rheophore stationary, and to glide 
the other in lines from the first. As a rule the posi- 
tive electrode is the stationary, and the negative the 
movable one, but this order can be reversed if 
necessary. 

Indirect Muscular Electrization. 

When muscular contraction is produced by acting 
upon the special nerve trunk and branches instead of 
by placing the rheophores upon the muscle itself, the 
procedure is termed indirect muscular electrisation. 
For its successful practice a detailed knowledge of 
anatomical relations is necessary, especially of the 
position of the muscles and of their nerves with re- 
gard to one another, to the sensitive nerves and to 
the surface of the body. It is common to find vari- 
ations in the course of the nerves, and in the mode 
of their distribution among the muscles, so that the 
points most suitable for their excitation can only be 
pointed out approximately. 

It is convenient to place a broad conductor, such 
as a sponge contained in a cylinder (fig. 28), upon 
some little sensitive part of the body, such as the 
sternum, and to apply a fine-pointed conductor, such 
as the conical rheophore (fig. 32) to the most super- 
ficial point of the nerve it is desired to act upon. 

The Head. 
The trunk of the facial nerve may be excited 
from the external auditory meatus by pressing a 
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thin electrode against its lower wall. Energetic 
contractions will be produced in all the muscles 
that the nerve supplies. With less pain in thin 
persons it may he found immediately after it leaves 
the stylo-mastoid foramen. Press the rheophore 
strongly, just below the concha, between the mastoid 
and condyloid processes. The branches from the 
facial to the stylo-hyoid and digastric muscles may 
be excited in thin men by pressing the electrode 
deeply behind the condyloid process of the lower 
jaw. Their contraction is shown by movements of 
the os hyoides outwards, backwards, and upwards. 
In the parotid gland the single large branches of the 
facial are easily found, and produce contraction in 
definite groups of muscles corresponding to the 
ordinary divisions of the nerve ; those branches 
which leave the parotid, and rest more or less closely 
on the bone, are easily excited, but not those that 
are imbedded in soft parts, especially the buccal 
branches. The frontal muscle may be thrown into 
contraction from beyond its own limits, since the 
branch of the facial by which it is supplied, before 
dividing for its final distribution, courses for some 
distance from the temple to the zygoma. The orbi- 
cularis palpebrarum may be excited either upon the 
zygoma or beyond it towards the parotid gland ; 
close to the orbital margin the nerve commonly 
divides into a superior and inferior branch supplying 
the upper and lower halves of the muscle. Excita- 
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tion of the trunk before it divides closes the eye 
firmly. In the neighborhood of the eye it is neces- 
sary to be very circumspect with the strength of the 
current (especially the voltaic) . Duchenne quotes a 
case of blindness caused by too powerful an ap- 
plication of electricity, but weak faradization may 
be applied without injury even upon the conjunctiva, 
although the application is very painful, and causes 
profuse lachrymation and sometimes conjuncti- 
vitis. The nerve of the zygomaticus major may 
be excited quite close to the origin of the muscle 
at the inferior and external edge of the zygoma, 
and the certain bony support afforded for the 
pressure of the electrode makes its excitation unu- 
sually certain — more so than that of any other 
facial muscle. By its contraction the angle of 
the mouth and the contiguous portion of the 
upper lip are drawn upwards and outwards, 
and the skin of the cheek is thrown into deep 
folds. 

The orbicularis oris : The twigs to this circular 
muscle enter it at four points, on each side of the 
face one for the upper and one for the lower lip, 
and to produce complete contraction, four electrodes 
would be required. The twigs must be isolated in 
close vicinity to the external border of the muscle. 

The buccinator : Its nerves have a variable course, 
and are best sought at the inner margin of the 
masseter. The cheek becomes tightly contracted, 
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and pressed upon the teeth. The masseter and 
temporal muscles, on account of the deep entrance 
of their motor nerves, can only be thrown into con- 
traction by direct muscular excitation, since the belly 
of the muscle intervenes between the electrode and 
the entrance and course of the nerve. Of the nerves 
of the cavity of the mouth, those of the tongue are 
the most accessible. Excited on either side, the 
tongue becomes contracted and bowed towards that 
side. If when drawn upwards and backwards, its 
under surface is excited, it will be forcibly protruded. 
The velum can be only slightly distorted by lateral 
excitation, but its contraction and displacement back- 
wards and upwards are easily produced by feeble 
currents. 

The Neck. 

The accessory nerve of Willis, external branch, 
may always be isolated with facility. After passing- 
out behind the sterno-mastoid, and giving its branch 
to that muscle, its course is superficial to the trape- 
zius. Above the origin of the branch to the sterno- 
mastoid, it may be reached without difficulty by 
pressing the electrode strongly into the middle of 
the belly of the upper half of that muscle ; or if 
this does not succeed, by placing the electrode be- 
hind the belly of the muscle, and pressing it up- 
wards and inwards. Simultaneous contraction of the 
sterno-mastoid and trapezius result ; the cervical 
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spine is bowed, the lower jaw pushed forwards, and 
the head rotated so as to turn the face away from 
the side that is irritated ; the shoulder is strongly 
elevated and drawn backwards and inwards. The 
sternomastoid alone, may be thrown into strong con- 
traction by its branch from the accessorius. Direct 
the electrode a little below the point for the main 
trunk of the nerve. Irritation of the accessorius 
close to the margin of the trapezius will throw this 
muscle into isolated contraction with either eleva- 
tion of the shoulder backwards and upwards, with 
drawing up of scapula, or depression of head back- 
wards and outwards, or both movements, according 
as the head or scapula is fixed by antagonist muscles. 
The hypoglossal nerve is accessible close above the 
great cornu of the hyoid bone in front of the hyo- 
glossus muscle. The usual result is elevation of 
the whole tongue against the hard palate, with 
simultaneous action of the hyoglossus, and other 
muscles. 

Rhythmical Electrization of the Phrenic Nerves, and 
their accessories. 

The phrenic nerve may be discovered at the 
outer margin of the sternomastoid, in front of the 
scalenus anticus, and above the omohyoid. It 
must not be sought too deeply, but the electrode 
must be pressed inwards against the outer margin of 
the sternomastoid. If the point of the electrode 
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be carried too high, it will encounter the fifth cervical 
nerve, which forms an acute angle with the phrenic. 
The electrode must not be carried above the middle 
of the sternomastoicl, but kept near the omohyoid, 
the exact position of which is very easily found by 
faradization. The electrodes must be pressed in 
strongly, and in an oblique direction from without 
inwards. The proof that the phrenic is reached is 
afforded by rapid contraction of the diaphragm, 
arching forwards of the trunk, and forcible rushing 
of air through the glottis into the trachea, with a 
noise like the sobbing of a crying child. A powerful 
current is required, and its strength must be 
gradually increased until decided action of the 
diaphragm is obtained. The excitation! whether of 
one nerve or both, is unattended by danger, and 
generally produces no pain. In artificial respira- 
tion one electrode should be placed over the phrenic 
at the point where the omohyoid lies at the outer 
border of the sternomastoid, and the other upon the 
side of the thorax in the seventh intercostal space, 
and pressed in as deeply as possible towards the 
diaphragm. Faradization in this manner should be 
applied to the right and left sides alternately, and 
the circuit maintained unbroken for about the period 
of a deep inspiration. Or the two phrenics may be 
simultaneously excited. Take the disk rheophores 
(fig. 29), place them on both sides of the neck over 
the lower end of the scalenus anticus at the outer 
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margin of the sternomastoid, direct them somewhat 
inwards, and press firmly. We may in this way be 
certain not only to excite the phrenic nerves, but 
also, from the extent of bearing of the electrodes, 
to produce contraction of the inspiratory muscles sup- 
plied by nerves which traverse the path of the cur- 
rent, as well as directly to excite the scalenus anticus 
and sternomastoid. 

The large electrodes are recommended for these 
reasons as well as for the greater ease with which 
we are enabled to hit the phrenics. It is also 
necessary that the head, shoulders, and arms of the 
patient should be fixed by assistants, in order that 
the auxiliary muscles of inspiration, especially the 
serratus anticus major, and the pectorals, should 
have fixed points from which they may energetically 
act upon the chest ; and sometimes in order to con- 
trol disturbing movements of the upper extremities, 
caused by accidental irritation of the motor twigs 
proceeding to them from the brachial plexus. The 
length of each excitation should be that of a quiet 
deep inspiration, that is, about three seconds. The 
expiration is best accomplished by an assistant, who 
makes strong and extensive pressure upon the ab- 
domen in the direction from below upwards. It is 
necessary to make a pause after a number of excita- 
tions, and to observe whether spontaneous respira- 
tion will occur. The duration of such a pause must 
be governed by the character of the natural respira- 
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tory movements. Care must be taken to maintain 
the conductors in position and well pressed down. 

The motor nerves proceeding to the shoulder and 
thorax from the supra-clavicular portion of the 
brachial plexus may all be excited under favorable 
circumstances without the chief trunks of the 
plexus being involved. In all cases, exact anato- 
mical knowledge, together with experience in faradi- 
zation and in the use of fine electrodes, is necessary. 
The trunks of the supra-clavicular part of the brachial 
plexus are of no avail for the excitation of in- 
dividual muscles, since the irritation of every single 
trunk causes the contraction of whole groups of mus- 
cles that have generally no harmony of action, but 
that receive nerve-fibrils from the same stem. 
"Whenever the therapeutic value of indirect electri- 
zation does not depend upon the excitation of indi- 
vidual muscles, and when the unavoidably painful 
irritation of the sensitive fibres is unimportant, as, 
for example, in paralysis of the whole arm, electriza- 
tion of the brachial plexus, on account of its super- 
ficial position, is especially adapted for an unpractised 
operator. 

The Superior Extremity. 

The axillary and radial nerves are both included 
in the posterior cord of the brachial plexus, so that 
by its excitation energetic contraction of the deltoid 
results, as well as of the muscles supplied by the 
radial nerve. 
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The musculocutaneous nerve after its passage 
through the coraco-brachialis is found in the interval 
between that muscle and the biceps, or further out- 
wards between the two heads of the biceps. Strong 
flexion of the forearm is the result of its excitation. 

The median nerve is accessible along the whole 
of the furrow by the inner side of the biceps, but 
with more certainty over the lower third of the 
humerus, after it has crossed to the inner side of 
the brachial artery, where it can be compressed 
against the bone. The result is pain in its sensi- 
tive branches distributed to the thumb, fingers, and 
palmar surface of the forearm, and contraction of 
the pronator teres, pronator quadratus, radialis inter- 
nus, palmaris longus, flexor digitorum sublimis and 
profundus, as well as of the muscles of the ball of 
the thumb, and of the three first lumbricales. The 
effects, therefore, are strong pronation of the fore- 
arm, bending of the hand towards the radial side 
and flexion of the fingers with opposition to the 
thumb. In the forearm, an inch above the wrist, 
the nerve lies for some distance between the tendons 
of the palmaris longus and the radialis internus, 
almost quite superficial. Excitation here produces 
abduction of the thumb, with stronger opposition and 
slighter flexion of the first phalanges of the index 
and middle fingers. 

The ulnar nerve may be excited along its whole 
course from the axilla to the elbow, although by 
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movement of the skin or of the nerves, an uninten- 
tional action of the median is easily produced. It 
is best to take the interval between the olecranon 
and the internal condyle, since here the nerve does 
not slip, but can be pressed firmly against the bone. 
Its excitation produces pain in the long palmar 
branch and its twigs to the fingers on the volar and 
dorsal sides of the hand, with contraction of the 
ulnaris internus, flexor digitorum profundus, pal- 
maris brevis, muscles of the little finger, interossei, 
4th lumbricales and abductor pollicis. After giving 
off its posterior branches, the nerve lies wholly 
superficial for a considerable distancce above the 
wrist on the radial side of the tendon of the ulnaris 
internus ; and it produces when excited here pain 
in the volar twigs and in the above-mentioned 
muscles of the hand. The hand is rendered con- 
cave, the thumb abducted, the little finger strongly 
flexed and opposed, and the remaining fingers moder- 
ately flexed at the metacarpo-phalangeal articu- 
lations. 

The radial nerve is accessible at the posterior 
edge of the axillary cavity, but it is most super- 
ficial and more easily compressed on the outer edge 
of the humerus, where it passes round to the front. 
The spot is readily found by taking the middle 
point between the insertion of the deltoid and the 
external condyle, from this point somewhat out- 
wards. Lower down, between the supinator longus 

6 
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and brachialis interims, it is more deeply placed but 
is still accessible. Its excitation above the external 
condyle causes painful sensations in the region of 
the superficial radial nerve down to the fingers on 
the dorsal surface, with contraction of the supinator 
brevis, ulnaris externus, radialis internus, extensor 
digitorum communis, extensor indicis, extensor 
minimi digiti, extensor pollicis longus and brevis, 
and abductor pollicis. It consequently produces 
supination of the forearm with complete extension of 
the hand and thumb, and extension of the first pha- 
langes of the fingers. 

The Trunk. 

Excitation of a single internal intercostal muscle 
may be effected by means of a thin electrode pressed 
against the lower margin of a rib, close to the in- 
sertion of a digitation of the serratus magnus. During 
quiet respiration we may thus produce a contraction 
of the muscle from the place of irritation to the junc- 
tion of the rib with its cartilage, and thereby a strong 
lifting of the rib 1 elow, and in both of them it may 
be plainly seen and felt. 

The abdominal muscles can only be brought into 
partial contraction by one electrode, since they are 
supplied by several nerves. The rectus abdominis 
receives as many nerves as it has fleshy bellies. 
These nerves enter the muscle at its outer margin, 
.and are only accessible at the point of entrance, 
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being covered in the rest of their course by the 
obliquus. They are easily discovered at the outer 
margin, and the excitation of each nerve produces 
contraction of the corresponding belly of the muscle. 
The upper portions draw the abdominal wall up- 
wards, and those below the umbilicus draw it down- 
wards. The nerves of the external oblique muscle 
are to be sought in the lower intercostal spaces, at 
the origins of the upper digitations of the muscle. 
Press the electrodes deeply at the free ends of the 
eleventh and twelfth ribs. There will follow con- 
siderable flattening of the abdomen in the region of 
the contracting portion. 

The transversalis is powerfully influenced by 
pressing an electrode on the soft parts on both 
sides above the crista ilii, near the outer margin of 
the quadratus lumborum, but even in thin persons 
this is not always easy. With a strong current, if 
success is obtained, the action is as powerful as in 
the strongest voluntary efforts to empty the rectum 
or bladder. Of the muscles of the back the splenius 
capitis may be excited at its outer margin. A power- 
ful rotation of the head towards the same side is pro- 
duced. The other deeper muscles of the neck are 
beyond reach. 

The latissimus dorsi, together with the teres 
major and teres minor, and serratus posticus inferior 
are generally only accessible to intramuscular exci- 
tation. 
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The Inferior Extremity. 

The crural nerve, after its passage under Poupart's 
ligament, lies wholly superficial in the groove of 
the iliac muscle, and is accessible for some dis- 
tance. Its excitation produces very energetic ex- 
tension of the leg, with severe pain in the course of 
the greater and lesser saphena nerves, and of the 
anterior and middle cutaneous femoral, that is on 
the front and inner side of the thigh, the knee and 
inner side of the leg as far as the great toe. Its 
motor branches can be isolated only in thin persons, 
but direct excitation of the muscles near the points 
of entrance of their nerves always produces a power- 
ful effect. 

The obturator nerve, or at least the mesh of its 
twigs, since it divides in the obturator foramen, may 
be reached from the foramen. Place the electrode 
perpendicularly upon the horizontal ramus of the 
pubes and strongly compress the skin, fat, and pecti- 
neus muscle against the bone. This produces very 
powerful abduction of the thigh, but it is very pain- 
ful, partly because the skin is richly supplied with 
sensitive filaments from the genito-crural nerve, and 
partly because the obturator itself consists largely of 
sensitive fibres destined to supply the knee and the 
inner surface of the thigh. 

The superior gluteal nerve is withdrawn by its 
deep position from direct excitation, as is also the 
inferior gluteal. 
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The sciatic nerve, although covered by the thick 
flexor muscles of the leg, may yet he reached at the 
lower margin of the gluteus maximus in the middle 
point between the great trochanter and the tuber 
ischii, by using firm pressure with a strong electrode, 
covered by a rather large cushion of sponge or leather. 
There results a powerful flexion of the leg and con- 
traction of all the muscles of the leg and foot, with 
acute pain in all the parts receiving sensitive fibres 
from the nerve. 

The peroneal nerve may be reached directly it is 
given off from the sciatic, on the inner margin of 
the biceps femoris and of its tendon. The excita- 
tion is much more certain and precise at the back of 
the prominence of the head of the fibula, which 
affords firm resistance to the pressure of the elec- 
trode. In this position also the external and mid- 
dle sural cutaneous nerves, being given off by the 
peroneal, above the head of the fibula, escape the 
action of the current. There results contraction of 
the peronei, tibialis anticus, extensor digitorum 
longus and brevis, and extensor pollicis longus, with 
sensation in the cutaneous nerves of back of the foot. 

The tibial nerve, after the division of the peroneal 
lies in the ham covered only by the popliteal fascia, 
the skin and a thin layer of fat. From the power of 
compressing it against a resisting surface it may be 
excited with as much certainty as the peroneal. 
There results an energetic contraction of all the 
muscles of the back of the leg and the sole of the 



86 THE APPLICATION OF ELECTRICITY. 

foot with painful sensations in the sural nerve and 
in the sensitive branches of the external and internal 
plantar. The tibial nerve after emerging from be- 
hind the belly of the soleus may be found in the mid- 
dle line between the inner margin of the tibia and the 
tendo Aehillis, and may be followed downwards as 
far as the posterior border of the internal malleolus. 
Contraction of all the muscles of the sole of the foot 
results, and painful sensations in the plantar digital 
nerves.* 

Electrization of the Central Organs of the 
Nervous System. 

The central organs of the nervous system, as well 
as the nerve trunks that pass through the great 
cavities, on account of being completely surrounded 
by soft parts and bones which cannot be forced 
into contact with them by external compression, are 
withdrawn from the influence of the faradic current, 
unless it be used of excessive strength. On the 
other hand an indirect excitation of the brain 
through the nerves of special sense, especially the 
optic and auditory, may be accomplished by voltaic 
currents of medium strength. Besides intense sen- 
sations of light and abnormal sensations of sound, 
excitation of these nerves with strong currents may 
be followed by vertigo, or even loss of consciousness; 



* For full details regarding the isolation of single muscles and their 
physiological action, consult Ziemssen, Die Mectricilat in der Medizin. 
Berlin, 1866; and Duchenne, Physiologic des Mouvemenls. Paris, 1857. 
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and in exciting them the utmost circumspection is 
all the more necessary since the amount of reaction 
displayed by different people is widely different. 

Cutaneous Faradization. 

When it is desired to act only upon the skin 
faradization has many advantages over the other 
forms of electi'icity, and in practice it is invariably 
preferred. There are three methods of applying it. 

1. The electric hand. — A moist rheophore (a 
sponge contained in a cylinder), as shown in fig. 
28, is applied to some little sensitive part of the 
patient's body, the other rheophore is held fio. 35. 
by the operator, who passes the back of 
his disengaged hand over the points which 
he wishes to excite. 

2. Solid metallic rheophores. — The rheo- 
phores, figures 28, 29, 31, and 32, without 
sponges or leathers, and being quite dry, 
are applied by their metallic surfaces to 
the skin, and either kept stationary or 
moved over it with greater or less rapidity, 
in proportion to the degree of irritation 
it is requiied to produce. If the coni- 
cal rheophore is maintained for some 
time immovable, it is termed the elec- 
tric nail, from its action somewhat re- 
sembling a hot nail penetrating the 
skin. 

Metallic Threads. 
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3. Metallic threads. — A wire brush (fig. 35). This 
may be moved over the skin {electric cauterisation) , 
held in contact with it (electric moxa), or used to 
strike it lightly {electric fustigation). In cutaneous 
electrization the skin must be carefully dried, and in 
addition sprinkled with some absorbent powder, such 
as starch or violet powder. 

Electrization of Internal Organs. 
1. Electrisation of the rectum and muscles of the 
amis. — A metallic olive mounted on a stem of metal, 
and insulated by gum elastic is introduced into the 
rectum and connected with one of the conductors. 
A moist rheophore connected with the second con- 
ductor is moved over the circumference of the anus, 
while the olive is brought in contact with the levator 
and spincter ani. To excite the muscular coat of the 
rectum the olive must be moved over all its internal 

Fig. 36. 
Rectal rheophore. 

surface. The rectum must always be first freed 
from frecal matter. 

Fig. 37. 



Urethral rheophore. 

2. Electrisation of the bladder. — The bladder must 
first be emptied. To electrize the muscular fibres 
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Fig. 38. 



Fig. 39. 



of its neck, the rectal rheophore must be introduced 
into the rectum as above described. A curved 
metallic sound (fig. 37), insulated by being covered 
with an elastic catheter to within an inch of its 
vesical extremity, is introduced into the bladder, 
and drawn back in such a manner that its ex- 
tremity is brought in contact 
successively with all points of 
the neck of the bladder. To 
avoid the necessity of using 
the rectal rheophore, Duchenne 
has contrived what he terms a 
double vesical rheophore. This 
instrument is formed of two 
flexible metallic stems, en- 
closed in an elastic catheter 
with a double channel sepa- 
rating them from each other. 
The two stems have the ter- 
minations shown in fig. 39, so 
that when approximated, as in 
fig. 38, they resemble an ordi- 
nary sound. The instrument 
is closed by pushing the elastic ( 
catheter forwards, and is thus 

introduced into the bladder. Fig . 38 . Do " uble¥esical rheo . 
The stems being then pushed phore, closed. 

forward, the ends separate. Fig ' 39 ' The same ' open ' 

3. Electrization of the uterus. — The uterine rheo- 
phore differs from the double vesical only in 
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Fig. 41. 



the curvature of the stems, and in the larger size 
of the terminal plates. It is introduced closed, as 
in fig. 40, into the vagina, and then the two plates 

are made to separate, as 
in fig. 41. The operator 
guides each of the plates 
by the index finger of his 
free hand, and places them 
on the sides of the cer- 




Fig. 40. 



rt 



Fig 



40. Uterine rheophore, 
closed. 
Fig. 41. The same, open. 



V1X. 

4. Electrization of the la- 
rynx. — This may be direct 
or indirect. The more usual 
method is to apply a moist 
rheophore to the nape of 
the neck, and a second 
rheophore, or a wire brush, 
as the case may be, to the 
exterior of the larynx, and in the majority of cases 
this will fulfil every therapeutic indication. In 
direct electrization the intervention of the laryngo- 
scope is necessary. In this procedure, chiefly 
practised by Dr. Morell Mackenzie, a curved me- 
tallic stem, terminating in a small bit of sponge, 
and protected by a gum-elastic tube, is introduced 
by the aid of the laryngoscope. This laryngeal 
rheophore (fig. 42) is provided with a spring and 
stop, by which the operator is enabled to withhold 
the current unless he sees by the laryngeal mirror 
that the sponge is in the desired position. A 
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second moist rheophore is applied externally. The 
muscles of the pharynx may be electrized with a 
similar director, but this is a proceding requiring 

Fig. 42. 




Dr. Morell Mackenzie's laryngeal rheophore. 



great care, on account of the contiguity of the 
glosso-pharnygeal, pneumogastric, and recurrent 
nerves. 

5. Electrization of the male genital organs. — Moist 
rheophores are placed upon the scrotum over the 
testicle or the epididymis. If it be desired to ex- 
cite the vesiculse seminales, the bowel is first 
emptied, the rectal rheophore is then introduced 
and so directed that its olive-shaped termination 
may be brought into relation with the vesiculse. 
For this pui'pose it is sufficient to move the rheo- 
phore from right to left and vice versa. A powerful 
current will penetrate the intestine and reach the 
vesiculse, exciting them energetically. The circuit 
is completed by a second rheophore placed on an un- 
sensitive part of the body. 

Electrization of the Organs of the Senses. 
Electric excitation of the senses of sight, hearing, 
smell, and taste should be performed with extreme 
care, from its liability to re-act acutely upon the 
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brain. It should never be had recourse to in cases 
in which central excitement must be avoided, and 
in all cases the minimum dose should be commenced 
with. These cautions are especially important with the 
voltaic current. 

Fig. 43 * 




Rheophore introduced into the auditory meatus. 



Electrization of the retina. — Voltaism has the dis- 
tinctive property of re-acting acutely upon the re- 
tina, producing sensations of flashes of light when 



* A. The concha. B. Meatus auditorius externus, in which the rheo- 
phore, insulated by a tube of ivory, E, is inserted. The lower half of 
the meatus is filled with tepid water, f. The tympanum. <i. Eusta- 
chian tube. H. Labyrinth and auditory nerve. I. Membrana tympani 
attached to the malleus, j. Laxator tympani externus. k. Tensor tym- 
pani. L. Laxator tympani. 
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the conductors are applied to any part of the face. A 
moistened rheophore is applied to the closed eye and 
a second to any part of the face. 

Electrisation of the auditory nerve. — The external 
auditory meatus is filled with tepid water, and a 
metallic rheophore, insulated by ivory or vulcanite, 
is placed in it, and the circuit completed by a moist 
rheophore on the neck. The operation is shown in 
fig. 43. 

Electrisation of the olfactory nerves. — A moist 
rheophore is placed over the back of the neck, and a 
metal sound, insulated except at its extremity, is 
moved over all points of the nasal mucous membrane. 

Electrisation of the nerves of taste. — A rheophore is 
placed over the back of the neck, and a second is 
moved over the base and borders of the tongue. 



CHAPTER III. 

ELECTRICITY AS AN AID TO DIAGNOSIS. 

Electricity will assist us in diagnosis only in 
those conditions in which there is altered muscular 
contractility, or cutaneous or muscular sensibility, 
or both. In the normal and healthy state of this 
tissue muscles and nerves respond to the electric 
stimulus whatever variety of electricity is employed, 
but in disease this reaction may be increased or di- 
minished or altogether absent. The irritability 
of a muscle is tested by ascertaining the lowest 
power which will cause its contraction. The pro- 
cedure is as follows : Assume the case, for example, 
to be one of ordinary hemiplegia, say of the left side. 
Take in one hand the two rheophores of a Faradic 
instrument in action and apply them to one of the 
muscles — the extensor communis digitorum will do — 
of the right or healthy side ; having found the lowest 
power to which the muscle responds, apply the rheo- 
phoi'es to the same points of the same muscle on the 
diseased side, and note whether there is contraction ; 
if there is, decrease the power of the current, and if 
contraction still occurs there is increased irritability, 
or vice versa, as the case may be. In testing with 
the voltaic current keep one electrode stationary and 
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interrupt the current by gliding the second over 
the muscle or repeatedly lifting and re-applying it. 
It is essential that on both sides there should be 
exact similarity in the application, and that the 
electrodes should be placed on identical points of 
the muscle ; and this is especially important with 
the voltaic current, for healthy muscles answer to it 
more readily when it flows down the limb than 
when it flows up, and consequently a reversal of the 
poles will influence the result.* In testing a case 
of paraplegia where there is equal disease on both 
sides, you must be guided by a knowledge of the 
strength of current usually required to bring about 
contraction. As a general rule, unless a current 
that causes energetic and painful action in the 
muscles of the ball of the thumb produce some con- 
traction the irritability is impaired. In either 
diagnostic or therapeutic electrization the operator 
should never use electricity upon a patient without 
first testing it upon his own hand, and if about to 
apply it to the face, upon his own face. This is a 
most important rule, never to be neglected. There 
is no certain means of securing that the strength 
of either a voltaic or faradic current shall not have 

* The current that passes from a nerve centre to the periphery, that 
is, from the positive electrode placed nearer to the centre, to the nega- 
tive, placed farther from it, is called a " direct" or descending current. 
The reverse current is the " indirect' or ascending. Healthy nerve and 
muscle respond to a lower power when the current is descending than 
when it is ascending. 
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varied from clay to day, and unless we get into the 
habit of trusting to our own muscles for fine de- 
grees of graduation we shall often he foiled in our 
object. In a case of hemiplegia it will be found 
probably that the irritability to both varieties of 
electricity is normal. This proves the integrity of 
the muscular tissue. If the muscle also responds to 
indirect excitation by its motor nerves, we know in 
addition that the conducting power of the nerves is 
uninjured, and that the spinal cord has preserved its 
integrity at the spot where the nerves are given off. 
The disease is in the brain. But we may find the 
irritability somewhat diminished. This in hemiplegia 
will probably be from disuse and a few faradizations 
will restore it; if not, there is disease of cord or 
nerve or muscular tissue, and the disease, as a rule, 
will be in direct proportion to the amount of di- 
minished irritability. But on the contrary, the irrita- 
bility may be increased when there is often some 
rigidity. This points to increased vascularity, irrita- 
tive lesion of brain or cord, or both. 

Test now with the interrupted voltaic current. As 
a rule its reaction will correspond with that of fara- 
dism, but in some cases in which response to faradism 
is diminished or abolished, the reaction to a slowly 
interrupted voltaic current is not only preserved but 
greatly increased. On the diseased side the muscles 
will respond much more readily to the voltaic current 
than on the healthy side. When this reaction exists, 
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that to faradism being lost, it has been shown that 
the nerves also do not react to faradism, and that 
the increased irritability is due to the Hallerian 
irritability inherent in muscular tissue ; but why 
this should be increased over that existing in healthy 
muscle has not yet been shown. Ziemssen reports 
a case of purely traumatic facial paralysis produced 
by a surgical operation in which the trunk of the 
facial nerve was completely divided. At the end of 
three weeks the excitability of the motor nerves to 
faradism and voltaism was lost. The paralysed 
muscles on the contrary had preserved their irrita- 
bility to the interrupted voltaic current and responded 
by a slow contraction, due to the muscular tissue 
without the agency of nerve. 

This muscular reaction to the slowly interrupted 
voltaic current is often of great use in the diagnosis 
of peripheral from central paralysis {e.g., in the 
diagnosis of paralysis of the facial nerve from facial 
hemiplegia.) Reaction of this kind exists only in 
peripheral, never in central lesion. In peripheral 
paralysis there is, in addition, loss of farado-con- 
tractility. Observing this in a case of paralysis of 
the muscles of the shoulder, Duchenne diagnosed 
local nerve-lesion, and a syphilitic exostosis was 
afterwards found compressing the nerves. By this 
same differential reaction it may be determined 
whether, in a case of paralysis of the extensors of the 
wrist and fingers, the paralysis is due to the impreg- 
7 
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nation of the system by the poisonous influence of 
lead or mercury, or to rheumatic paralysis of the 
radial nerve (a most important question as affecting 
the treatment) . In lead palsy the reaction to faradism 
is greatly diminished or abolished, and that to inter- 
rupted voltaism increased. In rheumatic palsy the 
reaction remains normal, or is increased to both 
currents. 

In paralysis from disease of the brain, Duchenne 
declares that farado-contractility is always unaltered; 
but Dr. Althaus, as the result of the examination of 
upwards of one hundred cases, states that he found 
the excitability in some diminished and the muscles 
flaccid, in others increased (these being cases of early 
rigidity and irritative lesion) , and in others normal. 

There is no doubt that in the great majority of 
cases the reaction to all forms of electricity remains 
unaltered. 

In paralysis from disease of the cord there is almost 
invariably diminution of reaction in the affected 
muscles to all varieties of electricity. 

In hysterical paralysis, electro-contractility is, as 
a rule normal, but electro-sensibility (the sensa- 
tion of muscular contraction) is absent or much 
lowered. 

In progressive muscular atrophy (Cruveilhier's 
atrophy) the farado-contractility is normal in the 
remaining muscular tissue. Its abolition in this 
disease proves complete degeneration of the muscle. 
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In the so-called " essential " infantile paralysis, 
farado-contractility is abolished and voltao-contractility 
increased. Other forms of paralysis affecting children 
correspond as regards their electrical reaction to the 
same disease in the adult. 

The condition of muscular irritability, as tested by 
electricity, will in some cases- largely aid us to dis- 
tinguish between real and pretended disease. I was 
enabled to solve this question at once in a case in 
which simulation was believed to exist, and where I 
was requested by a railway company, in consultation 
with Drs. RamsMll and Maclure, to make air electri- 
cal examination. In the case in question the muscles 
of the left leg responded freely to faradism, while the 
same muscles of the right leg exhibited not a trace of 
reaction to the full strength of a Stohrer's induction 
instrument. 

Considered solely as an aid to diagnosis, we can 
get little more assistance from electricity than I have 
noted above. 



CHAPTER IV. 

ELECTKOTHERAPEUTICS . 

There is too much belief and too much unbelief 
in the therapeutic power of electricity. The men 
who estimate it fairly are quite the minority. It is 
generally either much undervalued, or else believed 
to be a sort of modern elixir vitse, capable of curing 
a hopeless hemiplegia from destruction of brain tissue, 
or a paralysis agitans from senile degeneration. 
Although it will do neither of these impossibilities, 
yet, considered as a remedy, it is of great value in a 
wide margin of diseases. It will either stimulate 
or soothe both nerve and muscle, according to its 
variety and mode of application ; it will frequently 
restore voluntary movement, it wdl relieve pain, 
heighten temperature, recall sensation, coagulate the 
blood, and dissolve or slowly cause the absorption of 
tumours. 

Besides its local and immediate action, it exerts 
also general effects, especially upon nutrition. Sir 
James Paget, in his Surgical Pathology, quotes an 
experiment in which the nerves of a frog's hind legs 
were divided, and while one limb was left inactive 
the muscles of the other were called into frequent 
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action by faradizing the lower end of its nerve ; the 
result was that at the end of two months these 
muscles retained their weight and texture, and their 
capacity of contraction, while the others were degene- 
rated in texture, and had also lost some of their power 
of contracting. Legros and Onimus electrized with 
the voltaic current some puppies for a quarter of an 
hour every day, by placing one of the fore paws and 
one of the hind ones in tepid water connected with 
electrodes. At the end of six weeks those that had 
been electrized weighed more and had grown larger 
than those of the same litter that had not been elec- 
trized. Heidenheim found that the prolonged action 
of a continuous current upon an exhausted muscle 
produced a restoration of it; that is, that the de- 
pressed excitability increased, and that even in a 
dead muscle the lost excitabdity was again estab- 
lished. 

Besides effects upon nutrition, electricity may 
increase the secretions — in amenorrhoea it may re- 
establish the catamenia — and it acts generally upon 
nerve and muscle as a stimulus, putting both into 
a condition which has been termed electrotonus. 
Its modification of the natural state of the electri- 
city of the human body does not cause, as a rule, 
any appreciable effect; but in certain pathological 
conditions of the nerves it is otherwise. Some per- 
sons even are extremely sensitive to electric changes 
in the atmosphere, and Duchenne cites the case of a 
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lady who was invariably during a thunderstorm 
stricken for some hours with general paralysis. In 
many of these exceptional instances a feeling of 
faintness, giddiness, headache, nausea, or even 
vomiting may result — a fact which it is well to bear 
in mind. 

Electricity has been, and indeed is still, advocated 
by some winters as of great benefit in a multitude of 
diseases. I have had no experience of its application 
in any other than in disorders of the nervous system, 
and chiefly in paralysis, neuralgia, and other painful 
affections, and in some disorders in which tremor or 
spasm is a prominent symptom. 

Before discussing its localized action, I may refer 
to a methodical application to the whole surface of 
the body, which is advocated by Drs. Beard and 
Rockwell under the name of General Electrization. 
They state that they have had experience in more 
than ten thousand applications, and they speak 
very highly of its remarkable effects administered 
in this way in conditions of debility. Their method 
rests, they say, upon the two principles, — " 1. That 
electrization, besides being merely a local stimulant, 
also exercises an influence over general and local 
nutrition, at once unique and unrivalled, and that 
entitles it to the highest rank among constitutional 
tonics. 2. That the system of making the appli- 
cation exclusively local is both illogical and in- 
consistent ; that in the use of electricity, as of 
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every other remedy, constitutional diseases should 
be treated constitutionally." Their method of pro- 
cedure is to place the patient with his naked 
feet upon a sheet of copper connected with one 
pole, usually the negative ; the other pole is con- 
nected by a moistened sponge with the left hand of 
the operator, who passes his disengaged hand over 
the muscles of the patient, and sometimes over his 
whole body. The originators claim for this method 
a delicacy of graduation to which they attach great 
importance, not to be equalled by any mere mechani- 
cal means ; the sensations of the operator, the 
current passing through his body, are his guides 
to graduation ; and they say also that no artificial 
rheophore can equal the human hand in its adapt- 
ability to the different regions of the body. My 
experience of this method has not been sufficient for 
me to decide upon its merits. The reader will find 
it fully described in the work of its authors.* 
There is another general application which may be 
of occasional service. This consists of a bath the 
water of which is in contact with one of the con- 
ductors of an induction instrument, or of a battery 
supplying an interrupted voltaic current, while the 
second conductor is applied to some part of the body 
that is not immersed, commonly to the upper and 

* A Practical Treatise upon the Medical and Surgical uses of Elec- 
tricity, by Drs. Beard and Rockwell. New York : W. Wood and Co., 
1871. 
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back part of the chest. The spinal cord is excited 
in a general manner by reflex excitation of the 
peripheral ends of the nerves. This form of appli- 
cation is useful in cases where stimulation of the 
nervous centres is indicated ; and given of so feeble 
a strength as not to provoke muscular contraction, it 
produces an excitation that will increase muscular 
power in certain forms of general paralysis. In cases 
of general debility I believe that these baths are of 
decided benefit. 

Franklinization, as partaking more of a general 
application than a local, may be conveniently dis- 
cussed here. It has been suffered to fall into un- 
merited disuse, perhaps from the inconveniences 
of its application. It has been found in the prac- 
tice of the National Hospital for the Paralysed and 
Epileptic, and in private cases coming under my 
own observation, of considerable value. Facial neu- 
ralgia, for example, which has resisted other modes 
of treatment, may occasionally be relieved with 
rapidity and permanently by drawing sparks along 
the track of the affected branch or branches of the 
tri-facial nerve. Sometimes also obstinate sciatica has 
been partially or altogether removed ; as was also a 
remarkable case of facial spasm (tic convulsif ) in a 
hospital patient. A female, 48 years of age, had suf- 
fered for thirteen years from spasm of the muscles 
of the left side of the face. The distortion pro- 
duced by the spasm was very great, and was apt to 
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be so much exaggerated by slight emotion, even 
such as would be caused by having to address a 
stranger, as to make speaking difficult, and to pre- 
vent proper attention to her occupation as a small 
shopkeeper. An experimental trial was made of 
electrization by sparks along the lines of the nerves 
distributed to the affected muscles. After the third 
application the spasm was manifestly relieved, the 
distortion being diminished, and the consecutive 
paroxysms occurring less frequently. By per- 
sisting with this treatment thrice weekly over a 
period of two months, so great an amount of relief 
was obtained that little distoi'tion of the face re- 
mained, and the patient was able to pursue her 
business with comfort. Electrization by sparks 
over the larynx has been found so effective in the 
relief of cases of hysterical or emotional aphonia, 
even those of long standing, that it is now almost 
invariably used in the practice of the hospital in 
the treatment of these cases before leaving recourse 
to induced electricity. In six or seven recent cases, 
repeated twice or thrice this form of application 
effected a complete cure. One of these cases was of 
nine, another of six months' duration. The re- 
mainder had lasted from four weeks to three months. 
The seventh case did not receive any benefit from the 
use of static electricity, and the other forms of the 
agent proved equally ineffective. The case recovered 
slowly under general treatment. Electrization by 
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sparks over the affected spot has often proved of 
great benefit in removing the localized excessive sensi- 
tiveness not unfrequently found in hysterical cases, 
particularly in the spinal region. Tremor, whether 
general or local, is sometimes largely relieved by 
insulating the patient, and charging him with posi- 
tive electricity for a period of twenty minutes to half 
an hour. Other applications failing, I would advise 
always in cases similar to the above, a fair trial, say 
half a dozen sittings, of Franklinization. 

There is a special method of electrization origi- 
nated by Dr. Radcliffe, and which has in it 
very much to recommend it both in theory and 
practice. The investigations of this distinguished 
physician in animal electricity lead him to the con- 
clusion that the primary condition of this electricity 
is not current but static* The state of muscle 
and nerve during rest is that of charge, during 
action of discharge. The sarcolemma is proved 
by many experiments to be sufficiently non-con- 
ducting to allow it to act as a dielectric, and so 
also the neurolemma. Positive electricity having its 
origin in the molecular reaction of the blood and 
elsewhere, is developed on the outside of the sarco- 
lemma or neurolemma, and as their sheaths are 
dielectric the effect of this development is the 
induction of an equivalent charge of negative elec- 
tricity on their insides. Hence the sheaths of the 

* Dynamics of Nerve and Muscle, by C. B. Radcliffe, M.D., &c, Lon- 
don: Macmillan & Co., 1871. 



ELECTRO-THERAPEUTICS. 107 

muscular and nerve fibres become charged precisely 
as a Leyden jar is charged. Hence, also, the par- 
ticular view of muscular action which Dr. Radcliffe 
advocates, namely this, that the elongation of mus- 
cular fibre is caused by the elastic sarcolemma 
being compressed at right angles to its surface by 
the mutual attraction of the two opposite electrical 
charges disposed ou its two surfaces (an idea 
which is proved to be practicable by a most in- 
genious experiment), and that the contraction fol- 
lows upon discharge in consequence of the sheath 
being then liberated from the cross compression and 
left free to yield to its own innate elasticity. 
The sheaths of nerve fibres are subjected to the 
same pressure of the two opposite charges, but 
they do not exhibit the same elongation under 
charge and contraction on discharge because they 
are less elastic than the muscular fibres. This 
view explains all the electrical phenomena of muscle 
and nerve as well as the current theory of Du 
Bois-Reymond, and it leads to important con- 
sequences in electro-therapeutics. If the sheaths 
of the muscles and nerves are thus dielectric it is 
to be supposed that an artificial charge of positive 
or negative electricity will affect them like the 
natural charge. If the outside be supplied with a 
positive artificial charge, an equivalent negative 
charge will be induced on the inside, and vice versa. 
Moreover, if the natural charge was one in which 
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the outside of the sheath was positive, it was to he 
supposed that the communication of positive elec- 
tricity to the outside would he favorable to the 
irritability of the nerve or muscles, and so, indeed, 
it proved to be by many experiments, and not 
only so, but also that the opposite charge of 
negative electricity is less favorable. It was shown 
in fact that irritability may be long preserved, 
and renewed more than once by the positive 
charge, in a way which could not be done by the 
negative charge. The experiments are too many to 
be introduced here, but the conclusion from them 
is applicable not to statical electricity only, but 
also to voltaic electricity, for Dr. Radcliffe shows 
good reason to believe that voltaic electricity acts 
upon irritability not by its current so much as 
by the charge associated ivith this current, which 
charge may be made positive or negative by 
putting an earth wire to one or other of the poles. 
At all events, when a part of the body is included 
in the voltaic circuit it may be all charged with 
positive electricity if an earth wire be put to the 
negative pole, or with negative if an earth wire be 
put to the positive pole ; and the conditions are 
favorable to irritability in the former case, un- 
favorable in the latter. This is the fact insisted 
upon. It is of no moment whether this charge with 
which the animal Leyden jars are to be charged is 
from a friction machine, or whether it be from a 



ELECTRO-THERAPEUTICS. 109 

voltaic battery by running off the opposite electri- 
city by an earth wire. What is wanted is to charge 
the outsides of the sheaths positively as they are 
charged naturally. What is aimed at is to put 
the fibres by this means in the condition most 
favorable to the preservation or recovery of their 
irritability — not to provoke this irritability into ex- 
istence by shocking it ; and certainly there is much in 
theory and much in practice to recommend this 
view as one which opens out quite a new field in 
electro-therapeutics. Before long, I trust, there will 
be something definite as regards practice to be said 
respecting it. 

The question of the differential use of the voltaic 
current, as well interrupted as constant, and that of 
faradism, has been largely discussed of late years, 
and for some time divided electro-therapeutists into 
two great schools, the Faradists, led by Duchenne, 
in France, and the Voltaists by the late Professor 
Remak, in Germany. The advocates of the voltaic 
current claim for it an action sui generis upon the 
nervous centres, an action which faradism can in no 
way replace. Benedikt, in his " Electrotherapie"* 
contends that the voltaic current will directly affect 
the brain and cord. He advises, in cerebral disease, 
that it should be applied to the long or short 
axis of the cranium, sittings not to exceed thirty 

* Electro-Therapie, von Dr. M. Benedikt. Vienna : 1868. 
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seconds, and to be stopped instantly on the occur- 
rence of the slightest giddiness. The electrodes 
must be maintained immovable, and may be applied 
to each mastoid process, to each temple, or to the 
frontal and occipital protuberances. He advocates 
still more strongly, for symptoms of intracranial 
origin, the so-called "galvanization of the sympa- 
thetic" — its cervical ganglia. One electrode may be 
deeply pressed into the auriculo-maxillary fossa, and 
the other, with a good-sized sponge, applied over the 
sixth or seventh cervical vertebra, or to the manu- 
brium sterni, close to the border of the sterno- 
mastoid. The duration of the application should be 
from one to three or four minutes and with from ten 
to twenty cells. Whether voltaization can be localized 
in the sympathetic or not, very powerful effects 
are produced by the electrodes placed in the above 
positions, and when so applied the greatest caution 
must be exercised by the operator, as also in cerebral 
galvanisation. Giddiness, syncope, and convulsions 
are recorded as the sequel of a too powerful or too 
prolonged application. Benedikt also advocates 
galvanization of the cord, by keeping one sponge, 
usually the positive, stationary, and moving the 
other up and down by the sides of the vertebrae, 
about forty times at each sitting ; or by one pole on 
the spine and the other on a nerve or muscle. After 
galvanization of the neivous centre has restored 
voluntary power he advises that the nutrition of 
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the muscles should be aided by localized faradiza- 
tion. This question of the therapeutic value of 
direct voltaization of the great nervous centres is still 
sub judice. The reader will, in any such operation, 
do well to remember the cardinal rule never to apply 
electricity to a patient until he has first tested it upon 
himself. 

Electricity has been fully proved to be sometimes 
unapproached in its power of relieving fain. None of 
its therapeutic results is more firmly established, 
and were it in no other respect of use, its services 
here would entitle it to the foremost rank as a 
remedy. I refer especially to its application in 
neuralgia. The constant voltaic current is the form 
in which it must almost invariably be applied, both 
electrodes being held firmly pressed and immovable 
upon the skin. Faradization is seldom of any use 
except with the wire brush as a counter-irritant. 
Franklinization, if voltaization fails, should always 
be tried, the patient being insulated and simply 
charged with static electricity by being connected 
with the prime conductor, while the machine is 
kept in rotation for about fifteen minutes. If 
this fails, sparks may be drawn in the track of the 
affected nerve or nerves ; but the voltaic current 
in nineteen cases out of twenty, where electricity 
is advisable, must be our resource. The electrodes 
should be so applied as to include in their cir- 
cuit the part or nerve affected. The number of 
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cells should be the highest number that the patient 
can bear without pain or discomfort. The length of 
application should be from five minutes to ten 
minutes, and the frequency once or twice a day. 
Dr. Althaus considers that the positive pole should 
always be applied to the seat of the disease. In 
my experience I have not found the direction of the 
current of importance, but only that it should be 
constant. The seat of the disease in true neuralgia 
is always in the posterior nerve-root, and one of 
the electrodes should be placed as nearly over this 
as possible. I generally place the negative pole 
with a large sponge, on the spine over the point 
of origin of the nerves affected, and apply the posi- 
tive pole to the painful spot, and if there be more 
spots than one, to the different spots in suc- 
cession. The result of this is almost uniformly good, 
and it is seldom that considerable relief is not 
afforded, even if a cure do not result, and this in 
most varieties of neuralgia, whether centric, reflex, 
or constitutional. The number of cells must be regu- 
lated according to the region affected. In the face it 
is best to commence with about five, as the sensitive- 
ness of the retina varies so greatly. On the occur- 
rence of the least giddiness the application should 
be discontinued and fewer cells used. The battery 
being in good order, about fifteen or twenty cells will 
be the maximum applicable to the face, which 
may be increased in other parts of the body ; but 
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the practical guide must be, as stated above, the 
highest number that can be borne without dis- 
comfort. Professor Eulenberg, who has had wide 
experience, considers sciatica as by far the most 
curable of neuralgise — many cases requiring only 
from three to five sittings. Intercostal neuralgia 
he has never known benefited. In ordinary tri- 
geminal neuralgia he speaks strongly of the con- 
stant current as a palliative, but doubtfully of its 
power to cure. In cervico-brachial neuralgia it di- 
vides, he says, the field with hypodermic injection of 
morphia. Dr. Anstie, while endorsing this, places a 
considerably higher estimate on its curative power 
in ordinary trigeminal neuralgia, and he quotes two 
cases treated by Professor Niemeyer. "The patients," 
he writes, "were respectively aged sixty-four and 
seventy-four, and the duration of the neuralgia had 
been respectively five, and twenty-nine years ; in 
both the pain was of the most severe type, and in 
both the success was most striking. In one, every 
possible variety of medication, and several distinct 
surgical operations for excision of portions of the 
affected nerve, had been quite vainly tried.. The 
cases are altogether among the most interesting- 
facts in therapeutics that have ever been recorded." 
Galvanization of the cerebral hemispheres has been 
found very beneficial in true migraine (sick headache) : 
the electrodes may be applied to each temple or to 
each mastoid process. Begin with not more than 
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two or three cells, and for not longer than a minute, 
and stop upon the occurrence of the least giddiness. 
In angina pectoris one pole may be applied to the 
spine and the other to the cardiac region. Neuralgia 
of other parts must be dealt with according to 
the rules of application already enunciated. The 
reader will find the subject very exhaustively con- 
sidered in Dr. Anstie's work.* He quotes some ex- 
tremely severe cases in which the effect of the current 
was to arrest the pain in a few sittings, and to pro- 
cure a remission for several days or even weeks ; 
and I have had several cases which I believe to have 
been as fairly cured as an ague fit may be said to be 
cured by quinine. Dr. Russell Reynolds also quotes 
the case of a patient, a lady, who for twenty years 
had suffered from an extremely severe neuralgia of 
the ophthalmic branch of the fifth, which recurred 
daily and from which her health had greatly suffered. 
It was not only relieved but removed by a single 
application. 

But it is in the many disorders that are classed 
under the heading of paralysis, that the chief field 
for the employment of electricity is found, and espe- 
cially for its localized employment. In all cases the 
first step is to ascertain the condition of the mus- 
cles as regards their irritability to the interrupted 



* Neuralgia and the Diseases that resemble it. By Francis E. Anstie, 
M.D., &c. London; Macmillan and Co. 1871. 
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voltaic and faradic currents. They must be tested 
as described at page 94. Having found the degree 
of reaction, it is as a general rule, to which, however, 
there are some exceptions, advisable to treat them 
with that current to which they most readily respond. 
Where, after three or four applications, there is no 
contraction under either current, electricity will do 
no good. Where reaction is normal it will usually 
not aid us in restoring voluntary power, though it 
may prevent the muscles from wasting ; but where 
reaction is only lessened it will often prove of the 
greatest service, and in all cases it is likely to pre- 
serve the nutrition of the muscles, a point which in 
protracted paralysis is of the highest importance. In 
such cases, if we can do no more, we should endea- 
vor, in the words of Sir Thomas Watson, "to preserve 
the muscular part of the locomotive apparatus in a 
state of health and readiness, until peradventure that 
portion of the brain from which volition proceeds, 
having recovered its functions, or the road by which 
its messages travel having been repaired, the in- 
fluence of the will shall again reach and reanimate 
the palsied limbs." 

But there are other instances in which, although 
the muscles give no response to faradism, their irrita- 
bility to the interrupted voltaic current is not only 
preserved but increased. Under the use of this 
current the increased irritability will usually di- 
minish ; ten cells will soon be wanted to produce the 
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amount of contraction that at first was given to 
five, and then ensues generally a gradual return 
of response to faradism. Use then faradism only. 
There is a remarkable interesting record of a case 
of paralysis of the deltoid, -which illustrates the 
above treatment, in the Lancet for 1866, vol. ii. p. 
576. It occurred in the practice of my predecessor 
at the National Hospital for the Paralyzed and 
Epileptic, Mr. J. Netten Raclcliffe. The patient was 
a blacksmith, aged 25 years. After several days' 
suffering from severe "rheumatic pains," so called, 
in both shoulders, but particularly in the left, he lost 
suddenly, while working with an ordinary sized ham- 
mer, one morning, the power of raising his right arm. 
When first seen, five weeks after this occurred, the 
deltoid and infra-spinatus muscles of the right 
side were found to be completely paralyzed, and 
there was some wasting of the former muscle. The 
contractility of both muscles to faxadism was anni- 
hilated, the electric sensibility was diminished over 
the infra-spinatus, and this form of sensibility, as 
well as the sensibility to heat, cold, tickling and 
touch, was absolutely wanting in a triangular space 
(the apex pointing downwards) over the deltoid, 
measuring two inches and a half at the base, and 
five inches from the base to the apex. Under power- 
ful faradization seven times repeated at intervals 
of three days, not a trace of contraction could 
be excited in the paralyzed muscles, and the wast- 
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ing evidently increased. The interrupted voltaic 
current was then tried. With thirty-five cells of a 
Becker-Muirhead battery, which produced no effect 
on the healthy left deltoid and infra-spinatus, a 
marked contraction of both paralyzed muscles was 
excited, with forty-five cells (also ineffective upon 
the healthy muscles) an energetic contraction. Mr. 
Radcliffe from this time used the interrupted voltaic 
current only, thrice weekly, and each time about ten 
minutes, until it had been applied thirty times. At 
the end of this period seventy-five cells were re- 
quired to produce the amount of contraction for- 
merly caused by forty-five, and under the full force 
of the current from the primary coil of a large 
Stohrer's induction apparatus, slight contraction was 
produced in the deltoid. The further wasting of 
the muscles appeared also to have ceased, although 
they did not gain in bulk. 

At this time treatment was suspended for two 
months, the patient being compelled to leave town. 
In the interval, not only was the little ground which 
had been gained by electrical treatment lost, but 
the paralyzed muscles had become more and more 
wasted, and it was now clear that the supra-spinatus 
also suffered. The wasting, indeed, was so great 
that of the deltoid barely a filmy layer of fibres 
could be perceived to remain. Faradization over 
the affected muscle did not excite a trace of con- 
traction. But again the interrupted voltaic current 
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caused marked contraction, and pursuing the same 
course that he had done before, Mr. Radcliffe used 
daily, for about a dozen times, this form of current 
only. At the end of the twelve applications, on 
using the full force of the current from the primary 
coil of a large Stohrer's induction instrument, dis- 
tinct but slight contraction of the deltoid and infra- 
spinatus occurred. From this period faradization of 
the paralyzed muscles was persisted in four times in 
the week. 

The history of this case was not completed in 
the account given by the Lancet reporter. I am 
now able to give the result. The affected muscles 
steadily increased in bulk, their electro-contractility 
improved, sensibility to the electric current, touch, 
tickling, heat and cold, returned, and at the end of 
four months the patient was enabled to use his right 
arm freely and return to his ordinary occupation. 
At this time no difference in appearance could be 
distinguished between the right and left deltoid, and 
voluntary control was as complete over the one 
muscle as the other, but the electro-motility of the 
right muscle was not equal to that of the left. In 
the autumn of 1869, this case came under my obser- 
vation. During the interval the man had followed 
his occupation, using with freedom even the large 
hammer. But about four weeks before placing him- 
self under medical care again, he had begun to suffer 
from severe erratic pains in the right arm and fore- 
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arm, and an inability to wield the hammer freely. 
In bulk of muscles and voluntary action no difference 
could be detected between the right and left arms. 
The right deltoid was apparently as fully developed 
as the left. There was no alteration of sensibility of 
any form over the right arm, and all the muscles 
responded to an induced current of ordinary strength, 
an interrupted voltaic current producing no con- 
traction until its force was raised to a point that 
it would act upon healthy muscles. But the motor 
effect produced on the right deltoid by induced 
currents of equal strength was much less than on 
the left. 

I had under my care recently a gentleman wbo 
had resided for some years upon the west coast of 
Africa. The muscular symptoms were those of lead 
palsy ; the extensors of the fingers and the muscles 
of the thenar eminence had almost entirely disap- 
peared in both arms, there being complete flattening 
of the ball of the thumbs. There was no lead line 
and no history of lead, but there was enlargement of 
the liver, and there had been more than one attack 
of jaundice. The voluntary movements of the af- 
fected muscles were almost entirely abolished. The 
wasting and loss of power began, after an attack of 
remittent fever, about two years since, and in nine 
months had reached their present condition, when 
the patient returned to this country for treatment. 
Iodide of potassium, sulphur and alkaline baths, and 
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other remedies administered for some months, had 
caused no improvement. On testing the affected 
muscles there was not a trace of reaction to the full 
strength of Stohrer's induction instrument, but dis- 
tinct contraction to the interrupted voltaic current 
from ten cells of the Becker-Muirhead battery. The 
reaction in the other arm muscles was normal to both 
currents. The interrupted voltaic current from 
twenty of Muirhead's cells was localized in the 
wasted muscles for ten minutes, and they were 
faradized for ten minutes. This was repeated 
thrice a week for four months, the strength of the 
voltaic current being gradually increased. At the 
end of this time the muscles were fairly well de- 
veloped, and their voluntary power for all movements 
was restored, though a little awkwardness remained. 
There was no reaction to less than thirty-five cells of 
Muirhead's battery, and there was no return of reac- 
tion to faradization. No medicine was taken during 
the treatment. My patient has returned to Africa, 
armed with an induction and a voltaic instrument, 
and I have since heard from him that he continues 
well. 

In cases of atrophic paralysis from traumatic in- 
jury of the nerves, faradization is indispensable. In 
the cases of men wounded in the civil war in 
America, it was largely tested in the hospitals of 
Philadelphia, and the surgeons specially selected for 
its investigation report as follows : — " The only im- 
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portant means in the treatment of paralysis from 
default of innervation is faradization by the method 
of Dr. Duchenne. Most of our cases were from 
wounds that were of old standing when they came 
under our care, and localized faridization proved of 
the utmost value » In some cases, at a single appli- 
cation it restored the power of movement to parts 
long deprived of it, and we have seen very few in- 
stances in which there has not been improved nutri- 
tion and greater sensibility and strength when we 
were able to continue it sufficiently long."* Du- 
chenne reports cases which were of many years 
standing, and in which the paralyzed limbs were so 
wasted that the muscles, whose farado-contractility 
was also abolished, appeared to have quite disap- 
peared. Their sensation and temperature were di- 
minished, the cutaneous veins contracted, and the 
skin shrivelled, and often purple. Under direct fara- 
dization sensation and temperature were quickly re- 
stored, the natural colour of the skin returned, the 
muscles gradually increased in bulk, and regained 
their voluntary movements, and afterwards their 
farado-contractility. The following is a typical ex- 
ample. 

A printer, 19 years of age, was injured on the 
inner side of the forearm by a cutting instrument, 



* S. Weir Mitchell, George R. Morehouse, and W. W. Keen. " Gun- 
shot Wounds and other injuries of Nerves." Philadelphia: 1868. 
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which penetrated about an inch above the metacarpus, 
grazed the anterior surface of the ulna, and passing 
within the tendon of the palniaris longus, lacerated 
all the tendons in front. The flexor carpi ulnaris, 



Fig. 44. 




Hand before Treatment. Palmar Surface. 

inner fibres of the superficial and deep flexors, the 
the palniaris brevis, and the ulnar nerve and artery, 

Fig. 45. 




Hand before Treatment. Dorsal surface. 

must consequently have been severed. In three 
months the wound had healed, but the hand was 
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atrophied, and the last two phalanges were rigidly 
flexed, and in the fourth and fifth fingers could not 
be mechanically extended, owing to the retraction of 
the cicatrix (a, fig. 44) to which their flexor tendons 
adhered. These bands were ruptured by gradual 
extension, but complete paralysis remained. Figs. 
44 and 45 show the hand before treatment. The in- 
jury of the ulnar nerve caused atrophy of the inter- 
ossei, and the last two lumbricales. The muscles of 
the forearm were unaffected, and being unopposed, 
the phalanges were drawn into a claw-like deformity 
("main en grij) "e"). This deformity was still more 
pronounced when the patient endeavored to extend 
his fingers. For four years every sort of treatment 
was tried in vain. Faradization was then com- 
menced on alternate days, and localized in the inter- 
osseous spaces, and the thenar and hypothenar emi- 
nences. A powerful and painful current was used. 
After ten sittings the patient felt a burning sensation, 
the hand was observed to be less atrophied, and the 
interosseus spaces to be slightly filled in, the first 
phalanges less flexed, and the second begun to ex- 
tend. Circumstances obliged him to suspend treat- 
ment for three weeks, and when it was resumed the 
improvement had been maintained. Cutaneous fara- 
dization was now added, and sensation greatly im- 
proved, and the cutaneous veins, which had not been 
visible, began to reappear. Development of the 
small muscles of the hand followed, with improve- 
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ment in the attitude of the fingers. Next, the heads 
of the metacarpi ceased to project. 

Reckoning on a gradual and spontaneous cure, 
the patient again discontinued treatment for two 



Fig. 46. 




Hand after Treatment. Palmar surface. 

months, at the end of which time he had made no 
further progress. Treatment was resumed, with 
steady improvement, and gradual return of volun- 
tary power, until he was even able to write. Fig. 

Fig. 47. 
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Hand after Treatment. 



46 shows the hand after treatment, as the patient 
endeavored to place it in the deformed position (fig. 
44) that it had before treatment. Fig. 47 shows the 

It will be seen 



attitude of the hand when writing 
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from fig. 46 that he could not succeed in dislocating 
the first phalanges upon the metacarpi, their old de- 
formity ; that the heads of the metacarpi are now in 
their normal state ; that the flexor tendons are no 
longer seen projecting in the palm ; that the thenar 
and hypothenar eminences are developed; and, finally, 
that the fingers have lost their bony appearance. 

Faradization is only of use after the nerve has been 
reunited, a process requiring time ; for it would be 
irrational to expect benefit as long as the ruptured 
nerve is physically incapable of transmitting the 
mandates of the will. Nature will not effect a cure 
spontaneously by mere lapse of time, for in the 
above case no less than four years had passed with- 
out improvement. 

The next case is an example of the inutility in 
such cases of recent faradization. 

A man was admitted into the Hotel Dieu with 
a dislocation of the head of the humerus into the 
axilla. It was reduced under chloroform, when it 
was found that the muscles of the arm, forearm, 
and hand were completely paralyzed. Sensation 
was not affected. A month after, when Duchenne 
first saw the patient his state was unchanged, except 
that there was considerable atrophy of the paralyzed 
muscles, and sensation was lowered about one half. 
Farado - muscular contractility was abolished to 
either direct or indirect excitation in all the muscles 
of the hand, forearm, and arm. In the shoulder 
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Fig. 48 




muscles,the deltoid excepted, 
in which there was some dimi- 
nution, it was intact. The 
muscles were regularly fara- 
dized on alternate days for 
about ten minutes. In spite 
of this, atrophy rapidly pro- 
gressed, until at the end of 
the second month from the 
onset the muscular tissue was 
hardly discernible, the thenar 
and hypothenar eminences 
had disappeared, the flexor 
tendons projected into the 
palm, as shown in fig. 49, and 
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in the dorsal surface were deep hollows from wasting 
of the interossei. It was six months before flexion 
and extension of the forearm were regained, and 
four years before the development of the muscles 
again equalled those of the uninjured side. Al- 
though there was complete restoration of voluntary 
power, there was no return of farado-muscular con- 
tractility. Fig. 48 shows the arm one month after 
the accident, the deltoid is but slightly atrophied, 
but the arm and forearm are one third less in cir- 

Fis. 49. 




cumference than on the uninjured side. Fig. 49 
is the palm of the hand two years after the accident. 
Fig. 50 the arm after the end of treatment. We 
see then that in traumatic paralysis the regular 
application of faradism from its onset does not pre- 
vent the muscles from almost complete atrophy, 
but its use, after repair of nerve lesion, will restore 
their development, nutrition, and voluntaxy move- 
ment. 

But it is in these recent cases of traumatic pa- 
ralysis that the interrupted voltaic current should 
be localized in the wasted muscles. 
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I have now under my care a gentleman who 
was sent to me by Sir James Paget. Five months 
ago, as the result of a stab which probably 
divided the supra-scapular and circumflex nerves; 
there was complete loss of power in the deltoid and 
supra and infra-spinatus muscles. Two months 
afterwards, when I first saw the patient, these 
muscles had almost completely wasted away. The 
electro-sensibility of the little muscular tissue that 
remained was greatly diminished, the contractility 
to faradism abolished, but that to the interrupted 
voltaic current from thirty cells of the Becker- 
Muirhead battery was retained. For the past two 
months I have daily applied the current from fifty 
cells ; holding the sponge from the positive pole 
stationary upon the centre of the deltoid, and paint- 
ing, as it were, every part of the affected muscles 
with the sponge from the negative pole for ten minutes. 
There has been a considerable return of power; the 
development of the wasted muscles is remarkable and 
the result of the treatment most satisfactory. 

Duchenne strongly advocates faradization in the 
essential paralysis of infancy, a disease to which he 
has devoted much attention. Under the term "in- 
fantile paralysis" many different forms of paralysis 
are liable to be included, but the variety now to be 
considered has the following history. It is charac- 
terized chiefly by motor paralysis occurring suddenly, 
by greater or less diminution of farado-contracti- 
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Fig. 50 




lity, by simple atrophy in various 
degrees of the paralyzed muscles, 
by degeneration of the muscular 
tissue, and by secondary contrac- 
tions and consequent club feet. 
The sensation is unaffected or in- 
creased, and there is usually in- 
creased reaction to the inter- 
rupted voltaic current. 

Duchenne gives the following 
as a typical case : A child 11 
years old. At three years of age 
loss of consciousness, convulsions, 
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and paralysis of both legs occurred. In a month he 
could sit up, but there was no return of power in the 
legs and they rapidly wasted. There was never any 
affection of the bladder or rectum. The state of the 
child eight years after the onset of the disease was 
as follows : — The skin literally adhered to the bones, 
as shown in figs. 51 and 52, engraved from photo- 

Fig. 52. 




Infantile Paralysis. Infantile Paralysis. 

graphs. No reaction to faradism. He could neither 
move his toes, feet, or legs, and if he were set up 
upon his feet the joints flexed one upon another, as 
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seen in fig. 51. But like all similar cases, the child 
began to get along by sitting down and pushing or 
dragging himself with the aid of his hands, and he 



Fig. 53. 



Fig. 54. 





Infantile Paralysis Infantile Paralysis. 

soon found out a more rapid mode of progress. 
Propping himself, as in fig. 52, he seized his feet 

Fig. 55. 




Infantile Paralysis. 

with his hands and carried them forward one after 
the other. 
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The subsequent deformity of the limbs iu infantile 
paralysis depends less upon the number than on 
the functional importance of the paralyzed muscles. 
The foot is less deformed and the movements of the 
leg less affected by the loss of all the motor muscles 
of the foot than by the paralysis only of certain 
amongst them: Figs. 53 and 54 are from photo- 
graphs of a foot all of whose muscles were paralyzed 
and atrophied. The side view, fig. 54, is almost 
normal, and in a front view, fig. 53, the only de- 
formity is a less development than the sound foot. 
Whereas a single muscle only being atrophied, 
greater deformity results, as in fig. 55, in which the 
gastrocnemius alone is paralyzed. 

Duchenne states that faradization applied in good 
time, when atrophy is but commencing, is calculated 
to abridge the duration of the paralysis, diminish 
if not arrest the wasting, and perhaps prevent the 
fatty transformation of the muscles. Those muscles, 
although paralyzed, whose reaction to faradism is 
retained, will under its application quickly regain 
their power. There is no ground for the feeling of 
natural repugnance that exists against subjecting 
children of such tender years, sometimes indeed 
hardly three months old, to such excitation. Used 
with slow intermissions, children as a rule betray 
no sign of pain, if the precaution is taken of gradu- 
ally inuring them to the strange but not painful 
sensation which accompanies muscular contraction, 
and before long the operation even amuses them. 
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As a rule, during the first sitting, I use only moist- 
ened sponges, and allow no current to pass, and 
I am always well provided with sugarplums as 
bribes. 

But it is nearly always at a very advanced period 
of the paralysis, when all kinds of treatment have 
been vainly exhausted, that people appeal as a for- 
lorn hope to electrization. The chance of success is 
less the later this agency is employed. In those 
more favorable cases in which voluntary power has 
returned, the muscles often continue for a long time 
weak and atrophied. Then a short period of faradi- 
zation with a current of medium power will often 
quickly develop them and render their nutrition 
active. Fig. 56 is an example of paralysis of four 
years' date, almost completely destroying the muscles 
of the shoulder and arm. Each muscle was fara- 
dized with a tolerably intense current, and this treat- 
ment was regularly followed for more than two years. 
Progressive improvement was the result, and the 
deltoid was gradually developed. Fig. 57 is an- 
other example of atrophy of the shoulder muscles, 
and consequent subluxation of the head of the 
humerus. Fig. 5S shows a shoulder whose muscles 
had been equally atrophied with fig. 57, but they 
are now developed by faradization. The relief of 
the anterior part of the deltoid is manifest, and the 
well rounded shoulder forms a striking contrast 
with figs. 56 and 57. With muscular nutrition 
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voluntary movement also returned. In such cases 
a satisfactory result can only be expected after long 
perseverance in the treatment, and even when the 
absence of visible muscle leads us to fear that its 
tissue is entirely degenerated, we may hope that a 
few sound fibres yet remain about which, and from 
which, it may be possible to develop others, and by 

Fin. 56. 




Paralysis of muscles of Shoulder and Arm. 

their union to form muscular fasciculi, parts of 
muscles and even entire muscles. But it must be 
borne in mind that such a result can only be obtained 
by very long treatment, and it will be useless to 
begin unless there is the determination to continue 
the treatment for a year or even two. 
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Fig. 59 is from a striking photograph of atrophic 
paralysis of the hand. Fig. 60 exhibits the same 
hand after treatment by faradization. 



Fig. 57. 



Fig. 58. 





Atrophy of muscles of Shoulder. Muscles developed by Faradization. 

In common with the degeneration of the muscles, 
the bones also undergo an arrest of development, 



Fig. 59. 




Atrophic Paralysis of Hand. 

adding still more to the deformity. Duchenne has 
found faradization considerably lessen this shortening, 
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and even redevelop them. He does not speak fa- 
vorably of treatment by the interrupted voltaic cur- 
rent. Hesitating, as I cannot but do, to express 

Fig. 60. 




The same, after Treatment. 

an opinion adverse to the conclusions of so dis- 
tinguished an authority, I am yet convinced that 
all those cases in which irritability to this current is 
increased, will make better progress under it than 
under faradization. As a rule, I should advise such 
cases to be treated at first with the interrupted 
voltaic current, and subsequently with the use of the 
two kinds of currents alternately. In Duchenne's 
hands the application of voltaism to infants has 
been attended with unbearable pain. I have not 
found it so, if only from ten to twenty-five cells are 
used, and more are hardly ever required. As soon as 
there is a return of reaction to faradization, faradiza- 
tion should be solely used. In addition to electriza- 
tion the paralyzed limbs should be immersed in water, 
as hot as can be borne, for a quarter of an hour twice 
a day, and should afterwards be well rubbed and 
shampooed. Infantile paralysis is almost always a 
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tedious disease, and treatment must be continued 
for weeks, months, or even years. Parents are apt 
to bring such children to you with the expectation 
that after every other remedy has failed, electricity 
is going to work miracles. The reader is advised 
always to explain to them the probable length of 
treatment required, and to decline to have anything 
to do with the case for a few applications only. 
Dr. Radcliffe truly says, in his article on this disease 
in Reynolds's " System of Medicine," that " if the 
paralyzed muscles retain their electro-contractility 
and sensibility, and so show that they have not 
passed into that state of fatty degeneration into 
which they always tend to pass eventually, there 
appears to be scarcely any limit to the time in 
which improvement and even complete recovery is 
possible ;" and, further on, he adds, " that in all 
cases the electrical and gymnastic parts of the treat- 
ment are of primary rather than of merely second- 
ary importance, I am every day more and more 
convinced, because every day I meet with instances 
of muscles which I should once have looked upon 
as hopelessly paralyzed, being resuscitated by these 
means." 

When any amount of voluntary power has been 
restored by electricity, it is most important that the 
child should be encouraged to use the limb, and 
practise various movements. In every variety of 
paralysis, as well in adults as in children, it ought 
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always to be remembered that after protracted para- 
lysis the muscles are likely to have forgotten their 
movements, and, like a child learning to walk, they 
want instruction. Every paralytic should devote a 
quarter of an hour twice a day, even when loss of 
power is well nigh complete, to trying to make the 
muscles obey the will. This is a matter that in 
general is far too much neglected. 

The subject of electrization in hemiplegia from 
cerebral disease, and the proper moment for its 
application must be carefully considered. It is 
never advisable until some months, four to six, 
after the attack, and then the question arises 
whether the persistence of the hemiplegia arises 
from the muscles having lost their old aptitude 
of response to the influence of the will, or from 
the cicatrix or cyst exercising positive pressure 
upon the cerebral tissue, or from loss of cerebral 
substance. (I refer to hemiplegia from brain dis- 
ease, haemorrhage, or softening.) When there is no 
rigidity and the muscles are lax, faradization is advi- 
sable, for usually the brain lesion is then repaired, 
and the paralysis is peripheric, and localized in the 
muscles. Where there is much rigidity, especially 
with increased reflex action, irritative lesion still 
persists, and faradization will do no good, and may 
do harm. But there are many intermediate degrees 
of lesion that may be benefited ; and in almost all 
cases in which after a spontaneous partial return 
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of voluntary movement, the patient suddenly stops 
short, and for many weeks or months makes no 
further progress, faradization comes in, and the 
immediate good that it will often do is surprising. 
Half a dozen applications give a fillip to the muscles, 
and more improvement is often effected in a week 
than in the preceding year. The improvement is 
generally sudden. The "late rigidity" of hemi- 
plegia may he largely relieved by electrization. 
Such a case was recently sent to me for electrical 
treatment, by Mr. Willett, from St. Bartholomew's 
Hospital. As the result of an accident there had 
been compound fracture of the right parietal bone, 
loss of brain substance and immediate left hemi- 
plegia. The patient was trephined, and after some 
months' treatment there was considerable return of 
voluntary power, but with cicatrization there super- 
vened extreme rigidity of the flexor muscles of the 
left hand, the fingers of which were so tightly con- 
tracted that the hands could with difficulty be forced 
open, and immediately after being opened they re- 
closed involuntarily. There was also rigidity of the 
biceps, the forearm being carried semiflexed with 
inability to further extend it. The continuous vol- 
taic current was localized in the rigid muscles for 
five minutes, and their antagonists energetically 
faradized for a second five minutes, three times a 
week for three months, with the result that at the 
end of that period the patient could quite straighten 
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his arm, and fully extend the fingers to a level with 
the back of the hand. In such cases, or whenever 
a powerful current with little pain is required, Du- 
chenne's pedal rheotome (y, fig. 11, page 37) is of 
great value. By it the current may be interrupted 
three or four times in a minute, instead of three or 
four times in a second, which is about the slowest 
rate of any interrupting hammer of a faradic instru- 
ment; and a current sufficiently powerful to pene- 
trate thick muscles may be applied in circumstances 
under which a very much weaker current rapidly 
interrupted would give equal pain, and be strong 
enough only to act upon the superficial muscular 
fibres. * I need hardly remind the reader that always 
in these electrizations every part of each muscle 
must be equally excited, as described at page 71, and 
that it is never necessary to use painful excitation 
in any paralysis except when the muscles have lost 
their sensibility, or when as in atrophy, their nutri- 
tion is impaired. During faradization I have never 
had the misfortune to witness the occurrence of a 
second apoplectic seizure, and I am confident that 

* My friend Dr. Gowers has improved upon Duchenne's rheotome 
by having it so constructed that a slight twist of the foot will fix it 
immovable, and so maintain the current when required without inter- 
ruption while the foot is removed, which cannot be done with Du- 
chenne's. He has also arranged a pedal commutator of the poles by 
which the direction of the current may be instantly changed by pressure 
with the foot. Dr. Gowers' Pedal Commutator can be obtained from 
Weiss and Co., 62, Strand. It consists of three buttons arranged in a 
line upon a wooden slab six inches by four. The central button is the 
rheotome, and the outer buttons the commutators. 
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faradization skilfully administered has never pro- 
duced one ; but it is wise to remember that all such 
patients are predisposed to a second attack which, 
if it occurs, is very likely to be attributed to the 
electrization. 

In paraplegia from myelitis electrization cannot 
be, any more than in hemiplegia, had recourse to 
during the period of active mischief; its use can 
but be to preserve the nutrition of the muscles cut 
off from central innervation, and this should not 
be attempted while active mischief exists. In 
the persisting localized paralysis following upon 
myelitis electrization is of the greatest service.* 
The difficulty is to determine the proper moment for 
the application of this agent. The paralyzed muscles 
should be examined at intervals with the faradic 
and interrupted voltaic currents, and when it shall 
have been determined that electrization may be 
used, one or the other form of current, and at a 
later period perhaps both currents, should be used 
according to the suggestions already given. I 
should be disposed also to charge the patient with 

* Brown-Sequard's experiments prove that after traumatic lesion the 
cord may be perfectly restored. He divided the cord of a pigeon about 
the level of the fifth or sixth dorsal vertebra. There was a slight return 
of power in three months and almost complete recovery in fifteen. The 
animal was then killed, and on examination, it was found, in the author's 
words, that " les cicatrices des plaies anciennes de la moelle e'piniere renfer- 
maient des fibres nerveuses ay ant tout a fait V aspect normal et se continuent 
avec les fibres des parlies intactes de la moelle.'' Identical results were ob- 
tained in sevecal cases. Brown-Sequard, Comptes Rendus de la Societe de 
Bioloyie.. — Juin, 1851. 
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postive voltaic electricity after the method of Dr. 
RadclifFe, or the constant current may be applied in 
continuity to the spine, or one electrode may be 
held stationary and the other moved up and down 
the spinal column as advocated by Benedikt. These 
methods are worthy of a trial also in those cases in 
which, although the cause of the paraplegia may 
have been removed, the cord itself would appear to 
have lost more or less of its excitability. 

In that most distressing and intractable disease 
Cruveilhier's atrophy or wasting palsy a combina- 
tion of localized muscular faradization with Dr. 
Radcliffe's " positive charge" should always be 
given a fair trial, the more so as medication is well- 
nigh useless. In some cases in which I have pur- 
sued this plan of treatment there has followed a 
filling out of the wasted muscles and an arrest of 
the disease. Localize faradization in the wasted 
muscles, and vary this treatment on alternate days 
by the "positive charge." If the disease is in the 
upper extremities, each hand may be immersed in a 
separate vessel of brine with one pole, and a "ground 
wire" carried to a chandelier from that containing 
the negative ; or if the lower limbs are affected they 
may be placed in foot pails in the same manner, or 
one arm and one leg according to the localization of 
the disease. The patient and the battery must be 
both insulated, the charge as strong as can be borne 
without discomfort, and the length of time about 
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twenty minutes. Faradize only those muscles that 
respond to the excitation. To faradize others is use- 
less, for in this disease as long as any muscular tissue 
is left, response to faradism remains and its abolition 
proves complete degeneration. No electrization can 
then recall the muscles to life. 

In all cases in which tremor or spasm is a pro- 

Fiu. 61. 




Torticollis. 



minent symptom Dr. Radcliffe's positive charge 
holds out promise of the happiest result. If during 
the time of the charge the tremor ceases the prog- 
nosis is the more favorable. From this treatment I 
have had good results in several cases of spasmodic 
wry-neck (torticollis) from contraction of the sterno- 
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mastoid, splenius or clavicular portion of the trape- 
zius, or of some deeper seated muscles. In these 
cases it is always advisable to combine with the 
charge energetic faradization of the antagonists of the 
contracting muscles ; and the same treatment may 
be followed with advantage in writer's cramp and 

Fig. 62. 




Contraction of Splenius. 

analogous affections, especially when conjoined with 
appropriate gymnastic exercises of the affected mus- 
cles alternating with periods of perfect rest to them. 
Fig. 61 is an instance of torticollis, of thirteen 
months' duration. The patient was a girl. The 
head was inclined towards the right shoulder, and 
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slightly towards the scapula. She could bend the 
head but very little forwards, and not at all to the 
right, and trying to do so caused acute pain in the 
back of the neck near the upper attachment of the 
right trapezius, whose rigid tendon could be seen 
and its resistance felt. The prominence of the 
sternomastoid could be artificially caused on the 
right side by faradization. Localized faradization 
of the clavicular portion of the trapezius of the oppo- 
site side resulted in a perfect cure. 

Fig. 62 represents a case of contraction of the 
splenius. The symptoms were inclination of the 
head backwards and towards the contracted side, 
with swelling of the splenius sensible to the touch. 
Faradization of the antagonist splenius entirely re- 
moved the deformity. 

In long-standing cases also of tonic contractions 
of muscles, such as sometimes accompany muscular 
rheumatism, excitation of the antagonists of the 
affected muscles proves highly successful. Du- 
chenne reports numerous cases. In one of these, 
in which contraction of the rhomboid had existed 
for some years, faradization of the radiating fibres 
of the serratus magnus, its antagonist, was quite 
successful. Fig. 63 represents the case before, and 
fig. 64 after treatment. The patient was a girl 
thirteen years of age. The affection commenced 
with pain in the centre and right-hand side of the 
neck, increased on pressure or movement of the 

10 
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head. This was followed by deformity of the 
muscles, which increased for four years. When 
Duchenne first saw her, her condition was as follows. 
The arms hanging at rest, the inferior angle (d, fig. 
63) of the right scapula was drawn up until it was 

Fig. 63 * Fig. 64. 




Before Treatment. Alter Treatment. 

almost on a level with the external angle and caused 
a marked projection. To bring it down into its 
normal position required the exertion of considerable 
strength, and the moment it was released it sprang 
back with an audible crack. Beneath the spinal 

* a. The levator scapulae. B. The retracted rhomboid, c. Fibres of 
the serratus magnus. D. Abnormal position of the inferior angle of 
the scapula. B. The inferior angle on the healthy side. 
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border of the scapula, which occupied an oblique 
position from within outwards, was a considerable 
swelling, B, the retracted rhomboid. A second 
swelling over the right shoulder was caused by the 
internal angle of the scapula, which could be dis- 
tinctly felt under the skin, and to the prominence, 
A, of the levator scapulae. Finally the head was 
slightly bowed to the right, and an attempt to incline 
it to the left caused pain. Duchenne produced 
during the passage of the current a precisely analo- 
gous deformity in a healthy person by faradization 
of the rhomboid and levator anguli scapulae. To 
bring down the inferior angle, d, to the level of that 
of the sound side, the radiating fasciculi of the ser- 
ratus magnus were faradized ; the scapula resumed 
its normal position, and the swelling, B, disappeared. 
The sitting lasted ten minutes, but at the end of it 
the deformity returned. This treatment carried out 
three times a week for a month produced not the 
slightest improvement, but to avoid pain to the child, 
the current had been interrupted only once or twice 
in a second. A very quickly interrupted current, 
causing great pain, was now used. In four or five 
minutes there was a sensible improvement; the 
inferior angle resumed its abnormal position less 
readily, and remained slightly lower than before. 
The improvement was maintained the next day, 
and in a few more applications all deformity dis- 
appeared, and the bone retook its natural position. 
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The above case is an example of the occasional 
necessity of very painful electrization. 

There is a sort of reflex contraction which some- 
times follows upon contusion of an articulation, as 
in the wrist from falls upon the back or palm of the 
hand, and which usually appears after the local in- 
flammation has subsided, affects a number of the 
muscles about the joint, and at length may extend to 
other joints of the limb. The pain, limited at first 
to the muscles first affected, soon extends to others, 
to the nerve trunks, and finally to their origin in the 
brachial plexus. Here again painful ' faradization 
of the antagonists of the painful muscles has, in 
Duchenne's hands, been most successful. 

Hysterical paralysis, whether accompanied by 
anaesthesia or hyperesthesia, will frequently be 
removed by cutaneous faradization with the wire 
brush, or by localized muscular faradization. In 
most cases while contractility is intact, sensibility 
is abolished or diminished (a valuable diagnostic 
sign of hysterical from cerebral hemiplegia). If 
electrization proves of benefit, it will usually do so 
in two or three sittings, and it is as a rule useless, 
to continue beyond half-a-dozen if there is then 
no improvement. The treatment must be localized 
in each of the affected organs, and continued some 
time after return of movement, so as to fix, so 
to say, the cure. In hysterical contractions, as of 
the fingers, on account of the extreme excitability 
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of the cord, faradism may do harm. Dr. RadcliftVs 
positive charge should he used. In those cases in 
which there is excessive localized sensitiveness, which 
is not lessened either by cutaneous fai'adization or 
voltaization by sparks, I have occasionally found 
benefit from the constant current, one electrode on 
the painful spot, and the other as near as possible to 
the nerve origin, with as powerful a current as the 
patient will submit to. I refer only to hysterical 
hyperesthesia, not to neuralgia. 

In all cases of local paralysis which are dependent 
upon blood poisoning, such as mercurial and lead 
palsy, electrization is never to be neglected. In 
most cases, even those Avhich have resisted the most 
energetic prior treatment, a combination of the inter- 
rupted voltaic current and faradization, alternately 
localized in the affected muscles, will triumph over 
the disease. The current must be sufficiently power- 
ful to cause pain. Such cases are tedious, requiring 
from twenty to fifty sittings. 

In the local or partial paralysis of muscles, which 
not uncommonly results from exposure to cold, the 
farado-muscular contractility is usually intact. Rheu- 
matic paralysis of the radial nerve may be cited 
as an example. This is liable to be confounded with 
lead palsy. In both diseases the same muscles 
are affected, the extensors of the hand and fingers, 
the supinator longus, and all the muscles supplied 
by the radial nerve, but in lead palsy farado-con- 
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tractility and sensibility are diminished or abolished, 
while in paralysis from cold they are normal, and 
the sensibility may be increased. The only excep- 
tion to this rule is in facial paralysis from cold, 
where the farado-contractility is diminished, or 
absent, and this diminution may perhaps be 
explained by the fact of the facial nerve traversing 
a bony canal (the acqueductus Fallopii), where, if 
the nerve swells, it is practically compressed. This 
paralysis may almost always, even after it has been 
stationary for many months, be cured by voltaiza- 
tion and faradization, but much more quickly where 
the farado-contractility remains. The muscles must 
be treated by that current to which they respond, 
but with faridization it is especially necessary on 
the face that the direct should be preferred to the 
indirect application. In almost all cases the muscles 
recover unequally ; reaction returns in one before in 
another, although supplied by the same nerve. The 
excitation must then be localized more in the back- 
ward muscles, or a deformity may result. In the 
most favorable cases an unnatural expression of 
countenance will generally persist for a long time, 
from the non-recovery by the muscles of their 
perfect tone, that quality which imprints upon each 
face its characteristic features, and which has been 
called the "gymnastic of the soul." Few patients 
will submit long enough to electrical treatment to 
obtain perfect regularity upon both sides of the 
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face. Any spasm or fibrillation following faradiza- 
tion, or any artificial excitation, is a warning of 
threatening tonic contractions of the muscles, and 
faradization must be at once discontinued, or 
deformity will result. Such cases make good pro- 
gress under Dr. Radcliffe's positive charge, applied 
daily. I have now under treatment a case of right 
facial paralysis of twenty-three years' standing. 
Before the patient was placed under my care there 
had been, from energetic faradization, considerable 
improvement, but incessant muscular fibrillation 
remained. Under daily treatment with this posi- 
tive charge the fibrillation has disappeared, and 
there is also much increase of power in the paralyzed 
muscles. 

There are several other strictly local palsies that 
may be successfully treated by electrization, as for 
instance, paralysis of the muscles of the eye, when 
the disease is not the result of central lesion. One 
pole must be placed over the facial nerve below the 
ear, and the other applied to the closed eyelid for 
about twenty seconds, the entire application lasting 
about five minutes. 

In such cases Mr. R. Brudenell Carter has re- 
commended tenotomy of the contracted, and fara- 
dization of the paralyzed, muscle by direct applica- 
tion to the conjunctiva. This is an exquisitely 
painful application, and I have found few patients 
who will submit to it, while in the majority of 
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cases the above far less severe procedure is equally 
efficacious. Similar treatment is required in my- 
driasis or dilated pupil from paralysis of the iris, 
a very troublesome affection on account of its inter- 
ference with the sight by admitting too much light 
to the retina. If, however, direct applications be 
made to the conjunctiva, see that the margins of the 
eyelids do not touch the stem of the rheophore, or 
severe spasm will result : to avoid this pinch up the 
skin of the eyebrow between the thumb and finger, 
and so retain it during the operation. 

Certain amauroses depending upon torpidity of 
the optic nerve may be removed or greatly lessened 
by a daily application of the interrupted voltaic 
current, the special action of which upon the retina 
has been already set forth. The directions above 
given for faradism apply equally to voltaization : 
but as these amauroses are symptomatic of essentially 
different conditions, the ophthalmoscope must always 
be first employed for their diagnosis. 

Faradization is often of signal service in nervous 
deafness, that variety of deafness in which no or- 
ganic lesion can be discovered by the aurist, and 
which is frequently extremely intractable to medi- 
cal treatment. Duchenne quotes cases that had 
existed from two to twenty years, and in which a 
perfect and permanent cure resulted after from 
fifteen to thirty applications made as described at 
page 93. Commence with the lowest power of the 
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primary coil, and with about two intermissions in 
each second. Never make the application without 
using the pedal rhcofome, and increase the power 
gradually until a distinct sensation a little short 
of pain is felt either in the meatus itself or in the 
tongue. Be careful that the conducting wire of the 
rheophore does not project beyond its insulating 
cylinder and touch the mucbus membrane of the 
meatus, or acute pain will be caused. Faradize on 
alternate clays for about five minutes. Should the 
least giddiness occur, discontinue instantly and lower 
the strength of the current. In certain cases of con- 
genital deaf-mutism, not depending upon any ana- 
tomical lesion, the trial of similar treatment is advi- 
sable. Hysterical deafness, even of many months 
duration, is usually cpuickly removed in from two to 
six applications. 

In glosso-labio laryngeal paralysis faradization of 
the tongue and of the muscles of the pharynx will 
improve for a time the articulation of words and the 
deglutition. One pole is to be applied to the nape 
of the neck, and the other in succession to all parts 
of the tongue and lips that are wasted, and externally, 
with a powerful current, to affect the pharynx. 

In locomotor ataxy faradization, while powerless 
to cure, is one of the best palliatives. By its appli- 
cation the diplopia, a common symptom in the first 
stage of the disease, is for the most part removed 
for a time, to the great comfort of the patient. 
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The distressing muscular pains will often diminish or 
even disappear under cutaneous faradization, as also 
the muscular and cutaneous anaesthesia which greatly 
add to the troubles of co-ordination, and upon the 
diminution of which a marked improvement in loco- 
motion generally results. At an early period of the 
disease the constant voltaic current to the spine — 
both poles stationary — «may be tried. 

The pains of muscular rheumatism are almost 
invariably removed or mitigated by cutaneous fara- 
dization, and so rapidly as in many cases to appear 
marvellous. In cases that had resisted all other 
treatment, an instantaneous cure has resulted, and 
sufferers whose pain has for a long time obliged them 
to keep the arm immovable have been able directly 
after the faradization to execute any movement with 
ease. With these rheumatic patients it is especially 
of importance that the current should be strictly 
limited to the skin, carefully dried and powdered, 
and should produce no muscular contraction, or the 
suffering will be aggravated instead of relieved. 
Begin with a current readily bearable on your own 
hand, and increase afterwards. The above remarks 
are applicable to all varieties of muscular rheumatism, 
but not to arthritic disease. 

In all cases of chloroform narcosis faradization 
of the phrenic nerves, as detailed at page 76, is of the 
first importance, but if unsuccessful, recourse should, 
without loss of time, be had to cutaneous faradization 
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of the precordial region. The instrument being at 
its full power and with rapid intermissions, the wire 
brush is to be brushed over the left nipple, and a 
disk conductor connected with the other pole moved 
about over the apex of the heart. Duchenne speaks 
highly of this precordial cutaneous excitation (which 
he believes to react upon those points of the nervous 
centres which govern the innervation of the breathing 
and of the heart's action), in disorders of the cardiac 
circulation symptomatic of a paralytic condition of 
the vagus, causing syncope, which is sometimes fatal. 
He quotes an interesting case of diphtheritic poison- 
ing of the vagus ; and consequent extreme rapidity, 
smallness, and irregularity of the pulse, with syn- 
cope. Diffusible stimulants failed to give relief. 
The symptoms were removed as if from enchantment 
by cutaneous faradization, and if the conductors were 
moved to other parts of the chest, the patient ex- 
perienced no benefit, and quickly pointed to the 
region to which the electricity should be applied. 
There are also other functional disorders of inner- 
vation which are much ameliorated by similar treat- 
ment — particularly a kind of apnoea, a neurosis 
characterized by absence of the besoin de resjnrer, 
and which for a certain time renders the respiratory 
movements infrequent and even suspends them. 

Duchenne quotes other cases of successful treat- 
ment of diphtheritic paralysis by faradization. In 
one the patient appeared to have contracted mem- 
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branous angina by kissing the month of one of his 
children who died from the disease. After having 
passed through the period of the formation of false 
membranes, which put his life in danger by ob- 
structing the bronchi, and when making progress 
towards convalescence, he was attacked by paralytic 
symptoms. There was paralysis of the soft palate 
and pharynx, diplopia, and slight hemiplegia of the 
fifth, seventh, hypoglossal, and inferior laryngeal 
nerves. Suddenly on the twenty-eighth day, the 
intrinsic expiratory muscles became paralyzed, and 
at the same time there was formed a considerable 
quantity of mucus, which obstructing the bronchi, 
and not being expelled, threatened to produce as- 
phyxia. Electro-cutaneous excitation of the posterior 
region of the thorax rapidly re-established the respi- 
ratory power and procured the immediate expulsion 
of the bronchial mucus, but it required to be con- 
tinued for several days in order completely to over- 
come the paralysis of the lung. 

In another instance, a little girl four months old, 
who had suffered from diarrhoea for several days 
became the subject of a rather large ulceration in the 
neighborhood of the umbilicus. Some days later she 
was attacked by general paralysis, which continued 
for forty-eight hours, and was followed by complete 
aphonia, with extreme difficulty of respiration and 
deglutition. Every attempt at sucking brought on 
cough and choking, and there were also symptoms 
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of paralysis of the diaphragm. Faradization of the 
phrenic nerves was entirely successful in establishing 
normal respiration. After faradization of the soft 
palate, the pharynx, and the anterior surface of the 
neck at the laryngeal level, the infant sucked better 
and its voice improved. It was completely cured by 
a few applications. 

Difficulty of micturition, may in many paraplegic 
cases be largely relieved by faradization. It is not 
always symptomatic of paralysis of the bladder, but 
may be the result of paralysis of the abdominal 
muscles, and be removed by their faradization. 
Failing this, the rectal rheophore should be intro- 
duced, as described at page 88, and a well wetted 
sponge connected with the second pole promenaded 
over the hypogastric or lumbosacral region ; or the 
double vesical rheophore may be employed. The 
continuous voltaic current will often relieve vesical 
spasm, and has been successfully employed in painful 
spasmodic contraction of the bladder upon a calculus. 
Lesser degrees of spasm will often give way to cuta- 
neous faradization of the perineum or hypogastric 
region. Anaesthesia of the bladder sometimes exists 
independently of any paralysis. The patient feels 
no desire to mictm'ate, the bladder fills and if not 
emptied at regular intervals ends by becoming para- 
lyzed from the constant distension. Internal faradi- 
zation with the double vesical rheophore is superior 
to any other treatment. 
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Impotence is not unfrequently found to be accom- 
panied by anaesthesia of the genitals, and to be 
removed by cutaneous faradization. In those cases 
in which it is due to seminal emissions, and prior 
treatment has been of no avail faradization should be 
given a trial. Introduce the urethral rheophore to 
the verumontanum, and apply a second rheophore (a 
well-wetted sponge in a cylinder) to the perineum. 
Use a low power, and with the pedal rheotome regu- 
late the intermissions at about the rate of two to a 
second. When the emissions are better pass a mild 
and slowly intermitting current through the testicles, 
applying a well-wetted conductor on each side of them. 

Obstinate paraplegic constipation is often relieved 
by faradization of the abdominal muscles. When 
it results from paralysis of the rectum, act directly 
upon it as described at page 88. In intussusception 
introduce the rectal rheophore and apply about once 
in a second (regulated by the pedal rheotome) an 
intense faradic current upon each point of the ab- 
dominal walls. Several successful cases that had 
resisted all prior treatment are on record. Prolapsus 
ani from atony of the sphincter may not unfrequently 
be removed by faradization. 

Electrolysis. — In certain cases in which a tumor 
rapidly increasing may threaten life, and where from 
its position, or for other reasons, a surgical operation 
is inadmissible, the catalytic or resorbent action of 
the continuous voltaic current may be of benefit. 
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In preference to the insertion of needles, mould a 
very thin sheet of copper, hardly thicker than paper, 
to the entire sm'face of the tumor. Cover this 
copper with a flannel and fix it by a binding screw 
to the conductor from the negative pole of the 
battery. Before use, soak the flannel well in a 
saturated solution of salt in Avater, and when applied 
to the tumor, place the positive pole with a well- 
wetted sponge as near as possible to it, and allow a 
current as strong as the patient can bear without 
pain to pass for from twenty minutes to an hour 
daily, or every second day. The same treatment is 
occasionally useful in ganglionic tumors and in 
chronic articular affections with nodosities, which 
have not been benefited by prior treatment. If 
needles are used, introduce two or three, or even 
four, of steel gilt, into the most prominent part of 
the tumor to a depth of two or three inches, and 
connect them with the negative pole of about ten 
cells. Apply the positive pole as already directed. 

Contraindications to the use of Electricity. — In ac- 
tual softening of brain or spinal cord ; in active or 
severe inflammations or congestions, whether central 
or peripheral ; in great exaltation of reflex action, 
after recent paralytic seizures, and in those con- 
ditions generally in which active medication is 
contra-indicated, electricity, except as a mild con- 
tinuous voltaic current, should not be employed. 
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In the foregoing pages I have endeavored — as- 
suredly not to exhaust my subject — but, eschewing 
debatable ground, to indicate the prominent land- 
marks in the wide and unexhausted field of electro- 
therapeutics. My object will have been answered 
if I have succeeded in clearly describing the 
different modes of applying electricity, and the 
apparatus by which the application is best made ; 
also in specifying those cases in which the use of 
some one or other of the different varieties of elec- 
tricity is imperatively demanded ; and those cases 
again where — other remedies having been tried and 
failed — we may hopefully resort to this agent, and 
in which it were surely a neglect of duty to let the 
disease run on without giving the patient the benefit 
of its thorough trial. 

In conclusion I would state that the medical prac- 
titioner ivho prescribes electricity, should either ad- 
minister it himself, or cause it to be administered by 
a skilled operator. The experience of the National 
Hospital for the Paralyzed and Upileptic, and my own 
experience in private practice, show conclusively that 
when patients themselves apply electricity, the result 
has been very unsatisfactory. The most explicit 
directions tvill often be misunderstood, or fail in being 
correctly carried out, the treatment yetting undeserved 
discredit. The ride of practice here laid down is 
particularly applicable to the localised application of 
electricity. 
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Accessories of electrical apparatus, 

59. 
Amaurosis, 152. 
Anaesthesia, hysterical, 148. 
Auimal electricity, Dr. Radcliffe 

upon, 100. 
Anus, electrization of muscles of, 

88. 
Aphonia, emotional, electrization 

in, 105. 
Application of electricit}-, length of, 

71, 143. 
Auditory nerve, electrization of, 

93. 

Bath, electric, 103. 

electro-negative, 64. 

electro-positive, 63. 
Battery, Meyer and Meltzer's com- 
bined, 58. 
Battery, portable, Foveaux's, 27. 

Pulvermacher's chain, 34. 

Stohrer's, 31. 

voltaic, requisites of a, 23. 
Bladder, electrization of, 88. 
Brain, electrization of, 109. 
Brush, wire, 88. 

Cauterization, electric, 88. 
Central organs of nervous system, 

electrization of, 86. 
Cerebral electrization, precautions 

in, 110. 
Charge, Dr. Radcliffe's positive, 106. 

of Franklinism, 64. 
Constant current, see Voltaization 

23. 
Contractility, see Irritability. 
Contraction of rhomboid, 45. 
of splenius, 44. 
reflex, 48. 
tonic, 45. 
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Contra-indications to use of electri- 
city, 59. 
Cord, conducting, 59. 

spinal, electrization of, 110. 
Current, " constant," 66. 

direct, 95. 

indirect, 95. 

interrupted voltaic, 66. 

rule for strength of, 95. 

Deafness, 52. 

Diagnosis between real and feigned 
disease, 99. 
electricity as an aid to, 94. 
of lead palsy from paralysis of 

radial nerve, 98. 
of peripheral from central dis- 
ease, 97. 
Diminished irritability, 96. 
Direction of current, 95. 
Direct muscular electrization, 62. 
Disuse, loss of irritability from, 96. 
Duchenne's large uncovered instru- 
ment, 40. 
large volta-faradic instrument, 

37. 
magneto-faradic instrument, 

49. 
small volta-faradic instrument, 

46. 
pedal commutator, 40. 

Electrical machine, 21. 

Electric irritability, see Irritability. 

Electricity, application of, 61. 

contra-indications to the use 

of, 59. 
effects of, upon nutrition, 100. 
effects upon the secretions, 101. 
importance of skilful adminis- 
tration of, 60. 
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Electricity, limitation of use of, as 

a remedy, 100. 

in diagnosis, 94. 
Electrization, direct muscular, 67. 

indirect muscular, 72. 

general, 102. 

localized, 67. 

of auditory ucrve, 93. 

of bladder, 88. 

of larynx, 90. 

of male genital organs, 91. 

of nerves of taste, 93. 

of olfactory nerves, 93. 

of organs of the senses, 91. 

of phrentic nerves, 70. 

of rectum, 88. 

of retina, 93. 

of uterus, 89. 
Electrolysis, 158. 
Electrometer, use of, 21, 65. 
Electro-puncture, 61. 
Electro-therapeutics. 100. 
Essential paralysis, 128. 
Extra-muscular electrization, 62. 
Extremity, inferior, electrization of, 
84. 

superior, electrization of, 79. 
Eye, paralysis of muscles of, 151. 

Facial palsy, 150. 

reaction of muscles in, 150. 
Faradic instrument, requisites of a, 

36. 
Faradism, 36. 
Faradization, cutaneous, 87. 

in artificial respiration, 76, 155. 

in atrophic paralysis, 118, 135. 

in constipation, 158. 

in deafness, 152. 

in difficulty of micturition, 

157. 
in diphtheric paralysis, 155. 
in facial palsy, 150. 
in functional disorders of in- 
nervation, 155. 
in glosso-labio-laryngeal pa- 
ralysis, 153. 
in hemiplegia, 138. 
in hysterical paralysis, 148. 
in impotence, 158. 
in infantile paralysis, 132. 
in intussusception, 158. 



Faradization in " late rigidity," 139. 

in local paralysis, 149. 

in locomotor ataxy, 153. 

iu muscular rheumatism, 154. 

in neuralgia, 111. 

in paralysis of muscles of eye, 
161. 

in paraplegia, 141 

in reflex contraction, 148. 

in tonic contractions, 145. 

in torticollis, 145. 

in traumatic paralysis, 120. 

in wasting palsy, 142. 

in writer's cramp, 144. 
Farado-contractility, mode of test- 
ing, 94. 
Franklinism, apparatus required in, 

20. 
Franklinization, 63-104. 

in emotional aphonia, 105. 

in facial neuralgia, 104. 

in facial spasm, 104. 

in localized excessive sensi- 
tiveness, 106. 

in sciatica, 104. 

in tremor, 106. 
Fustigation, electric, 88. 

Galvanism, meaning of term, 19. 

Galvanization, see Voltaization. 

Galvanometer, 25. 

Giddiness from cerebral electriza- 
tion, 110. 

Gower's, Dr., pedal commutator, 
140. 

Graduator of the coils, 49. 

Gymnastics, importance of, in pa- 
ralysis, 137. 

Hand, electric, 87. 

Head, electrization of, 72. 

Hemiplegia, 138. 

late rigidity in, 139. 
Hysterical anaesthesia, 148. 

aphonia, 105. 

hyperesthesia, 116, 149. 

paralysis, 148. 

Impotence, 158. 

Indirect muscular electrization, 72. 

Induced electricity, see Faradism. 
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Innervation, functional disorders 

of, 155. 
Instruments, 20. 
Insulating stool, 22. 
Internal organs, electrization of, 88. 
Intra-muscular electrization, C2. 
Irritability, increased, 96. 

increased to voltaism and di- 
minished to faradism, 97. 

in cerebral paralysis, 98. 

in hysterical paralysis, 98. 

in spinal paralysis, 98. 

in traumatic paralysis, 128. 

in wasting palsy, 98. 

mode of testing, 84. 

normal, 86. 

to voltaism increased, 115. 

Larynx, electrization of, 86. 
Lead palsy, 149. 

Leyden jar, franklinization by, 04. 
Limitation of electricity in diag- 
nosis, 94. 
of electricity in therapeutics, 
100. 
Locol paralysis, 149. 
Locomotor ataxy, 153. 

Magneto-electricity, sec Faradism. 
Micturition, electrization in, diffi- 
culty of, 157. 
Migraine, electrization in, 113. 
Moderator, water, 39. 
Mouth, electrization of nerves of 

cavity of, 75. 
Moxa, electric, 88. 
Muirhead's battery, 23. 
Muscles, electrization of buccinator. 
74. 

digastric, 73. 

external oblique, 83. 

frontal, 73. 

latissimus dorsi, 83. 

orbicularis oris, 74. 

orbicularis palpebral, 73. 

splenitis capitis, 83. 

stylo-hyoid, 73. 

transversalis, 83. 

zygomaticus, 84. 

abdominal, 82. 

developed by electrization, 124 
129, 135, 136. 



Muscular electrization, direct, 67. 

indirect, 72. 

rule to be observed in, 71. 

irritability, 94. 

sensibility, 94. 
Myelitis, electrization in, 141. 

Nail, electric, 87. 

Neck, electrization of, 74. 

Nerve, electrization of crural, 84. 

facial, 73. 

hypoglossal, 76. 

internal intercostal, 82. 

median, 80. 

musculo-cutaneous, 80. 

obturator, 84 

of Willis, 75. 

peroneal, 85. 

radial, 81. 

sciatic, 85. 

superior gluteal, 84. 

tibial, 84. 

ulnar, 80. 
Nerves of taste, electrization of, 93,, 

phrenic, electrization of, 76. 
Nervous system, electrization of 

central organs of, 86. 
Neuralgia, electrization in, 111. 

facial, electrization in, 104. 
Nomenclature, 19. 

Olfactory nerves, electrization of, 

93. 
Organs of the senses, electrization 

of, 91. 

Pain, relief of, 111. 
Paralysis, 114. 

atropic, of hand, 135. 

of shoulder muscles, 135. 

diphtheritic, 135. 

glosso-labio-laryugeal, 153. 

hysterical, 148. 

rheumatic, 149. 

infantile. 128. 

local, 149. 

of ocular muscle, 151. 

traumatic, 120. 

faradism in, 121. 

voltaism in, 127. 
Paraplegia, 141. 

constipation of, 158. 



164 



INDEX. 



Pedal commutator, Dr. Gower's,140. 

Duchenne's 40. 
Phrenic nerves, electrization of, 7G. 
Primary coil, 37. 

Radcliffe's, Dr., positive charge, 6C, 

100. 
Rectum, electrization of, 88. 
Respiration, artificial, by electriza- 
tion of phrenic nerves, 76, 154. 
Retina, electrization of, 92. 
Rheophore, aural, 92. 

conical, 69, 

disk, 08. 

laryngeal, 91. 

olivary, 69. 

rectal, 88. 

urethral, 88. 

uterine, 90. 

vesical, 89. 
Rheophores, method of holding, 68. 

solid metallic, 87. 
Rheumatism, muscular, 154. 
Rhomboid, contraction of, 145. 
Rigidity in hemiplegia, 139. 

Sciatica, Franklinization in, 104. 

Secondary coil, 38. 

Sensibility, electric, abolition of, 

148. 
Shock from Leyden jar, 64. 
Sparks, franklinization by, 64. 

in aphonia, 105. 

in facial neuralgia, 104. 

in facial spasm, 104. 

in hyperesthesia, 106. 
Spasm, facial, Franklinization in, 

104. 
Sponge-holder, 68. 
Static electricity, see Franklinism. 
Stohrer's induction instrument, 54. 



Sympathetic, electrization of, 110. 

Therapeutics of electricity, 100. 

Threads, metallic, 88. 

Torticollis, 144. 

Traumatic paralysis, 120. 

Tremor, 143. 

Trunk, electrization of, 82. 

Uterus, electrization of, 89. 

Voltaism, 23. 
Voltaization, 66. 

and faradization, differential 
use of, 109. 

in amaurosis, 152. 

in atrophic paralysis, 116, 119. 

in electrolysis, 158. 

in facial paralysis, 151. 

in hemiplegia, 139. 

in infantile paralysis, 136. 

in local paralysis, 149. 

in locomotor ataxy, 153. 

in neuralgia, 111. 

in torticollis, 144. 

in traumatic paralysis, 128. 

in vesical spasm, 157. 

in wasting palsy, 142. 

of great nervous centres, value 
of, 111. 
Voltao-contractility, mode of test- 
ing, 94. 

Wasting palsy, 142. 
Weiss' battery, 28. 
Wire, conducting, 59. 

ground, 67. 
Writer's cramp, 144. 

Zincs, to amalgamate, 33. 



THE END. 
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Work, and adding to it many valuable additions and improvements, amounting in the ag- 
gregate almost to a volume of new matter, included in which will be found the adoption and 
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The American editor, Meredith Clymer, M. D., has also added to it many 
valuable article-;, with special reference to the wants of the American Pkac- 
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The work is now, by almost universal consent, both in England and the United 8tates, 
acknowledged to be in advance of all other works on The Science and Practice of Medicine. 
It is a most thorough and complete Text-book for students of medicine, following such a 
systematic arrangement as will give them a consistent view of the main facts, doctrines, and 
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Surgeon to St. Mark's Hospital for Fistula, &c. 

FISTULA, HAEMORRHOIDS, PAINFUL ULCER, STRICT- 
URE, PROLAPSUS, and other Diseases of the Rectum, their Diagnosis 
and Treatment. Second Edition, Revised and Enlarged by the 
Author. Price ......... $2.00 

This book has been well received by the Profession ; the first edition sold rap- 
idly ; the present one has been revised by the author, and some additions made, 
chiefly as to the mode of treatment. 

The Medical Press and Circular, speaking of it, says: "No hook on this special subject 
can at all approach Mr. Allingham's in precision, clearness, and practical good sense." 

The London Lancet : " As a practical guide to the treatment of affections of the lower 
bowel, this book is worthy of all commendation." 
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of Physicians and Surgeons." 



ATTHILL (lombe), M. D., 

Fellow and Examiner in Midwifery, King and Queen's College of Physicians, Dublin. 

CLINICAL LECTURES ON DISEASES PECULIAR TO WO- 
MEN. Second Edition, Revised and Enlarged, with Six Lithographic 
Plates and other Illustrations on Wood. Price . . . §2.25 

The value and popularity of this bnok is proved by the rapid sale of the first edition, 
which was exhausted in less than a year from the time of its publication. It appears to 

possess three great merits : First, It treats of the diseases very common to females. Second, 
It treats of them in a thoroughly clinical and practical manner. Third, It is concise, orig- 
inal, and illustrated by numerous eases from the author's own experience. His style is clear 
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ARNOTT (henry), M. D., 
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It is an excellent rrsumr of our present knowledge of the minute anatomy of cancer, and 
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ADAMS (robert), M.D., 

Regius Professor of Surgery in the University of Dublin, &c, &c. 

RHEUMATIC GOUT, or CHRONIC RHEUMATIC ARTHRI- 
TIS OF ALL THE JOINTS. The Second Edition. Illustrated by 
numerous Woodcuts, and a quarto Atlas of Plates. 2 Volumes. 
Price £0.00 

BASHAM (w. r.), M. D., F. R. C. P., 

Senior Physician to the Westminster Hospital, &c. 

AIDS TO THE DIAGNOSIS OF DISEASES OF THE KID- 
NEYS. With Ten large Plates. Sixty Illustrations. Price . $2.00 

Dr. Basham has been accustomed to make accurate notes and drawings of every case of 
renal disease coming under his notice. This volume contains a selection of the most important 
of these cases, with microscopical illustrations and letter-press descriptions, showing an 
amount of clinical experience that must prove of great value to those of the profession who 
have not had similar opportunities. 
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BLACK (D. CAMPBELL). M. D., 
L. R. C. S. Edinburgh, Member of the General Council of the University of Glasgow, &c, &c. 

THE FUNCTIONAL DISEASES OF THE RENAL, URINARY, 
and Reproductive Organs, with a General View of Urinary Pathology. 
Price ........... $2-50 

CONTEXTS. 

Chap. 1. On the Conditions that affect the ■ Chap. 4. On the Pathology and Treatment of 



Nocturnal Enuresis, and Spermatic 

Incontinence. 

5. Sterility in the Male. 

6. Male Impotence. 

7. Anomalous Urethral Discharges. 



Secretion of the Urine, with special 

reference to Suppression. 
" 2. Retention of Urine; its Varieties, 

Causes, and Treatment. 
" 3. Irritable Bladder, Strangury. 

The style of the author is clear, easy, and agreeable, . . . his work is a valuable contri- 
bution to medical science, and being penned in that disposition of unprejudiced philosophical 
inquiry which should always guide a true physician, admirably embodies the spirit of its 
opening quotation from Professor Huxley. — Philada. Jled. Times. 



BEASLEY (henry). 
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This NEW edition of Dr. Beasley's Prescription Book, although presented in a much more 
compact form and at a greatly reduced price, has been thoroughly revised, and an account 
of ail the new medicines lately introduced, with the formulas of the new Pharmacopoeias 
added. Carefully selecting from the muss of materials at his disposal, the author has aimed 
to compile a volume sufficiently comprehensive, in which both physician and druggist, 
prescriber and compounder, may find under the head of each remedy the manner in which 
that remedy may be most effectively administered, or combined with other medicines in the 
treatment of disease. The alphabetical arrangement of the book renders this easy. A short 
description of each medicine is also given, and a list of the doses in which its several pre- 
parations may be prescribed. 

BY SAME AUTHOR. 

THE POCKET FORMULARY: A Synopsis of the British and 
Foreign Pharmacopoeias. Ninth Revised Edition. Price . $2.50 

THE DRUGGIST'S GENERAL RECEIPT BOOK and VETERI- 
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Pvkt II. — LEAL NATURE OF DISEASE GERMS. 
Part III. — THE DESTRUCTION OF DISEASE GERMS. 

Second Edition, much enlarged, with Twenty-eight full-page Plates, 
containing 117 Illustrations, many of them colored. Demy Octavo. 
Price $5-°° 

This new edition, besides including the contents revised and enlarged of the two former 
volumes published by Dr. Beale on Disease Germs, has an entirely new part added on " The 
Destruction of Disease Germs." 
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BIOPLASM. A Contribution to the Physiology of Life, or an Intro- 
duction to the Study of Physiology and Medicine, for Students. With 
Numerous Illustrations. Price ...... $3-°° 

This volume is intended as a Text-Book for Students of Physiology, explaining the 
nature of some of the most important changes which are characteristic of and peculiar to 
living beings. Technical terms have been, as far as possible, avoided, while the subject is ren- 
dered more familiar and attractive to the reader by the numerous illustrations interspersed 
throughout the book. 

OTHER WORKS by Dr. BEALE. 

HOW TO WORK WITH THE MICROSCOPE. A Complete 
Manual of Microscopical Manipulation. Fourth Edition. Eighth 
Thousand. Over 400 Illustrations. Price .... $7-5° 

ON KIDNEY DISEASES, URINARY DEPOSITS, AND CAL- 
CULOUS DISORDERS. Third Edition. 70 Plates, 415 Figures. 
Price $10.00 

BIDDLE (john b.), M. D., 

Professor of Materia Medica and Therapeutics in the lefferson Medical College, Philadelphia, <Slo. 

MATERIA MEDICA, FOR THE USE OF STUDENTS. With 
Illustrations. Fifth Edition, Revised and Enlarged. Price $4. 00 

This new and thoroughly revised edition of Professor Biddle's work has incorporated in 
it all the improvements as adopted by the New United States Pharmacopoeia just issued. It 
is designed to present the leading facts and principles usually comprised under this head as 
set forth by the standard authorities, and to nil a vacuum which seems to exist in the want 
of an elementary work on the subject. The larger works usually recommended as text-books 
in our Medical schools are too voluminous for convenient use. This will be found to contain, 
in a condensed form, all that is most valuable, and will supply students with a reliable guide 
to the course of lectures on Materia Medica as delivered at the various Medical schools in 
the United States. 

BLOXAM (c. l.), 

Professor of Chemistry in King's College, London, 

CHEMISTRY, INORGANIC AND ORGANIC. With Experi- 
ments and a Comparison of Equivalent and Molecular Formulae. With 
276 Engravings on Wood. Second Edition, carefully revised. Octavo. 
Price . . . . . . . . . . $5. 00 

The author has endeavored in this new edition of his work to supply a book sufficiently 
comprehensive for those studying the science as a branch of general education. He has also 
devoted special attention to Metallurgy and some other branches of applied Chemistry, in 
order to adapt it to the wants of practical men. His pages are crowded with facts and experi- 
ments, well chosen, and many of them quite new even to scientific men. 
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This book is a sequel or companion to them, and it will be found both valuable and important 
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men and women. It is full of fresh thoughts and graceful illustrations. 
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CLARK (f. le gros), F. R. S., 

Senior Surgeon to St, Thomas's Hospital. 

OUTLINES OF SURGERY AND SURGICAL PATHOLOGY, 
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Assisted by \V. W. Wagstaffe, F. R. C. S., Resident Assistant-Surgeon 
of, and Joint Lecturer on Anatomy at, St. Thomas's Hospital. Second 
Edition, Revised and Enlarged. Price .... $4.25 

This edition brings the work up to the highest level of our present knowledge, incorporat- 
ing all that is sound and recent ia Physiology so far as it relates to subjects requiring its 
aid. It is not alone an admirable exposition of the principles of .Surgery, but a trusty guide 
to the emergencies of Practice. We cannot too highly estiihate the ability to condense and 
the results of a ripened experience furnished to us here in a readable and practical form. — 
Med. Times and Gazette. 

COOLEY (a. j.). 

CYCLOPEDIA OF PRACTICAL RECEIPTS. Containing Pro- 
cesses and Collateral Information in the Arts, Manufactures, Profes- 
sions, and Trades, including Medicine, Pharmacy, and Domestic 
Economy; designed as a General Book of Reference for the Manufac- 
turer, Tradesman, Amateur, and Heads of Families. The Fifth Edi- 
tion, Revised and partly Rewritten by Richard V. Tuson, F. C.S., &c. 
Over 1000 royal-octavo pages, double columns. With Illustrations. 

Price . . ' . $10.00 

Every part of this edition has been subjected to a thorough and complete revision by the 
editor, assisted by other scientific gentlemen. In the chemical portion of the book, every 
subject of practical importance has been retained, corrected, and added to; to the name of 
every substance of established composition a formula has been attached ; while to the Phar- 
maceutist its value has been greatly increased by the additions which have been made from 
the British, Indian, and United States Pharmacopoeias. 

CLYMER (MEREDITH), M. D., 
Fellow of the College of Physicians of Philadelphia. 

EPIDEMIC CEREBRO-SPINAL MENINGITIS. With an Ap- 
pendix on Some Points on the Causes of the Disease as shown by the 
History of the Present Epidemic in the City of New York. _ With a 
Map of the City of New York, showing the Localities, printed in 
Colors, of Cerebro-Spinal Meningitis in the Epidemic of 1S72, made 
under the direction of Moreau Morris, M. D., City Sanitary Inspector 
of the Health Department. Price . . . . $i.co 

This exceedingly interesting little volume contains a summary of the clinical history and 
pathology of cerebro-spinal meningitis, with an abstract of all the epidemics of the disorder 
which have happened in this country and in Europe. It contains much valuable informa- 
tion, and is a contribution to medical literature that cannot fail to serve a scientific and useful 
purpose. 

DOBELL (horace), M. D., 

Senior Physician to the Hospital. 

WINTER COUGH (CATARRH, BRONCHITIS, EMPHYSEMA, 
ASTHMA). Lectures Delivered at the Royal Hospital for Diseases of the 
Chest. New and Enlarged Edition, with Colored Plates. Octavo. 

Price #3-5° 

This work has been thoroughly revised. Two new Lectures have been added — viz., 
Lecture IV., "On the Natural Course of Neglected Winter Cough, and on the Interdepen- 
dence of Winter Cough with other Diseases ; " Lecture IX., " On Change of Climate in Winter 
Cou"h." Also additional matter on Post-nasal Catarrh, Ear-Cough, Artificial Respiration as 
a means of Treatment, Laryngoscopy, New Methods and Instruments in Treating of Emphy- 
sema a "ood Index, and Colored Plates, with appended Diagnostic Physical signs. 



DUNGLISON (robley), M. D., 

Late Professor of Institutes of Medicine, &c, in the Jefferson Medical College, Philadelphia. 

HISTORY OF MEDICINE. From the Earliest Ages to the Com- 
mencement of the Nineteenth Century. Now first Collected and Ar- 
ranged from the Original Manuscript, by his son, Richard J. Dungli- 
son, M. D. Price $2-50 

The publication of a posthumous work by this distinguished author and teacher must be 
a matter of general interest to the profession, to whose advancement lie devoted so many 
years of his valuable life. The great success of his excellent treatises in the various depart- 
ments of medicine form a memorable tdiapter in the history of American literature. As a 
condensed history of the progress of medicine, presenting the main facts in systematic order, 
the book is an excellent one. The editor lias added a section in American Medical History, 
which gives greater completeness to the work. 



EL AM (CHARLES), M. D., 

Author of "A Physician's Problems," &.C. 

CEREBRIA AND OTHER DISEASES OF THE BRAIN. 

CONTENTS. 

Chap. S. Chronic Inflammation of the Brain. 
" 9. Softening of the Brain. 
" 10. Tubercular Meningitis. 
" 11. Organic and Pseudo-organicDiseases 
of the Brain. 



Chap. 1. Introduction. 

2. General Observations on the Study 
of Affections of the Brain. 

3. On some Conditions connected with 
the Circulation in the Brain. 

4. On the received Nosology of the 
Brain. 

5. i''. Cerebria. 
7. Partial Acute Cerebritis. 



12. Symptomatology. 

13. Paralysis as a Symptom. 

14. The Treatment of inflammation of 

the Brain. 



Price ........... $2.50 

FOTHERGILL (j. milker), M. D. 

THE HEART AND ITS DISEASES, AND THEIR TREAT- 
MENT. With Illustrations. Octavo. Price . . . $5.00 

This work gives to the reader a concise view of Cardiac Diseases, uniting the most recent 
information as to the cause of heart-disease, with German Pathology and the latest advances 
in Therapeutics. It is designed to fill the gap between our standard works and the present 
position of our knowledge in diseases of the heart. 

BY SAME AUTHOR. 

DIGITALIS. Its Mode of Action and its Use, illustrating the 
Effect of Remedial Agents over Diseased Conditions of the Heart. 
Price . . . . . . . . . . . $1.25 

GANT (FREDERICK J.), F. R. C. S., 
Surgeon to the Royal Free Hospital, &.C. 

THE IRRITABLE BLADDER. Its Causes and Curative Treat- 
ment ; including a Practical View of Urinary Pathology, Deposits, and 
Calculi. Third Edition, Revised and Enlarged. With New Illustra- 
tions. Price ......... $2.50 

The fact that a third edition of this book has been required seems to lie sufficient proof 
of its value. The author has carefully revised and added such additional matter as to make 
it more complete and practically useful. 
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GODFREY (benjamin), M. D. 

DISEASES OF HAIR. A Popular Treatise upon the Affections 
of the Hair System, with Advice upon the Preservation and Manage- 
ment of Hair. Price $i-5° 

CONTENTS. 

Cuaptek 1. Introduction. 2. Anatomy and Physiology of ITair. 3. Excess of Hair. 
4. Baldness. 5. Trichionosis Cana. (5. Albinism. 7. Hair in tlie Wrong Place. 8. Vege- 
table Parasitic Diseases. 1). Morbus Paxtonii. 10. Chignon Fungus. 11. Plica Poloniea. 
12. Diseases of Color of the Hair. 13. Pityriasis. 14. Fhtheiriasis. 15. Diseases of Hair- 
Follicles. 16. Trichiasis Ciliorum. 17. Color of Hair in relation to Character and Disease. 
IS. Cleanliness. 111. Hair-Dyes. 20. The Beard. 

HARLEY (george), M. D., F. R. C. P., 

Physician to University College Hospital. 

THE URINE AND ITS DERANGEMENTS: With the Applica- 
tion of Physiological Chemistry to the Diagnosis and Treatment of 
Constitutional as well as Local Diseases; being a Course of Lectures 
delivered at University College. With Engravings. Price $2.75 

CONTENTS. 

. Phosphoric Acid, Phosphatic Gravel and 
Calculi. 
8. Oxalic Acid, Oxaluria, Mulberry Calculi. 



1. What is Urine? 

2. Changes in the Composition of the Urine, 

induced by Food, Drink, Medicine, and 
Disease. 

3. Urea, Ammona=mia, Uraemia. 

4. Uric Acid. 

5. Hippuric Acid, Chloride of Sodium. 

6. Urohsematin, Abnormal Pigments in Urine. 



9. Inosite in Urine, Creatin and Creatinine 
Cholesterin, Cystin, Xanthin, Leuein, 
Tyrosin. 

10. Diabetes Mellitus. 

11. Albuminuria. 



On the whole, we have here a valuable addition to the library of the practising physician ; 
not only for the information which it contains, but also for the suggestive way in which 
many of the subjects are treated, as well as for the fact that it contains the ideas of one who 
thoroughly believes in the future capabilities of Therapeutics based on Physiological facts, 
and in the important service to be rendered by Chemistry to Physiological investigation. 

American Journal of the Medical /Science. 

HABERSHON (s. o.), M. D., 

Physician to Guy's Hospital, &c. 

ON THE DISEASES OF THE LIVER. Their Pathology and 
Treatment. Being the Lettsonian Lectures, delivered at the Medical 
Society of London, 1872. Price ..... $i-5° 

These Lectures contain within a brief compass a large amount of information and many 
practical suggestions that cannot fail to be of great value to every practitioner. 

Dublin Medical Journal. 
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Physician to the British Lying-in Hospital, and Lecturer on Diseases of Women and Children, &c. 

THE DIAGNOSIS, PATHOLOGY, AND TREATMENT OF 
DISEASES OF WOMEN, including the Diagnosis of Pregnancy. 
Founded on a Course of Lectures delivered at St. Mary's Hospital 
Medical School. The Third Edition, Revised and Enlarged, with 
new Illustrations. Octavo. Price in Cloth . . . §5.00 

Leather . . . 6.00 

This new edition of Dr. Hewitt's book has been so much modified, that it may be considered 
substantially a new book ; very much of the matter has been entirely rewritten, aud the whole 
work has been rearranged in such a manner as to present a most decided improvement over 
previous editions. Dr. Hewitt is the leading clinical teacher on Diseases of Women in London, 
and the characteristic attention paid to Diagnosis by him has given his work great popularity 
there. It may unquestionably be considered the most valuable guide to correct Diagnosis to 
be found in tlie English language. 7 



HEWSON (addinell,) M. D. 

Attending Surgeon Pennsylvania Hospital, &c. 

EARTH AS A TOPICAL APPLICATION IN SURGERY. 
Being a full Exposition of its use in all the Cases requiring Topical 
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This book is intended for beginners in physiological work. It is a book of 
methods, not a compendium of the science of physiology, and consequently 
claims a place rather in the laboratory than in the study. But although 
designed for workers, the authors believe that it will be found not the less 
useful to those who desire to inform themselves by reading as to the extent 
to which the science is based on experiment, and as to the nature of the 
experiments which chiefly deserve to be regarded as fundamental. 

The practical purpose of the book has been strictly kept in view, both in 
the arrangement and in the selection of the subjects. Many subjects are 
entirely omitted which form important chapters in every text-book. They 
have been left out either because they do not admit of experimental demon- 
stration, or because the experiments required are of too difficult or compli- 
cated a character to be either shown to a class or performed by a beginner. 

The mode of arrangement will be found to be somewhat different in the 
four sections into which the work is divided. This difference, although in 
part attributable to difference of authorship, is mainly due to the peculiarities 
of the modes of demonstration required in the several subjects. 

As regards the physiology of the nerve and muscle, it is sufficient to refer 
the reader to the author's introduction for an exposition of the method fol- 
lowed. In the histological part will be found a purely objective description 
of anatomical facts and methods. Substituting chemical for anatomical, 
the same thing might be said of the chapters relating to the chemical func- 
tions. Here, where minuteness of description is essential, great pains have 
been taken to give the student the most ample details as regards materials 
for work, instruments and methods. In the chapter on the blood, the same 
object has been kept in view, but in those relating to the mechanical func- 
tions of circulation and respiration, where either man or the higher animals 
must be for the most part the subjects of observation, and where conse- 
quently the conditions of experiment are complicated by the interference 
of the nervous system to an extent which it is often difficult to estimate, it 
has been found impossible to avoid entering somewhat more largely into 
theoretical explanations. 
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OPINIONS OF THE PRESS ON THE THIRD EDITION. 

The changes and additions which have been made, as well as the general rearrange- 
ment of the whole subject matter, render thus new edition an essentially new work. — ■ 
Chicago Med. Examiner. 

It forms a volume of 740 pages, numerously illustrated, and though called a new edition, 
it is really a new work. The style is attractive and practical, the mechanical execution 
of the work creditable, and as a reliable guide in the treatment of diseases peculiar to 
women it has no superior. — Canada Lancet. 

It now forms a complete and systematic treatise, admirable in arrangement, beautiful 
in appearance, and rich in the wisdom that comes from ample experience, mature thought 
and active industry. — Leavenworth Herald. 

He has really rewritten the former edition, embodying his extensive clinical experi- 
ence, making this edition a most complete and thorough work on all that pertains to the 
pathology and treatment of diseases peculiar to women. — Cincinnati Medical News. 

For those who desire full instruction and careful illustration in this department nothing 
can equal the work before us; the philosophy of mechanics, and the modes of applica- 
tion are fully presented. — Buffalo Medical and Surgical Journal. 

It is unquestionably one of the most valuable guides to a correct diagnosis to be found 
in the English language. — Richmond and Louisville Journal. 

The latest, best, and most authoritative exponent of a well-defined bias that powerfully 
affects a zealous class of gynecologists . . . We hail Dr. Graily Hewitt's work as the 
lineal successor to Simpson's. — Brit. Med. Jour. 

The style is clear and very readable, and it gives evidence throughout of honest hard 
work ; not that of the office book-worm, but of the careful clinical observer. — Canada 
Med. and Surg. Jour. 

This new edition is remarkably full, and affords instruction in every department of the 
science and art of gynecology. The topics embraced in the volume cover the whole 
ground of sexual disorders, and our friends will find it one of the best works for consul- 
tation. — Lancet and Observer. 

We have derived from this work in hours of doubt and perplexity great comfort and 
assistance. The present edition is not merely a reprint, but in many and important 
respects a new work, containing certain generalizations on the important questions of 
the pathology of diseases of the Uterus, which involve the adoption of new views concern- 
ing the pathology and treatment of others. The arrangement of the former edition de- 
vised to facilitate the study of the subject, particularly the Diagnosis, has been very much 
modified in this edition. Many new and graphic illustrations are added. — Virginia 
Clinical Record. 

In the diagnosis of the various uterine disorders, great attention has been paid. Dr. 
Hewitt has endeavored to render this easy of accomplishment, for his descriptions and 
symptoms of disease are as carefully and minutely rendered as to at once become appa- 
rent as the work of a diligent and painstaking observer. — Canada Medical Record. 

The author treats systematically and generally, and with sufficient fulness, on all sub- 
jects within the sphere of gynecology, and many of the more difficult subjects are illus- 
trated with well-executed woodcuts. It undoubtedly occupies the front rank among 
systematic treatises on the diseases of women. — Michigan Univcrsiiu Jmim.nl 



" The most thorough and Practical Work on the subject now oeforc the 

Profession. 1 ' 

Meigs and Pepper's Practical Treatise on 
the Diseases of Children. 

Fourth Edition, thoroughly Eevised and greatly Enlarged. 

T3y J. Forsyth Meigs, M. D., Fellow of the College of Physicians of 

Philadelphia, &c, &c, and William Pepper, M. D., Physician to the 

Philadelphia Hospital, &c, &c, forming a Royal Octavo Volume of 

over 900 pages. Price, bound in Cloth, . . . $G 00 

" " Leather, . . . 7 00 

Dr. Meigs' work has been out of print for some years. The rapid sale of the three 
previous editions, and the great demand for a new edition, is sufficient evidence of its 
gre:it popularity; while the very large practice of many years' standing of the author 
in the speciality of " Diseases of Children," imparts to it a value unequalled, probably 
by any other work on the same subject now before the Profession. This present edition 
has been almost entirely rewritten and rearranged, and no effort or labor has been 
6pared by either Drs. Meigs or Pepper, to make it represent fully in its most advanced 
state the present condition of Medicine as applied to Children's Diseases. 

The entire work has been subjected to careful revision. Several of the articles, as 
those on Eclampsia, Chorea, and Parasitic Skin Diseases, have been much enlarged; 
and others, as the various articles on the Diseases of the Stomach and Ditestines, and 
'.hat on Eczematous Affections, entirely rewritten. In addition, articles have been 
lidded upon the following important subjects: 

Diseases of the Heart. Facial Paralysis. 

Cyanosis. Rheumatism. 

Diseases of the Csecum and Appendix. Diphtheria. 

Intussusception. Mumps. 

Chronic Hydrocephalus. Rickets. 

Tetanus Nascentium. Tuberculosis. 

Atrophic Infantile Paralysis. Infantile Syphilis. 

Progressive Paralyse, with apparent Hy- Typhoid Fever, 

pertrophy of the Muscles. Sclerema. 

The new matter thus added amounts to nearly 200 pages. It has been the effort of 
the authors, while endeavoring to make the work fully represent the state of our knowl- 
edge upon the subjects treated of, to retain its eminently practical character; and with 
this view, an unusually large amount of space has been devoted to the consideration 
of the treatment of each disease. 

"This is the fourth edition of Meigs on Diseases of Children, greatly enlarged and 
improved by chapters upon a large number of new subjects, and also by a very copious 
index, which facilitates reference, and makes the work more serviceable to the Prac- 
titioner. As now enlarged, it is one of the most complete and comprehensive works of 
its class, and will meet the wants of the Profession in this department most admirably.' 
— Buffalo Med. and Surg. Journal. 

"It is very comprehensive, and embraces most of the maladies incident to childhood 
Rnd infancy. We consider it a very safe, reliable, and suggestive guide, being quite large 
and full in detail, embracing almost everything pertaining to the subject, making it a 
very useful book both for reference and study. "—Medical Archives. 

"It forms the most complete and comprehensive work upon the diseases of children 
published in this country. It has for years been cne of the standard authorities, and 
in its present enlarged form will still more command attention. It presents the latest 
views of pathology and treatment, and takes into consideration many subjects which, 
were entirely omitted in the previous editions." — Detroit Journal of Medicine, 3(c. 

"It is satisfactory to note that the authors have brought up their work to the level 
ef the pathological knowledge of the day, and that their therapeutical notions are 
equally advanced. The authors are enrolled among the more enlightened therapeut- 
ists of our time. One cannot fail to be struck throughout the treatise with the very 
judicious advice given by the authors on various points of treatment. The work, us a 
whole is entitle d to rank with the best." — Medical Repertory. 



Rindfleisch's Text-Book of Pathological 

Histology. 208 Illustrations. 
An Introduction to the Study of Pathological Anatomy. By Pr. Edward 
Rindfleiscii, 0. 0. Professor of Pathological Anatomy in Bonn. 
Translated from the Second German Edition, by Wxi. C. Kloman, 
M. D., assisted by F. T. Miles, M. D., Professor of Anatomy, Uni- 
versity of Maryland, &c, &c. 

CONTENTS. 

Introduction, Author's and Editor's Prefaces. 

General Part. 

1. Decomposition and Degeneration of Tissues. 

2. Pathological New Formations. 

Special Part. 
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Index and Ribliography. 

Containing 208 Elaborately Executed Microscopical Illustrations. 
Oue volume, octavo. Price, cloth, $6.00; sheep, $7.00. 

Prof. Rindfleisch's Text-Rook of Pathological Histology, so justly celebrated in 
Germany, where it is considered the most complete and thorough work of its kind, 
having passed rapidly to a second edition, is also very highly valued and commended 
by German Medical scholars in this country, many of whom are not only familiar with 
the book, but with the author's great reputation as a teacher and professor of this 
branch of medical study. 

The translators are both gentlemen who by their past education have been peculiarly 
fitted for the task of translating the work. Dr. Kloman from early life has been 
familiar with the German language, while Prof. Miles has made the subject one of 
special study, both gentlemen being also practical microscopists. The Publishers 
therefore offer a translation of this truly valuable work to the Medical Profession in 
the United States, feeling the utmost confidence that in both manner and style it will 
prove acceptable to them. In their Preface, the Translators say: "In presenting the 
English reading portion of the Medical Profession with a translation of the valuable 
work of Prof. Kindflcisch, the translators scarcely deem an apology necessary. The 
merits of the book itself, and the fact that it fills an unoccupied gap in our most recent 
literature upon the subject of Pathological Histology, was judged to be an ample in- 
centive for undertaking the labor of the translation. The work of Virciiow translated 
hy Chance, is, in many points, antiquated, and the more recent work of Bilbuotii, 
translated by Hackley, occupies the ground but partially, and is professedly a work 
of Surgical Pathology." 

This book is translated and published in this country by Bpecial arrangement with 
the author. 
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AITKEN'S SCIENCE AND PRACTICE OF MEDICINE. Third American, 
from the Sixth London Edition. In Two Volumes, Royal Octavo. Over 2000 pages. 
With a Colored Map, Lithographic Plate, and nearly Two Hundred Illustrations on 
Wood Cloth, $12; Leather, $14.00. 

ATTHILL'S CLINICAL LECTURES ON DISEASES PECULIAR TO 

WOMEN. Second Edition, Revised and Enlarged, with Illustrations. . $2.25. 

ARNOTT ON CANCER, its Varieties, their Histology and Diagnosis. With 
Illustrations. ......... $2.25. 

ACTON ON THE FUNCTIONS AND DISORDERS OF THE REPRO- 
DUCTIVE ORGANS. Third American Edition. Octavo. . . . $3.00. 

ACTON ON PROSTITUTION, in its Moral, Social, and Sanitary Aspects. 
Second Edition. ......... $5.00. 

ALLINGHAM ON FISTULA, HEMORRHOIDS, PAINFUL ULCER, 

STRICTURE, PROLAPSUS, and Diseases of the Rectum. Second Edition. $2.25. 

ADAMS ON CLUB-FOOT, its Causes, Pathology, and Treatment. Second Edition. 
With Numerous Lithographic and Wood-Cut Illustrations. . . . $6.00. 

ADAMS ON RHEUMATIC AND STRUMOUS DISEASES OF THE 

JOINTS. With a quarto Atlas of Plates and other Illustrations. 2 Vols. 

ANSTIE ON STIMULANTS AND NARCOTICS, their Mutual Relations, 
and on the Action of Alcohol, Ether, and Chloroform on the Vital Organism. $3.00. 

ALTHAUS' MEDICAL ELECTRICITY, its Use in the Treatment of Paralysis, 

Neuralgia, and other Diseases. Second Edition. Illustrations. . . $5.00. 

BTFORDS PRACTICE OF MEDICINE AND SURGERY. Applied to the 
Diseases and Accidents Incident to Women. Second Edition. . . $5.00. 

BYFORD ON THE CHRONIC INFLAMMATION AND DISPLACE- 
MENT OF THE UNIMPREGNATED UTERUS. Second Edition. With 
Numerous Illustrations. ........ $3.00. 

BLACK ON THE FUNCTIONAL DISEASES OF THE RENAL, URI- 
NARY, AND REPRODUCTIVE ORGANS $2.50. 

BLOXAM'S CHEMISTRY, INORGANIC AND ORGANIC. With 276 
Engravings on Wood. Second Edition, carefully revised. Octavo. . . $5.00. 

BLOXAM'S LABORATORY TEACHING; OR, PROGRESSIVE EX- 
ERCISES IN PRACTICAL CHEMISTRY. Second Edition. Illustrations. $2.23. 



BRUNTON S EXPERIMENTAL INVESTIGATION OP THE ACTION 

OF MEDICINES. In preparation. 
BEETON'S BOOK OP HOUSEHOLD MANAGEMENT. 672 Illustrations, 

1,100 pages. ......... $3.25. 

BRANSTON'S HAND-BOOK OF PRACTICAL RECEIPTS, for the 

Chemist, Druggist, &c. With a Glossary of Chemical Terms. . . SI .50. 

BRODHURST ON THE DEFORMITIES OF THE HUMAN BODY. 

A System of Orthopedic Surgery. Illustrated. .... $4.25. 

BEASLEYS 3000 PRESCRIPTIONS, from the Practice of the most Eminent 
Physicians and Surgeons — English, French, and American. Fourth Edition. $2.50. 

BEASLEYS DRUGGISTS' GENERAL RECEIPT-BOOK AND VETE- 
RINARY FORMULARY. Seventh Edition, Revised and Improved. . $3.50. 

BEASLEYS POCKET FORMULARY. The Ninth London Edition, Revised 
and Enlarged. . ....... $2.50. 

BARTH & ROGER'S MANUAL OF AUSCULTATION AND PERCUS- 
SION. From the Sixth French Edition. ..... SI. 25. 

BOUCHARDAT'S ANNUAL ABSTRACT of Therapeutics, Materia Medica, 
Pharmacy, and Toxicology, for 1867. . . ... $1.50. 

BEALE'S HOW TO WORK WITH THE MICROSCOPE. Fourth Edition. 
400 Illustrations. . . . . . $7.50. 

BEALE ON KIDNEY DISEASES, URINARY DEPOSITS, AND 

CALCULOUS DISORDERS. Third Edition. 70 Plates, 415 Figures. $10.00. 

BEALE'S USE OF THE MICROSCOPE IN PRACTICAL MEDICINE. 

Fifth Edition. 500 Illustrations. In preparation. 

BEALE'S BIOPLASM. A New Introduction to the Study of Physiology and 

Medicine, for Students. With Plates. ...... $3.00. 

BEALE'S LIFE, MATTER, AND MIND; OR PROTOPLASM. A New 

Edition, very much enlarged. Eight Plates. Preparing. 

BEALE'S DISEASE GERMS; AND ON THE TREATMENT OF 

DISEASES CAUSED BY THEM. Second Edition. Much Enlarged. . $5.00. 

BIDDLE'S MATERIA MEDICA. For the Use of Students. With Illustrations. 
Fifth Edition. Revised and Enlarged. ..... $4.00. 

BASHAM'S AIDS TO THE DIAGNOSIS OF DISEASES OF THE 

KIDNEYS. Ten Plates, 60 Figures. ..... $2.00. 

BIRCH ON CONSTIPATED BOWELS. The Various Causes and Means of 
Cure. Third Edition. . . . . $1.00. 

BRAITHWAITE'S EPITOME OF THE RETROSPECT OF PRACTICAL 
MEDICINE AND SURGERY. 2 Vols $10.00. 

CHAMBERS ON THE RENEWAL OF LIFE. Lectures chiefly Clinical, 

illustrative of a Restorative System of Medicine. Fourth Edition. . . $5.00. 

CHEW ON MEDICAL EDUCATION. A Course of Lectures on the Proper 
Method of Studying Medicine. ....... $1.00. 

CARPENTER ON THE MICROSCOPE AND ITS REVELATIONS. 

Fourth Edition. Over 400 Plates. ...... S5.00. 



COOLEY'S CYCLOPAEDIA OF PRACTICAL RECEIPTS. The Fifth 
Revised and Enlarged Edition. With Illustrations. .... $10.00. 

COBBOLD ON WORMS. Lectures on Practical Helrninthology. Illustrating the 

Symptoms, Diagnosis, and Treatment. ...... $2.00. 

COLES ON DEFORMITIES OF THE MOUTH. With their Mechanical 
Treatment. Second Edition. S Colored Illustrations and 51 on Wood. . $2.50. 

COLES' MANUAL OF DENTAL MECHANICS. With Numerous Engrav- 
ings on Wood. In preparation. 

CAMPBELL'S MANUAL OF SCIENTIFIC AND PRACTICAL AGRI- 
CULTURE. With Illustrations. ...... $1.50. 

CLYMER'S EPIDEMIC CEREBRO-SPINAL MENINGITIS. . $1.00. 

CAZEAUX'S GREAT WORK ON OBSTETRICS. The most complete Text- 
book now published. Greatly enlarged and improved. Containing 175 Illustrations. 
Fifth American, l'roni the Seventh French Edition. Bound in Cloth, . . $6.50. 

" Leather, . 7.50. 

CLARK'S OUTLINES OF SURGERY AND SURGICAL PATHOLOGY. 

Second Edition, Revised and Enlarged. ...... $4.25. 

CLEAVELAND'S PRONOUNCING MEDICAL LEXICON. Containing 
the Pronunciation and Definition of Terms. New and Improved Edition. . $1.25. 

COHEN ON INHALATION. Its Therapeutics and Practice. With Cases and 
Illustrations. ....... . $2.50. 
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CHAVASSE'S APHORISMS ON THE MENTAL CULTURE AND 
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DARLINGTON'S FLORA CESTRICA; ok, HERBORIZING COMPANION. 
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DILLNBERGERS HANDY-BOOK OF THE TREATMENT OF 
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DIXON'S GUIDE TO THE PRACTICAL STUDY OF DISEASES OF 

THE EYE. Third Edition $2.50. 

DOBELL ON WINTER COUGH ( Catakeh, Bronchitis, Emphysema, Asthma). 
New and Enlarged Edition, with Colored Plates. .... $3.50. 

DRUITT'S SURGEON'S VADE-MECUM. Tenth Revised London 
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DUCHENNE'S LOCALIZED ELECTRIZATION. Translated from the Third 
Edition, by Herbert Tiebits, M.D. 92 Illustrations. . . . $3.00. 

DUNGLISON'S HISTORY OF MEDICINE. From the Earliest Ages to the 
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ELLIS'S PRACTICAL MANUAL OF THE DISEASES OF CHILDREN. 

With Formulary, &c. Second Edition. 
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I July to Dec. J 

Interleaved Edition. 

For 25 Patients weekly, interleaved, tucks, pockets, etc., . . . $1.5!>. 

50 "... 1.75. 

' . . . 3.00. 



50 - "2vols.{J-^ J C e '}« 



PIGGOTT ON COPPER MINING AND COPPER ORE, etc. 12mo. $1.50. 

PRINCE'S PLASTIC AND ORTHOPEDIC SURGERY. With Numerous 

Illustrations. ......... $4.50. 

PROCTOR'S (BARNARD S.) PRACTICAL PHARMACY. 

RADCLIFFE'S LECTURES ON EPILEFSY, PAIN, PARALYSIS, 

and other Disorders op the Nervous System. With Illustrations. $2.00. 

REESE'S AMERICAN MEDICAL FORMULARY. . . $1.50. 
REESE'S ANALOGY OF PHYSIOLOGY $1.50. 

RENOUARD'S HISTORY OF MEDICINE, FROM ITS ORIGIN TO 

THE NINETEENTH CENTURY. Octavo $4.00. 

REPORTS ON THE PROGRESS OF MEDICINE, SURGERY, &c, &c. 

Prepared for the Sydenham Society of London. .... $2.00. 

REYNOLDS' LECTURES ON THE CLINICAL USES OF ELEC- 
TRICITY. §1.50. 

RICHARDSON'S PRACTICAL TREATISE ON MECHANICAL 

DENTISTRY. Second Edition, Enlarged. . . . . $4.50. 

RIGBY'S OBSTETRIC MEMORANDA. Fourth Edition. . $0.50. 

RIHL & O'CONNERS PHYSICIAN'S DIARY. A Monthly, Semi-Annual, 
and Annual Journal and Cash-Book combined, &c. . . . $7.50. 

RINDFLEISCH'S TEXT-BOOK OF PATHOLOGICAL HISTOLOGY. 

An Introduction to the Study of Pathological Anatomy. With 208 Illustrations. 
Bound in Cloth, $6.00 ; in Leather, ...... $7.00. 

ROBERT'S HAND-BOOK OF THE THEORY AND PRACTICE OF 

MEDICINE. 

ROBERTSON'S MANUAL ON EXTRACTING TEETH. Second Edition, 
Revised and Improved. With Illustrations. ..... $1.50. 

ROSER'S SURGICAL ANATOMY. By Galton. With Illustrations. 

ROSS. THE GRAFT THEORY OF DISEASE. Demy Octavo. . $4.00. 

RYAN'S PHILOSOPHY OF MARRIAGE. In its Social, Moral, and Physi- 
cal Relations. 12mo. ........ $1.00. 



SANDERSON'S PHYSIOLOGICAL HAND-BOOK FOR THE LABO- 
RATORY. With over 350 Illustrations from Original Drawings. 2 volumes. 

SANSOM ON CHLOROFORM. Its Action and Administration. 12mo. $2.00. 

SAVAGE'S SURGERY, SURGICAL PATHOLOGY, AND SURGICAL 

ANATOMY of the FEMALE PELVIC ORGANS. Colored Plates. Third Edition. 
Enlarged. Preparing. 

SCANZONI'S PRACTICAL TREATISE ON THE DISEASES OF 

THE SEXUAL ORGANS OF WOMEN. With Illustrations. . . 85.00. 

SCHULTZE'S LECTURE DIAGRAMS FOR INSTRUCTION IN 

PREGNANCY AND MIDWIFERY. 20 Large Maps or Diagrams, and a 4to vol. 
of Letter-press. In Sheets, $15.00 ; Mounted on Rollers, . . $30.00. 

STILLE'S ELEMENTS OF GENERAL PATHOLOGY. Second Edition. 

STILLE'S EPIDEMIC MENINGITIS; OR, CEREBRO-SPINAL MEN- 
INGITIS. Octavo. . $2.00. 

STOKES ON THE DISEASES OF THE HEART AND AORTA. $3.00. 

SWERINGEN'S PHARMACEUTICAL DICTIONARY. A Lexicon of 
Pharmaceutical Science. Nearly ready. 

TAFT'S PRACTICAL TREATISE ON OPERATIVE DENTISTRY. 

Second Edition. Revised. Over 100 Illustrations. Octavo. . . $4.50. 

TANNER'S PRACTICE OF MEDICINE. Fifth American, from the Sixth 
London Edition. Royal Svo, over 1100 pages. In Cloth, $0.00 ; in Leather, $7.00. 

TANNER'S PRACTICAL TREATISE ON THE DISEASES OF IN- 
FANCY AND CHILDHOOD. Third Edition $3.50. 

TANNER'S INDEX OF DISEASES AND THEIR TREATMENT. 

With Formula? for Medicines, &c, &c. Octavo. .... $3.00. 

TANNER'S MEMORANDA OF POISONS. A New and much Enlarged 
Edition. .......... $0.75. 

TIBBITT'SHAND BOOK OF MEDICAL ELECTRICITY. Illustrated. $2.25. 

THOMPSON'S DISEASES OF THE PROSTATE. Fourth Edition. 

THOMPSON'S PRACTICAL LITHOTOMY AND LITHOTRITY. 

Second Edition. ........ $4.50. 

THOROWGOOD ON ASTHMA. Its Nature, Forms, and Treatment. Second 
Edition. .......... $1.75. 

TILT'S CHANGE OF LIFE IN HEALTH AND DISEASE. From the 
Third London Edition. . . . ... . . . $3.00. 

TOMES' DENTAL SURGERY. Second Edition, Revised and Enlarged. 2G3 
Illustrations. ..... $5.00. 

TOYNBEE ON DISEASES OF THE EAR. A New Edition. By James 
HintoN. With Illustrations. Octavo. ...... $5.00. 

TROUSSEAU'S LECTURES ON CLINICAL MEDICINE, DELIV- 
ERED AT THE HOTEL-DIEU, PARIS. 5 Volumes Octavo. Vols. ], 2, and 3, 
$5.00 each ; Vols. 4, & 5, each ....... $4.00. 

TUKES ILLUSTRATIONS OF THE INFLUENCE OF THE MIND 
UPON THE BODY. London Edition $4.00. 



TYLER SMITH'S OBSTETRICS. With Illustrations. Octavo. . $5.00. 

TYSONS CELL DOCTRINE. ITS HISTORY, PRESENT STATE, &o. 

With a Colored Plate, and Numerous Illustrations. .... $2.00. 

VIRCHOWS CELLULAR PATHOLOGY. With 144 Engravings. Svo. $5.00. 
"WALKER ON INTERMARRIAGE. With Illustrations. 12mo. $1.50. 

WALTON'S PRACTICAL TREATISE ON DISEASES OF THE EYE. 

Third Edition. 300 Engravings, and 20 Chronio-Lithographs. Preparing. 

"WARD ON SOME AFFECTIONS OF THE LIVER AND INTES- 
TINAL CANAL. Octavo. . $3.00. 

WARING'S PRACTICAL THERAPEUTICS. Considered chiefly with refer- 
ence to Articles of the Materia Medica. Second American, from the Third London 
Edition. In Cloth, $5.00; Leather, ...... $6.00. 

WEDL'S PATHOLOGY OF THE TEETH. With Special Reference to their 
Anatomy and Physiology. 105 Illustrations. In Cloth, $4.50; in Leather, . $5.50. 

WELLS' TREATISE ON THE DISEASES OF THE EYE. Illustrated 

by Ophthalmoscopic Plates and Numerous Engravings on wood. Second London 
Edition. Cloth, $6.50 ; Leather, ...... $7.50. 

WELLS ON LONG, SHORT, AND WEAK SIGHT. Third Edition. 
With Illustrations. Octavo. ....... $3.00. 

WILSON'S HAND-BOOK OF HYGIENE AND SANITARY SCIENCE. 

With Engravings, &c, &c. ...... $3.00. 

WILSON'S MANAGEMENT OF THE SKIN AND HAIR. Seventh 
Edition. .......... $1.25. 

WOODMAN & TIDY'S HANDY-BOOK OF FORENSIC MEDICINE 
AND TOXICOLOGY. Preparing. 

WRIGHT ON HEADACHES. Their Causes and Cure. 12mo. . . $1.25. 

WYTHES' PHYSICIAN'S POCKET, DOSE, AND SYMPTOM-BOOK. 

The Tenth Edition. In Cloth, $1.25; in Leather, tucks, with pockets, . $1.50. 



TIBBITT'S HAND-BOOK OF MEDICAL ELECTRICITY. 

With Illustrations. Just Ready, 

This work fills up a hiatus in the literature of medical electricity. It purposes to 
teach (to use the words of the Preface) "the busy practitioner not only when to use Elec- 
tricity, but in explicit and full detail how," and in "moderate bulk to contain only what 
it is essential to master." 

The work is what it professes to be, and is a hand-book in the best sense of the word. 
In the chapters on electro-medical instruments and the application of electricity, the 
practitioner will find all that is necessary for his guidance in these matters; and in the 
chapters on electricity as an aid to diagnosis and in electro-therapeutics he will have a 
well-considered summary of electral practice. The work is abundantly and excellently 
illustrated, and if, in respect of instruments, the text should fail to convey a clear idea, 
the illustrations come to the reader's assistance. The work is noteworthy, in addition to 
its other advantages, for an excellent synopsis and a good index. The book, indeed, 
answers thoroughly to the author's description, that he has "throughout endeavored to 
keep constantly in view the practitioner rather than the theorist, especially in point of 
details which are of importance in order to secure the successful application of electricity, 
and to insure (a not insignificant matter in this respect) the comfort of the patient." — The 
Lancet, March $th, 1873. 



LINDSA Y & BLAKISTON call the attention of Booksellers and the 
Medical Profession to the extensive list of their new publications as 
embraced in the enclosed Catalogue, to which they are constantly 
adding by the addition of New Books on every branch of Medical 
Science. Their assortment of books also embraces all other Medical 
Works published in the United States, which they will furnish to the 
Trade or Profession on the most liberal terms. 

Their own publications can be had from or through Booksellers in most 
of the principal cities of the Union. When for any reason they can- 
not be thus procured, they will forward them by mail prepaid, upon 
receipt of the Catalogue price. 

Having special arrangements with Messrs. J. & A. CHURCHILL, of 
London, they are prepared to supply all their publications in this 
country at greatly reduced prices. Many of their leading books, 
especially those of recent publication, they have either reprinted or 
keep in stock. Those not on hand they will supply promptly to 
order at the lowest rates to the shilling of the London retail 
price, to the Profession and to the Trade at their usual discount. 

MEDICAL WORKS or PERIODICALS, published by other Houses in 
Great Britain, will be imported to order on the most liberal terms. 

SYDENHAM SOCIETY'S PUBLICATIONS. Having been ap- 
pointed agents in the United States for this Society, they are 
prepared to receive subscribers at the rate of TEN DOLLARS per 
annum, and to furnish any of the back years on the same terms, 
payable akvays in advance. Reports of the Society, with a list 
of the works already published by them, will be furnished upon 
application. 
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